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iABSTRACT
A microelectrode array, MEA, is a tool used by biologists for measuring the electrical
activity of cells in vitro. Instead of only studying random cell clusters and monolayers,
an increasing number of biological research questions are aimed at studying well-
defined cell networks or single cells. This places special demands on the location,
size, and overall performance of the MEA electrodes, which the standard,
commercially available layouts cannot usually meet. Therefore, custom-designed
MEAs are needed for a wide range of applications from basic cell biology and disease
model development to toxicity testing and drug screening. This thesis focuses on the
fabrication of microelectrodes made of titanium, atomic layer deposited (ALD)
iridium oxide (IrOx), and ion beam-assisted e-beam deposited (IBAD) titanium
nitride (TiN). These MEAs are characterized, for example, in terms of their
impedance, noise level, and surface morphology, and their biocompatibility and
functionality are verified by simple experiments with human stem cell-derived
neuronal cells and cardiomyocytes. The aim of these studies is to offer more
alternatives for MEA fabrication, enabling researchers and practitioners to choose
the electrode material that best fits their application from their available resources.
Pure titanium is commonly disregarded as an electrode material because of its
oxidation tendency, which destabilizes the electrical performance. However, when
prototyping customised MEAs, the time and cost of fabricating the subsequent
iterations of the prototype can be more decisive factors than the device’s ultimate
electrical performance, which is typically evaluated by the impedance value at 1 kHz.
As might be expected, although titanium electrodes underperformed in terms of
impedance (>1700 kΩ), when used in the cell experiments, the field potentials from
both neuronal cells and cardiomyocytes were still easily distinguishable from the
noise. There are a number of benefits to using titanium as an electrode material.
Besides the fact that it is about hundred times cheaper than other commonly-used
materials, such as gold or platinum, it usually requires fewer and often simpler
process steps than the most common alternatives.
IrOx and TiN are common electrode coatings which, when applied on top of e.g.
a titanium electrode, can lower the impedance and the noise level of the electrode.
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In this study, two alternative deposition methods, ALD and IBAD, were used for
IrOx and TiN in MEA applications. Even if the impedance of these 30 μm electrodes
(450 kΩ for ALD IrOx and ~90 kΩ for IBAD TiN) did not quite reach the
impedance levels of the industry standards, i.e. sputtered TiN (30-50 kΩ) and Pt
black (20-30 kΩ), in cell experiments the IBAD TiN electrodes in particular showed
no tangible differences in peak amplitudes and noise levels compared with sputtered
TiN electrodes. This makes IBAD TiN an attractive alternative material for those
who prefer to use TiN electrodes, but do not have access to a sputter coater, for
example. ALD IrOx, on the other hand, relies on the potential of the general
properties of ALD and IrOx (yet unverified) to provide exceptional performance in
designs requiring excellent step coverage or stimulation capability.
Finally, as an application example of a custom-designed MEA, a version capable
of measuring cardiomyocytes at the single-cell level was developed. The benefit of
such an MEA is to offer a unique noninvasive method to study single cells without
destroying them with the time-consuming patch clamp method, and without losing
cell-specific information, which often occurs if the cell clusters studied with standard
MEAs are too heterogenous. This was achieved with a number of innovations. For
example, the electrodes were placed near the perimeter of the cell culturing area and
had a larger diameter (80 μm) than the usual 30 μm electrodes. This simplified the
plating of the cells to the electrodes and enabled the beating of the cells to be
electrically recorded. It is also possible to combine that with image-based analysis of
mechanical beating through transparent indium tin oxide (ITO) electrodes.
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TIIVISTELMÄ
Mikroelektrodimatriisi (MEA, microelectrode array) on biologien käyttämä väline
solujen sähköisen toiminnan mittaamiseen in vitro olosuhteissa. Pelkkien satunnaisten
soluryppäiden ja yksikerroksisten soluviljelmien tutkimisen rinnalla yleistymässä ovat
biologiset tutkimuskysymykset, joissa tutkitaan ohjatusti muodostettuja soluverkkoja
tai yksittäisiä soluja. Nämä aiheet asettavat sellaisia erityisvaatimuksia elektrodien
koolle ja sijainnille MEA-levyllä, sekä ylipäätään MEA-levyn suorituskyvylle, että
kaupasta saatavat vakiomalliset MEA-levyt eivät yleensä niitä täytä. Räätälöidyille
MEA-levyille onkin tarvetta monella sovellusalueella perussolubiologiasta ja
tautimallien kehittämisestä myrkyllisyystutkimuksiin ja lääketestaukseen. Tässä
väitöstyössä on valmistettu mikroelektrodeja, joiden materiaalina on käytetty titaania,
atomikerroskasvatettua (atomic layer deposition, ALD) iridiumoksidia (IrOx) sekä
ionisuihkuavusteiselle elektronisuihkuhöyrystyksellä (ion beam assisten e-beam
deposition, IBAD) tuotettua titaaninitridiä (TiN). Elektrodit on karakterisoitu mm.
niiden impedanssin, kohinatason ja pinnan morfologian osalta. Lisäksi
bioyhteensopivuus ja toimivuus on varmistettu kokeilla, joissa on käytetty
ihmisperäisistä kantasoluista johdettuja hermo- ja sydänsoluja. Näiden tutkimusten
tarkoituksena on tarjota MEA-valmistukseen lisää vaihtoehtoja, mistä valita eri
sovelluksiin parhaiten sopivat ja käytettävissä olevat resurssit parhaiten huomioivat
elektrodimateriaalit.
Titaanin käyttöä puhtaasti metallimuodossa on mikroelektrodimateriaalina
yleisesti vältetty sen johtavuusominaisuuksia häiritsevän hapettumistaipumuksen
vuoksi. Valmistukseen kuluva aika ja kustannukset voivat kuitenkin olla räätälöityjen
MEA-prototyyppien kehittämisessä olennaisempia tekijöitä kuin prototyypin
huippuunsa viritetty suorituskyky, jota usein arvioidaan 1 kHz taajuudella mitatun
impedanssin avulla. Kuten odotettua, titaanielektrodien impedanssi oli huomattavan
korkea (>1700 kΩ), mutta silti solumittauksissa sekä hermo- että sydänsolujen
tuottamat kenttäpotentiaalisignaalit olivat erotettavissa kohinasta. Titaanin etuihin
elektrodimateriaalina kuuluvat yleisimpiin vaihtoehtoihin verrattuna vähäisempien ja
yksinkertaisempien prosessivaiheiden tarve sekä noin sata kertaa pienemmät raaka-
aine kustannukset kultaan ja platinaan verrattuna.
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IrOx ja TiN ovat yleisesti käytettyjä elektrodien pinnoitusmateriaaleja, joiden
tarkoitus on laskea esimerkiksi titaanista tehtyjen elektrodien impedanssia ja
kohinatasoa. Tässä työssä tutkittiin mahdollisuutta tehdä pinnoitukset
vaihtoehtoisilla, MEA sovelluksissa uusilla menetelmillä, ALD:llä ja IBAD:lla.
Vaikka näillä menetelmillä pinnoitettujen 30 μm elektrodien impedanssit (450 kΩ
ALD IrOx:lle ja ~90 kΩ IBAD TiN:lle) eivät aivan laskeneetkaan yleisesti käytettyjen
sputteroidun TiN:n (30-50 kΩ) ja huokoisen platinan eli Pt black:n (20-30 kΩ)
tasolle, niin solumittauksissa etenkään IBAD TiN elektrodien ja sputteroitujen TiN
elektrodien välillä ei ollut käytännössä lainkaan havaittavaa eroa kohinatasossa ja
signaalipiikkien korkeuksissa. Täten IBAD TiN onkin täysin varteenotettava
materiaalivaihtoehto niille, jotka suosivat TiN elektrodeja, mutta joilla ei ole
sputteriointiin sopivaa laitetta käytettävissä. ALD:n ja IrOx:n yleiset ominaisuudet
sen sijaan puoltavat ALD IrOx:n sopimista erityisesti geometrialtaan haastaviin
tapauksiin tai sovelluksiin, joissa elektrodeilta vaaditaan erinomaisia
stimulointiominaisuuksia.
Lopuksi tässä väitöstyössä kehitettiin esimerkkinä räätälöidyn MEA-levyn
vaativasta sovelluksesta yksittäisten sydänsolujen mittaamiseen soveltuva MEA-levy.
Tällainen MEA-levy tarjoaa yleisesti käytetylle, mutta työläälle patch-clamp
menetelmälle ainutlaatuisen soluja vahingoittamattoman vaihtoehdon yksittäisten
solujen tutkimiseksi, sekä mahdollistaa yksittäisen solun ominaisuuksien
havainnoinnin paremmin, kuin usein varsin heterogeenisen soluviljelmän tutkiminen
vakiomallisella MEA-levyllä. Ratkaisuna tähän oli elektrodien sijoittaminen lähelle
solualueen ulkokehää sekä elektrodien halkaisijan kasvattaminen 80 μm:iin
tavanomaisesta 30 μm:stä, mikä helpotti solujen asettamista elektrodeille ja
mahdollisti solujen sähköisen sykesignaalin mittaamisen. Indiumtinaoksidi (ITO)
elektrodien läpinäkyvyys mahdollisti lisäksi mekaanisen sykinnän analysoimisen
kuvaan perustuvan mittaamisen avulla.
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I have always admired PhD graduates, whose discoveries and revolutionary ideas
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proud of. And in general, many of the greatest scientific discoveries and inventions
in natural sciences and engineering are usually attributed to the work of one man,
but nowadays there are no more Newtons and Einsteins - the modern science is
based on co-operation and multidisciplinary team work. No lone researcher’s
contribution to a teamwork project will make the news, but the total outcome of the
whole team, that might change the world. Who knows, maybe there is some tiny
finding in this thesis that will one day be a facilitator for such a change.
The work for this thesis was carried out in the now defunct Tampere University
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University. I would like to thank Professor Emeritus Jukka Lekkala for giving me
the opportunity to do the PhD in his group and entrusting me with the development
of the department’s cleanroom activities and facilities. I would also like to show my
appreciation for all the additional help and guidance I have received from so many
other PIs in our from Stemfunc via Human Spare Parts to the Centre of Excellence
research consortium. I would particularly like to thank my current group leader, Prof.
Pasi Kallio, for arranging the China exchange periods and Adj. Prof. Susanna
Narkilahti, Prof. Katriina Aalto-Setälä, and Prof. Jari Hyttinen for being the first ones
to understand the need for and possibilities of custom-designed MEAs.
Among my many colleagues, I want to highlight Dr. Jarno Tanskanen as my
mentor to the MEA world, Joose Kreutzer as my destiny mate of having too much
other responsibilities, but also many common trips to a variety of CHEMSEM
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also grateful to Dr. Laura Ylä-Outinen and Dr. Mari Pekkanen-Mattila for sharing
their expert knowledge of cells, Dr. Jani Hämäläinen as the ALD guru, and the list
could go on. To all my many other colleagues, co-authors, administrative and
technical support persons, equipment manufacturers and suppliers, thank you all!
Thinking back, I would also like to thank my former supervisors and colleagues
at the University of Jyväskylä and at Modulight, Inc. for giving me such a solid
foundation in microfabrication. Going back even further, I must acknowledge my
elementary and high school math teachers, Juhani Vaaherkumpu and Jussi
Makkonen, and also my childhood friend Tuomas Hollman. Without the early
inspiration to science and engineering given by all of you, I might now be driving a
bus, the dream job of mine in the 80’s.
CHEMSEM, the Academy of Finland, Business Finland, the Finnish Cultural
Foundation and its Pirkanmaa Regional Fund, the Ulla Tuominen Foundation, the
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the Tampere Scientific Foundation, thank you all for funding my research and
providing me with the tools to do it. I also want to thank my proof-reader, Adrian
Benfield, my pre-examiners, Prof. Sami Franssila and Adj. Prof. Bruce C. Wheeler,
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taken to examine my thesis.
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AFM Atomic force microscope (device) or Atomic force
microscopy (method)
ALD Atomic layer deposition
ALE Atomic layer epitaxy
Al2O3 Aluminum oxide, alumina
BNCD Boron doped nanocrystalline diamond
Cdl Interface capacitance
Cin Input capacitance
Cm,s Membrane capacitance within the seal area
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CMOS Complementary metal oxide semiconductor
CNT Carbon nano tube
cps Counts per second
CV Cyclic voltammetry
EDS Energy-dispersive X-ray spectroscope (device) or Energy-
dispersive X-ray spectroscopy (method)
EIS Electrochemical impedance spectroscopy
ERDA Elastic recoil detection analysis
eV Electrode volt
FBS Fetal bovine serum
FP Field potential
hESC Human embryonic stem cell
xHF Hydrofluoric acid
HfO2 Hafnium oxide, hafnia
(h)iPSC (Human) induced pluripotent stem cell
hPS-CM Human stem cell-derived cardiomyocyte
HTP High-throughput
isig Ionic diffusion current
IBAD Ion beam assisted (e-beam) deposition
IC Integrated circuit
IrOx Iridium oxide
ITO Indium tin oxide
k Boltzmann constant
l Length
MCS Multi Channel Systems MCS GmbH
MEA Microelectrode array or Multielectrode array
ML Molecular layering
MLS Maskless lithography system
PCB Printed circuit board
PDMS Polydimethylsiloxane
PECVD Plasma enhanced chemical vapor deposition
PEDOT Poly(3,4-ethylenedioxythiophene)
PEI Polyethyleneimine
PEN Polyethylene napthalate
Piranha Cleaning solution consisting of sulfuric acid and hydrogen
peroxide
Pitch Electrode-to-electrode distance (from center to center)
Poly-Si Polycrystalline silicon
Pt black Platinum black (electrochemically fabricated porous
platinum)
PSS Poly(styrene sulfonate)
R Resistance
Rct Charge transfer resistance
Rm Membrane resistance
Rm,s Membrane resistance within the seal area
Rr Track and conductor wire resistance
Rs Seal resistance
xi
RS Solution resistance
Re(Z) Real part of the electrode impedance
RIE Reactive ion etcher (device) or Reactive ion etching (method)
RMS Root mean square
SAR Surface-area-ratio
SEM Scanning electron microscope (device) or Scanning electron
microscopy (method)
SiC Silicon carbide
SIMIT Shanghai Institute of Microsystem and Information
Technology
Si3N4 Silicon nitride
SiO2 Silicon dioxide
SNR Signal-to-noise ratio
SOG Spin-on-glass
SU-8 Negative photoresist/epoxy
T Absolute temperature
TiN Titanium nitride
TiO2 Titanium dioxide, titania
V Voltage
Vcov Voltage from the cell covered part of the electrode
Ve Potential at the electrode
Vin Input voltage signal to the recording amplifier
Vm Intracellular potential
Vn (Thermal) noise
ZCPA Constant phase angle impedance
ZW Warburg impedance
∆f Measurement bandwidth
ρ Resistivity
ω Angular frequency
Ω Ohm
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11 INTRODUCTION
1.1 Motivation
A microelectrode array (MEA) is, in essence, that part of an electronic circuit that is
used as an interface between the measurement electronics and the biological cells or
tissues, whose electrical activity is measured or stimulated by the array. One common
field of application for MEA experiments is studying stem cell-derived neuronal or
cardiac cells, either to increase our basic understanding of biology and to develop
disease models, or to harness the cells as tools in drug screening and toxicity tests.
This is the application field also in the research environment in which this thesis was
made.
Multi-disciplinary research is now a buzzword in most academic fields. However,
the development of multi-disciplinary research teams is relatively recent. For
example, in the mid 2000s, stem cell biologists from the former University of
Tampere and biomedically-oriented engineers from the former Tampere University
of Technology realised that together they had common goals which neither
institution could achieve on their own. Therefore, in 2008 the Academy of Finland
funded ‘Stemfunc’, a project that combined the research aims of four biologist
groups and four engineering groups from the two universities. It is now 11 years on,
and those groups are still working together in Centre of Excellence in Body-on-Chip
Research, as well as in many other multidisciplinary projects. All this research is
based on combining biological and engineering knowledge to better understand stem
cell-derived cardiac, neuronal and some other cell types, and developing better
technical tools to harness the biological cells for various applications and cell models.
This co-operation not only lead to common projects, but also formed the core of
the common BioMediTech institute between the two former universities, which in
some sense was a multidisciplinary test platform for the new combined Tampere
University.
2Since the introduction of the first MEAs by Thomas et al. (1972), most of the in
vitro MEA experiments have been performed with MEAs having a simple n × n
electrode layout, or one of a few other commercially available standard layouts.
However, owing to the recent development of microfabrication and MEA
technologies, advances in our understanding of biological processes, and especially
the rise of more intensive multidisciplinary co-operation between biologists and
engineers, the trend is increasingly towards more advanced biological experiments,
for which standard MEAs are no longer a practical choice, if they are a valid choice
at all. Such studies often need customised design for the sizes, locations and/or even
the shapes of the electrodes. Furthermore, the requirements for the noise level and
signal-to-noise ratio (SNR) might rule out some of the common material choices, or
even require the introduction of completely new materials. In addition, an increasing
number of add-ons, such as chemical or physical sensors, now have to be integrated
into the MEAs. Similary, there can be more imaging, perfusion, gassing tools etc.
around the MEA than ever before. All of these features may also set special
requirements for the layout and structure of the MEA. No matter what kind of
features the custom-designed MEA has to exhibit, and no matter how carefully the
prototype MEA is planned and modelled, it is probable that the first version will not
be successful, meaning that more iterations will be needed. Therefore, in order to
keep the cost and time involved in building a new prototype as low as possible, the
materials and fabrication processes should be simple, cheap and readily available.
Already Thomas et al. introduced platinum black (Pt black), the all-time most
popular MEA electrode material, or actually a coating intended to lower the
impedance and the noise level of the underlying electrode. Only sputtered titanium
nitride (TiN) introduced a quarter of decade later by Janders et al. (1996) has been
able to compete with it in popularity in in vitro MEAs. Nevertheless, as the literature
review in Chapter 2 reveals, a great number of other materials have also been used
as electrode materials. There are at least two common reasons why a researcher may
decide to use an electrode material other than Pt black or sputtered TiN. The first is
practical, the selected material must conform to the limitations of the budget,
equipment, processes or expertise available. The other reason some other electrode
material may be selected, (despite its poorer performance), would be in an attempt
to develop an electrode material which has some particular feature or performance
characteristic. Such materials may well be better than Pt black and sputtered TiN in
some respects, although so far none of them can match Pt black and sputtered TiN
3overall in terms of electrical performance, mechanical and long term stability, ease
of fabrication, and cost. Usually, new candidate materials for electrodes try to
outperform the other materials in electrical performance, but they all fail in one way
or another, especially in the ease of fabrication. However, the electrical performance
of Pt black or sputtered TiN is rarely a bottleneck in biological experiments and, in
addition, they are both relatively easy to fabricate, assuming the required technical
expertise and equipment are available. TiN does not have any known mechanical
stability issues either, and the cost issues are mainly related to equipment costs. This
begs the question, why bother to study new materials? Even though they don’t
require very specialized tools or niche expertise, Pt black and sputtered TiN are not
readily available everywhere. Thus, the answer to the above question is that with so
many new biomedical research applications being opened up with the use of MEAs,
more choices for the electrode material and/or its deposition method will always be
of value. Biological cell experiments encompass a great number of different factors,
all of which have to be blended together to produce the right MEA for the job. All
the MEA materials, the different molecular coatings to promote cell adhesion or
guiding, the polydimethylsiloxane (PDMS) structures, the cell-culturing media,
integrated sensors and, of course, the cells themselves must all be fully compatible
with each other. It is only a matter of time before some researcher needs a particular
MEA structure or experimental combination for which sputtered TiN or Pt black or
their fabrication processes are simply incompatible with one or other of the factors
listed above.
All too often, the chosen solution in studying advanced biological research
questions is either to use non-optimal materials and/or to tweak the research
question to suit the capabilities of standard MEAs. This usually means that the results
are less valid than they would have been if the research had been carried out with
custom-designed MEAs using high performance materials. This thesis aims to
facilitate custom-designed MEA prototyping and fabrication by presenting three
more potential electrode materials: titanium (Ti), atomic layer deposited (ALD)
iridium oxide (IrOx) and ion beam assisted e-beam deposited (IBAD) TiN. Although
the materials themselves are not new, their use in the fabrication of custom-designed
MEAs is. With the first one, titanium (Publication I), the motivation was to find an
electrode material which would enable custom-designed MEA prototyping with the
very limited microfabrication resources and budget our research team had available
some 11 years ago when we started our MEA project here in Tampere. In contrast,
4the author studied ALD IrOx at first as pH sensing material (Ryynänen et al. 2010b)
and only later applied it also to MEAs (Publication II). In both applications IrOx
was already a well known material, but had not been deposited by ALD before. The
original aim was to be able to use the same electrodes both as pH sensors and for
field potential (FP) recordings, but it soon became clear that this aim was impractical
because of the insurmountable problems associated with calibration and drift. Thus,
in this thesis ALD IrOx is only utilized as an electrode coating aimed at decreasing
the impedance and noise level of titanium electrodes for in-house MEAs, i.e. as an
alternative to Pt black and sputtered TiN. As for IBAD TiN (Publication III), the
motivation was to find an in-house deposition process for fabricating gold-standard
TiN electrodes when there was no sputter coater available. Clearly, the study of these
materials was initially driven more by the local resource situation than by some
universally acknowledged scientific need. Nevertheless, there are many other low-
resourced researchers, and even top-level well-resourced professionals who may well
find the results of this research, summarized in Chapter 3, useful.
The final part of this thesis, an MEA capable of making cardiomyocyte
measurements at the single-cell level (Publication IV) is presented in Chapter 4.
From a broader scientific perspective, such a single-cell MEA is the answer to many
biologists’ quest to find an easy-to-use and noninvasive alternative to the patch
clamp in single-cell studies of cardiomyocytes. From the perspective of this thesis,
the single-cell MEA presented here is an example application of the fruit of years of
research spent in identifying and developing alternative materials and fabrication
methods for the cost-effective prototyping and fabrication of custom-designed
MEAs.all headings, quotes, tables and figures the style of first paragraph is TUD
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1.2 Included MEA types
The MEA research field is broad as there are so many applications for different types
of MEAs. Many readers will have their own ideas and experience of what an MEA
is, and what kind of applications they should be used in. Covering all those
applications and ideas in one thesis would be impossible, so what follows here is
brief a description of what is meant by an MEA in this thesis, and what common
types of MEA have been excluded.
5In this thesis, an MEA is mainly understood to be a substrate-integrated two
dimensional (2D) device intended to electrically measure cells and tissues in a dish,
i.e. in vitro. The discussion is mainly focused on, but not limited to, MEAs compatible
with the Multi Channel Systems’ (MCS; Reutlingen, Germany) or Alpha MED
Scientific’s (former Panasonic; Osaka, Japan) MEA formats. These MEAs typically
have about 60 passive electrodes that are usually divided between one to six wells.
Alternatively, there may be some more sophisticated cell guiding arrangement
created on or around the electrode area by a PDMS, plastic, or glass structure. In
some cases, however, high throughput (HTP) MEAs built in well-plates, and active
or in vivo electrodes are referred to or discussed because of their similarities, especially
in terms of materials. The same applies to the so-called (quasi) three dimensional
(3D) MEAs, where the electrode has some 3D shape out of the plane, but the
structure is otherwise planar and thus similar to pure 2D MEAs. Similarly the focus
of this thesis is on the MEAs intended for FP measurements, but because of their
similarity in many structural aspects, MEAs measuring impedimetric parameters are
occasionally referred to as well. Even if the same MEAs are often used for both
measurement and stimulation purposes, the stimulation part is largely excluded from
this thesis as the main focus in the included publications and related research by the
author has been on developing MEAs for measuring the spontaneous activity of cells
without the need for stimulation.
1.3 Aims of the study
The overall aim of this thesis was to find alternative electrode materials and
fabrication methods to facilitate and support time- and cost-effective prototyping
and the small-scale in-house fabrication of custom-designed MEAs needed for
advanced stem cell studies.
The specific aims were:
x To identify and validate a simple and low cost MEA prototyping process
x To evaluate low-impedance and low-noise microelectrode materials as
alternatives to the industry-standard Pt black and sputtered TiN
6x To utilize the results from the above studies in order to develop an MEA
which enables noninvasive cardiomyocyte measurements at the single-
cell level
In order to achieve these aims, at least the following research questions had to be
answered:
x Can titanium be used as the sole conducting material in MEA prototypes?
x Is ALD IrOx suitable as an MEA electrode material and what is the
performance of such electrodes?
x Can low impedance TiN coating be deposited on MEA electrodes by any
method other than sputtering?
x What kind of MEA electrode layout, if any, could enable the recording
of the field potentials of cardiomyocytes at the single-cell level?
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2.1 Theory of microelectrode cell measurements
The function of the microelectrodes in an MEA is to detect the electrical activity of
a cell located on top of the electrode, or at least near it. As the cell measurements are
done in a dish filled with an electrolyte, typically a cell culturing medium, there is a
so called double-layer interface on the electrode surface; the metal interface of the
electrode against either the liquid interface of the medium or the biological interface
of the cell. The double-layer interface transforms the electric charge carried by the
ions in the medium or in the cell into the electric current carried by electrons or holes
in the metallic electrodes and tracks. In its simplest form, the electrode-electrolyte
double layer can be presented as an equivalent circuit, as shown in Figure 1, where
ZCPA is the constant phase angle impedance that represents the interface capacitance
impedance, Rct is the charge transfer resistance and RS is the solution resistance
(Franks et al. 2005).
Figure 1. Simplified equivalent circuit model for the double layer interface between the
microelectrode and the cell culturing medium. ZCPA is the constant phase angle
impedance, Rct is the charge transfer resistance and RS is the solution resistance.
(Franks et al. 2005)
An analytical form of the impedance of such a circuit can be calculated from the
formula
ܼ = ܴ݁(ܼ) ൅ ܫ݉(ܼ) = ܴௌ ൅ ோ೎೟ଵାோ೎೟మ ήఠమή௓಴ುಲమ െ ݆
ோ೎೟మ ήఠή௓಴ುಲ
ଵାோ೎೟మ ήఠమή௓಴ುಲమ
 (1)
8where ω is the angular frequency of the alternating current (AC) voltage applied to
the double layer interface (Trantidou 2014).
A more detailed representation has been suggested by Guo et al. (2012) and is
presented in Figure 2a. There, Cdl corresponds to ZCPA in the simplified model and
ZW is the Warburg impedance, which is basically the diffusion of chemical reactants
in the solution. This value can be considered negligible with typical materials and
frequencies used to sense field potentials, and has thus been excluded from the
simplified model. Similarly, Rr representing the track and conductor wire resistances
from the electrode to the amplifier input is typically negligible in comparison with
the total resistance.
Figure 2. a) Detailed microelectrode-cell interface model. Parasitic capacitance b) from the track
metal, and c) from the uncovered electrode. Vm is the intracellular potential, Cm is the
membrane capacitance, Rm is the membrane resistance and Cm,s and Rm,s are the same
components within the seal area. ZW is Warburg impedance, Rs is seal resistance, isig is
the ionic diffusion current, Ve is the potential at the electrode, Cdl is the double layer
capacitance, Rct is the charge transfer resistance, Rr is the wire resistance, Cp is the
parasitic capacitance, Cin is the input capacitance, and Vin is the input voltage signal to the
recording amplifier. (Guo et al. 2012)
9Parasitic capacitance, Cp, can be divided into two components, as illustrated in
Figures 2b and 2c. The first component is the coupling capacitance to the solution,
the tracks, or to the conductive substrate, if there is one. If the electrode is not fully
covered by the cell, then there is another component because of the double-layer
capacitance of the uncovered part of the electrode to the liquid. (Guo et al. 2012)
The noise of a microelectrode is mainly regarded as thermal noise, which can be
calculated from the standard Johnson noise equation
௡ܸ = ඥ4 ή ݇ ή ܶ ή ܴ݁(ܼ) ή ο݂ (2)
where k is the Boltzmann constant, T is the absolute temperature, Re(Z) is the real
part of the electrode impedance, and ∆f is the measurement bandwidth. Huigen et
al. (2002) have shown that the noise of an electrode is inversely proportional to the
electrode area,
௡ܸ ן ଵξ஺ (3)
The explanation for this is rather obvious; ideally, if the temperature and
measurement bandwidth are kept constant, then it is only the real part of the
impedance (resistance) of the electrode that can change the thermal noise in Formula
2. At high frequencies, the capacitive component starts to dominate the impedance,
but otherwise the resistance is the major factor in the impedance. By its fundamental
definition, R = ρl/A, the resistance is inversely proportional to the area. Thus, lower
noise and impedance of an electrode can be achieved by increasing the electrode
area. One way is to increase the diameter of the electrode. However, this may: 1)
limit the resolution of the microelectrode array as there must be enough space
between the electrodes to avoid interfering effects from the neighboring electrodes;
and 2) decrease the SNR as the contribution from the cell on which the electrode
averages its signals from the environment gets smaller. If Vcov is the voltage from the
cell-covered part of the electrode, then according to Xiao et al. (2010), the measured
voltage V depends on both the total electrode area, Atot, and the area of the electrode
covered by the cell, Acov, as follows:
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A more efficient way to increase the electrode area is to increase its roughness or
porosity (Heim et al. 2012). This increases the active surface area against the cell or
medium without affecting the planar size of the electrode compared with the cell
size. It should be remembered that even though the impedance of the electrode and
the cell-electrode coupling contribute most to the noise in MEA recordings
(Urbanová et al. 2011), one should also pay attention to the proper use of the
amplifier electronics, as they may be highly sensitive to temperature changes
(Ryynänen and Lekkala 2018). In stimulation electrodes, the electrode area is also a
critical factor because a larger area increases the charge transfer capacity to the cells
or tissues under stimulation. Therefore, porous electrodes that are capable of
supplying high-density electrical charge are favored in stimulation use (Weiland et al.
2002).
2.2 MEA types
2.2.1 Normal MEAs
In its simplest and most typical form, an MEA consists of three layers: 1) a planar
substrate; 2) a conductive layer, which contains the microelectrodes, grounding or
reference electrodes, tracks, and contact pads; and 3) an insulator layer, which has
openings above the electrodes and the contact pads. Often, there is also a fourth
layer as the electrodes (and contact pads) are typically coated with an additional
porous conductive layer in order to decrease the impedance and noise levels of the
electrodes or to improve their mechanical durability. In addition, a well or wells for
the cells and the cell culture medium is attached on top of the MEA. This kind of
MEA is referred to as a “normal MEA” or even just an MEA in this thesis (Fig. 3a).
This kind of structure can be used to take two types of measurements, field potential
measurements and impedimetric measurements, in addition to which they can also
be used for cell stimulation. In the first type of measurement, the electrodes are
typically round or square in shape, whereas the impedimetric measurements need
interdigitated finger electrodes. This thesis focuses on MEAs for FP measurements.
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Figures 3b and 3c illustrate two common normal MEA versions, a single well MEA
with an 8 × 8 electrode layout, which is often called a “standard MEA”, and a so-
called “6-well MEA”, which has six wells with 9 electrodes in each.
Normal MEAs are currently commercially available only from two
manufacturers, MCS and Alpha MED. One of the former manufacturers of normal
MEAs, Axion Biosystems (Atlanta, USA), has recently abandoned their production
of normal MEAs and now focuses on high-throughput (HTP) MEAs only. Another
former MEA manufacturer, Qwane Biosciences (formerly Ayanda Biosystems,
Lausanne, Switzerland) has been out of business since 2016. A recent newcomer to
the field is BMSeed LLC (Phoenix, USA), but so far this company has only focused
on their own stretchable MEA concept. MCS’s MEAs are actually manufactured by
NMI, a research institute of the University of Tübingen, and in this thesis MCS and
NMI are used interchangeably. In the past, the MEA pioneer Guenter Gross’s
research group at the University of North Texas and Plexon, Inc. (Dallas, Texas)
were involved in the commercial production of some MEAs.
In addition, there are a couple of companies offering well-plate MEAs, which
primarily contain impedimetric electrodes, but may also have a couple of FP
electrodes. These, however, are excluded from this thesis. Even though this thesis
focuses on normal MEAs, the next five sections give a brief introduction to some
other common MEA types or other closely related arrangements used in
electrophysiological in vitro studies of cells.
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Figure 3. Design of the normal MEA. a) Cross-sectional structure of the normal MEA. The green
layer in the contact pad and the electrode is an optional, often porous, coating that is used
for decreasing the impedance of the electrode and/or improving the mechanical durability
of the contact pad. The image is not to scale. b) Examples of common MEA layouts; a
single well MEA on the left and a 6-well MEA on the right. The magnified representations
of the electrode areas of c) a single well MEA with the author’s version of a standard 8 x 8
electrode layout (including some additional bigger electrodes for process characterization)
and d) one well of the 6-well MEA. The electrode diameter is 30 μm and the electrode to
electrode distance is 200 μm in both MEA designs.
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2.2.2 High throughput MEAs
In drug screening and toxicity testing in particular, the fact that a normal MEA has
only one, or at best only a few wells, is a very limiting factor. For these reasons, and
also to increase the sample number in other studies, an HTP MEA is a far better
choice. Basically, this is an MEA that is integrated into the wells of the well-plate
instead of being built on a planar substrate. Commercially-produced HTP MEAs are
available from both Alpha MED, Axion (McConnell et al. 2012), and MCS (Fig. 4).
However, purely academic versions (Eggermann et al. 2016; Eichler et al. 2015) are
rare. Commercial versions are currently available in 12, 24, 48, 72 and 96 well formats
and include a total of 384 (Alpha MED), 384 or 768 (Axion), or 288 or 1152 (MCS)
electrodes divided equally between each well.
Figure 4. One 96-well (back) and two 24-well (front) and HTP MEAs by Multi Channel Systems.
[Picture from www.multichannelsystems.com.]
The outer dimensions and well locations of HTP MEAs are the same as those of
standard well-plates, which enable the HTP MEAs to be used with the automated
pipetting and imaging tools developed for standard well-plates. However, in other
ways the structure is more complex. Traditionally, HTP MEAs have been composed
of a printed circuit board (PCB) containing the actual MEA design and a plastic well-
plate part glued on top. Such an arrangement can be quite cost effective to
manufacture, especially if it does not need to be transparent. However, if the
electrode area must be made transparent to enable microscopic inspection by an
inverted microscope, then part of the PCB has to be replaced by glass chips, and
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bonding or gluing those onto a PCB makes the process more complicated. Gluing
the well-plate walls onto a PCB while simultaneously insulating the MEA tracks and
making the whole structure leak-proof seems to be rather challenging for the
manufacturers, at least from what the author has seen of HTP MEAs and from
discussions with the users. Despite the challenges, the reason for using a PCB is quite
clear. Unlike in normal MEAs in which the contact pads are placed on top, the
contact pads in an HTP MEA have to be placed at the bottom in order to maintain
the standard well-plate compatibility. Although PCB technology provides standard
solutions for this, making vias through transparent glass or plastic substrates is a very
expensive, specialised process. Even though Axion has suggested flexible “wrap-
around” technology (Tyler and Rajaraman 2016) as an alternative to through-
substrate vias, they still rely on vias through the plastic or PCB substrate in their
commercial products. Unlike the other manufacturers, Alpha MED has built its HTP
MEA on a glass substrate with contact pads on top, as in normal MEAs. This
approach, however, has compelled them to choose non-standard base dimensions
for their plates.
The medium throughput alternative is to use normal MEAs that are divided into
several compartments, wells, by specially designed PDMS (Kreutzer et al. 2012) or
plastic ring(s). However, the space available on a normal MEA chip and the inclusion
of about 60 electrodes seriously limits the number of wells that can be included.
Although Kang et al. (2009) managed to construct a separate well for each electrode
of a standard 8 × 8 MEA layout, 6 wells and thus 9 electrodes per MEA is still the
more common choice, and this was the layout used in Publication III of this thesis.
MEA amplifier manufacturers also offer the possibility to connect 2-8 MEAs to the
same amplifier system. Although this approach allows the total well count, together
with multi-well rings, to be comparable to that of real HTP MEAs, the method is
not compatible with standard well-plate tools.
2.2.3 CMOS MEAs
According to Heer et al. (2004), the two main limitations of normal MEAs are signal
degradation and array size (i.e. the number of electrodes). The first of these
limitations, basically, means the increased noise and other artifacts that the signals
may pick up on their way from the electrode to the amplifier electronics via the long
tracks and connecting wires. The other limitation comes from the fact that it is rather
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challenging to place a large number of contact pads on one MEA substrate of only
moderate size.
The obvious solution to the signal degradation issue is to place the amplifiers and
AD-converters, in/on the MEA substrate. Even if there is no room for all of them,
then at least the pre-amplifiers can be placed there. An approach taken by Blum et
al. (2003) was to bond the amplifier chips onto an otherwise normal MEA. Pancrazio
et al. (1998), on the other hand, introduced the concept of a field-portable MEA
system consisting of a silicon-based MEA chip bonded onto the same circuit board
as a CMOS (complementary semiconductor-metal-oxide) chip containing the
electronics. These approaches, however, only solved the first issue, and at the same
time the additional electronics made it difficult to reuse such MEAs because of the
obvious challenges with the cleaning and sterilization protocols applicable for such
systems.
The current trend is to build both the electronics and the electrodes on the same
CMOS chip as a so-called CMOS MEA, also referred to as a “high-resolution MEA”.
Basically, this device is like a digital camera, where light sensitive elements are
replaced by the microelectrodes. CMOS MEAs are commercially available from
3Brain (Wädenswil, Switzerland), MaxWell BioSystems (Basel, Switzerland), and
MCS (Bertotti et al. 2014). 3Brain and MCS both have over 4000 electrodes placed
very close to each other on the same chip, whereas MaxWell has 26400 electrodes
either in one well (Fig 5.) or divided into 6 or 24 wells as in an HTP system. In
academic CMOS MEAs, the number of electrodes has been even higher; at the
moment the current record is 59760 electrodes achieved by Dragas et al. (2017).
However, usually only one subset of the electrodes can be recorded simultaneously,
e.g. 2048 in the case of that record-holding version. Lei et al. (2011) have reported a
CMOS MEA with even more electrodes, 65000, but these only have a stimulation
capability.
An array of thousands of electrodes clearly answers the array size issue, and in
addition, provides sub-cellular resolution, if the electrode size and the pitch
(electrode-to-electrode distance) are small enough compared with the size of the cell
in question. Along with that, the greatest benefit of such high-resolution MEAs is
that there is nearly always an electrode directly under the cell. Thanks to the high
number of electrodes, the total sensing area is, despite the small pitch, large enough
to enable the study of cell networks growing on an MEA. However, such a high
number of electrodes creates its own problems for high-resolution CMOS MEAs;
16
they generate such a huge amount of data that it is a serious problem to handle and
store it all. One partial solution is to only select the electrodes located under the
interesting cell(s) for recording, and thus to customize the CMOS MEA for every
measurement. However, the interpretation of the data is also challenging as, owing
to the small pitch, spikes from the same cell might be registered by several nearby
electrodes (Müller et al. 2015).
Figure 5. The CMOS MEA by MaxWell Biosystems consists of 26400 Pt electrodes (9.3×5.45 μm2,
17.5 μm pitch). [Picture from MaxWell Biosystems.]
Being built on silicon, the CMOS MEAs are opaque, which rules out inverted
microscopic inspection, and thus only imaging through the cell culture medium with
an up-right microscope is possible, and that is a challenge. However, the software
can compile some sort of image from the data recorded by the CMOS electrodes.
Even if CMOS manufacturers can produce advanced circuits at low cost in large
series, in the case of CMOS MEAs, the benefit is partly dissipated by the fact that
the standard process leaves aluminum as the top electrode surface, so post-
processing is needed to modify the CMOS MEAs to make them more biocompatible
(Graham et al. 2011).
Despite all the challenges, CMOS MEAs will undoubtedly be used more and
more in the future, but there will always be room for normal MEAs. From the
perspective of this thesis, one fact that keeps normal MEAs viable is that in practice
they can be made and customised in any microfabrication-oriented laboratory,
whereas CMOS MEAs require more specialised expertise both in CMOS technology
and electronics in general.
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2.2.4 FET MEAs
In a field-effect transistor (FET) MEA, the non-metallized gate of the transistor acts
as a substitute for the measurement electrode. The action potential generated by the
cell above the gate modulates the source-drain current, and the shape of the
measured signal matches with the shape of the action potential (Fromherz et al.
1991). A variant of the FET MEA is the extended gate MEA, where the metal
electrode is connected via tracks to the gate of a FET located outside the cell
culturing area (Krause 2000). There has been much recent research into evaluating
the suitability of silicon nanowire (SiNW) FETs for MEA recordings. However, so
far at least, the traditional passive Pt black electrodes have had lower noise levels
than the SiNW FETs (Kang et al. 2017).
2.2.5 Light addressable MEA alternatives
CMOS MEAs can overcome the array size and resolution issues, but there is also an
alternative approach, a light addressable electrode array. Instead of fabricating
separate tracks for each of the huge number of electrodes, the same indium tin oxide
(ITO) track is shared between all the electrodes in each row of electrodes in the
array. In the normal state, the photo-conducting layer separating the electrodes from
the track layer does not conduct electricity. To measure the signal from a certain
electrode, one must activate the photo-conducting layer by pointing a laser beam at
it beneath the desired electrode. (Bucher et al. 2001)
A closely related method is the light-addressable potentiometric sensor (LAPS),
where illuminating the desired spot on the sensor surface with a focused and pulsed
light generates a photocurrent in the underlying n-type Si layer. The local surface
potential of the cell under study is related to the amplitude of the photocurrent.
(Stein et al. 2004)
In both of these methods, the benefit is that one does not have to make any
special arrangements to get the cell(s) over the electrode as one can freely choose the
measurement spot, i.e. the electrode location, based on the location of the cell. The
drawbacks of these methods are the requirement for rather complex measurement
systems, including the laser pointer etc. as well as the fact that they are less sensitive
than traditional MEAs. Furthermore, studying a network of several cells
simultaneously would require having several laser spots, and the light sensitive layer
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would have to be divided into smaller segments, which would ruin the idea of getting
rid of the pre-determined “tracks”. Yet one other concern is the effect of the laser
light on the cells.
2.2.6 Patch clamp
In studying the electrophysiology of single cells, the patch clamp (Hamill et al. 1981)
has long been the gold standard method. Many different patch clamp configurations
exist, but put briefly, the operation principle is that a very thin glass capillary, a patch
pipette, is pressed against the cell and the cell is partially sucked inside the capillary.
This forms a high-resistance seal, a so-called giga(Ohm) seal, which isolates the cell
membrane patch electrically. Ions fluxing through the membrane end up on the
electrode inside the capillary. Either the voltage or the current is kept constant,
depending on the configuration, and the uncontrolled value is measured with the
help of very sensitive amplifier and an external grounding electrode (Fig. 6). The
patch clamp method enables highly sensitive measurements of cell membrane
conductance and action potentials. Despite this obvious benefit, however, the
method is very laborious as one must catch the cells one by one with
micromanipulators. And considering long term studies, even more severe drawback
is that the process usually damages or finally even kills the cell.
Figure 6. The patch clamp technique. A patch pipette is pressed against the cell membrane and the
ion flux through the cell membrane is measured by the electrode inside the pipette. [Picture
from Leica Microsystems.]
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2.3 MEA measurement setup
The measurement setup used in typical cell measurements with an MEA only
consists of a couple of components. The MEA (sometimes called the MEA plate,
for clarity) acts as the interface between the cells and the measurement electronics.
In the case of normal MEAs, it does not include any electronic components apart
from the electrodes, tracks and contact pads. In the setup, the MEA plate is placed
in a connector, which typically includes a heater plate under the MEA and contact
pins on top to make a contact with the contact pads. The connector by MCS also
includes the amplifier electronics, analog-to-digital converters, and stimulus
generators in what is called a head-stage. The head-stage is connected to a separate
interface board, which includes a signal processor and connects the system to the
computer. Alpha MED, on the other hand, relies on an external amplifier unit
between the connector and the computer (Fig. 7). The connector itself has no
amplifier electronics.
Figure 7. MED64-Basic MEA measurement setup by Alpha MED Scientific. The MEA is in the
connector unit in front of the amplifier units. [Picture from www.med64.com/]
The benefit of MCS’s approach is that no additional wires are needed between the
connector and the amplifier, which reduces the risk of picking up noise from the
environment. In contrast, Alpha MED’s electronics-free connector can be placed
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more freely inside the humid environment of an incubator. Temperature controllers
are separate units in both cases. Axion has taken the productisation some steps
further and offers all-in-one systems which only need to be connected to a computer.
In all cases, the computer is equipped with dedicated software that records and
displays the signal, and typically also includes tools for signal analysis and
temperature control, as well as stimulation features. Depending on the system, the
sampling rate is typically 10-50 kHz, digitizer resolution 16 or 24 bits, and bandwidth
0.1-10 kHz or some smaller range. Some research groups do not use commercial
systems, but have built their own amplifiers and/or connectors (Bachmann et al.
2017; Buehler et al. 2016; Eichler et al. 2015).
2.4 MEA fabrication
2.4.1 Typical MEA fabrication process
The fabrication of a normal MEA with no special features is a relatively simple
process, as a normal MEA basically consists of only three layers: the substrate, the
conductor layer and the insulator layer. The conductor layer includes the electrodes,
the contact pads, and the tracks connecting them. Frequently there is what can be
regarded as a fourth layer, as the electrodes (and sometimes also the contact pads)
are often coated with an additional material, whose purpose is to lower the noise and
impedance of the electrode. Pt black and sputtered TiN are the best examples of
such coatings. However, in the literature, and even in this thesis, the terminology can
be rather problematic. That is because usually the topmost material of an electrode
is considered as the material of the electrode and not necessarily referred to as a
separate, low-impedance electrode coating. On the other hand, biologists tend to
add their own coatings onto an MEA (e.g. to promote or inhibit cell adhesion) and
those coatings have nothing to do with the electrode coatings mentioned above,
although they do usually also cover the electrode. To make the terminology even
more confusing, the low impedance electrode coatings made of IrOx are usually
electrochemically activated after the deposition process to get the best performance,
but can be used also without this activation (e.g. in Publication II). Occasionally,
researchers have presented alternative fabrication processes for MEAs, but these are
21
usually more complex, and it seems that it is not really possible to simplify the basic
structure further. Nevertheless, researchers have tried out some interesting
approaches, such as replacing the built-in insulator layer by a separate replaceable
insulator sheet as suggested by Nam et al. (2006). However, this thesis won’t present
any completely new MEA structures, but will focus on the basic fabrication process
of a normal MEA as presented below, in Figure 8, and in the subsequent description
of the process.
The MEA fabrication process starts with the cleaning of the substrate (Fig. 8a).
Typically, this is done by the ultrasonication of the substrate in one or more solvents
(acetone, isopropanol, methanol, ethanol) followed by a rinse with de-ionized water.
More rigorous cleaning protocols including, for example, piranha treatment can also
be used. Assuming that the conductor layer patterning is done by etching and not
lift-off, the next step is to deposit the conducting layer, usually either by sputtering
or e-beam evaporation (Fig. 8b). Typically, the layer is only a few hundreds of
nanometers thick. After that, the photoresist is spin-coated and baked on the
substrate (Fig. 8c). The desired electrode, track and contact pad pattern is exposed
to the photoresist in a mask aligner through a chrome or film mask (Fig. 8d), or by
using a maskless lithography system (MLS), and the photoresist is then developed
(Fig. 8e). Next, the pattern is transferred to the conductor layer either by wet or dry
etching (Fig. 8f) and the remaining photoresist is removed by acetone or a dedicated
resist remover.
The insulator layer is either deposited by plasma-enhanced chemical vapor
deposition (PECVD) (silicon nitride [Si3N4], silicon dioxide [SiO2]) or spincoated
(SU-8, polyimide, polystyrene etc.) (Fig. 8g). If the insulator is not photo-patternable,
the photoresist layer has to be applied again (Fig. 8h). The photoresist or the directly
photo-patternable insulator (SU-8) is again exposed to UV-light and the pattern
containing openings for the electrodes and contact pads is transferred from the mask
to the resists (Fig. 8i) and developed (Fig. 8j). In the case of a photo-patternable
insulator, the development already creates the openings through the insulator, but
otherwise the photoresist is used as the etching mask to etch the openings to the
insulator layer (Fig. 8k). Typically, reactive ion etching (RIE) is used.
If no additional low-impedance electrode coating (e.g. Pt black or TiN) is needed,
the MEA is ready to be used after the remaining photoresist has been removed. If
an additional coating is applied, the resist should not be removed and the process
would be continued by depositing the additional coating either by sputtering, IBAD,
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ALD or electrochemical methods (Fig. 8m). Prior to that however, it is good practice
to clean the electrode surface by sputter-etching, or some other means, in order to
remove possible native oxides and other residuals adsorbed on the electrode surface
(Fig. 8l). Finally the MEA fabrication process concludes with a lift-off process, either
in acetone or with a resist remover (Fig. 8n). If the process is done on wafer that is
larger than the MEA, one more step would be to cut the substrate down to the MEA
size. If the conductor layer patterning is done with the lift-off process, the process
is the same but the first photoresist layer is applied and patterned before the
conductor deposition, and instead of etching, the pattern is transferred to the
conductor layer by lift-off after the deposition.
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Figure 8. MEA fabrication process. a) Clean the substrate, b) Deposit conducting layer for the
electrodes, tracks and contact pads, c) Spin-coat photoresist, d) Expose electrodes, tracks
and contact pads pattern to the photoresist, e) Develop the photoresist, f) Etch the pattern
from the photoresist to the conducting layer, g) Deposit insulator layer, h) Spin-coat
photoresist, i) Expose openings for the electrodes and contact pads, j) Develop the
photoresist, k) Etch the openings to the insulator layer, l) Clean the conductor surface, m)
Deposit low impedance coating, n) Lift-off. The images are not to scale and follow the
established practice where e.g. resist and etching profiles are idealized and misalignments
do not exist.
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2.4.2 Atomic layer deposition - ALD
Atomic layer deposition, ALD, is a thin film deposition method developed
independently in the Soviet Union in the 60’s as molecular layering, ML, and in
Finland in the 70’s as atomic layer epitaxy, ALE, (Puurunen 2014). The operation
principle of ALD relies on alternating saturating surface reactions, which result in
the formation of a thin film of material one atomic layer at a time. In fact, the term
‘molecular layer’ originally used in the former Soviet Union may be a more accurate
description.
 In brief, the process flow (Fig. 9) is that, firstly, the precursor material A is fed
into the reaction chamber as a gas phase and the precursor molecules react with the
surface under deposition by forming a single molecular layer on it. Once that is done,
the film stops growing as there are no more free bonding locations available, even if
there were some free precursor molecules left. The remaining free precursor
molecules are then removed from the chamber with an inert flushing gas or by
vacuum. Next, precursor B molecules are fed into the chamber and they react with
the molecular layer formed in the first step and form another single molecule layer
on top of the first layer. After flushing, the process can be continued with precursor
A or with other precursors, depending on how complex the ALD material is. The
more times the process is repeated the thicker the film layer gets.
In addition to selecting the correct precursor material, the most important
parameter in the ALD process is the temperature. Too low a temperature does not
initiate the chemical reactions and too high a temperature might promote unwanted
reactions. The main benefits of ALD are the precise control of thickness owing to
the layer by layer addition of the atoms, and its excellent step coverage. As the
precursor is in its gas phase, the molecules can go everywhere on the substrate
surface, even inside cavities and deep holes, which are not reachable by line-of-sight
processes like e-beam deposition. The major drawback, however, is the low
deposition rate, while finding suitable precursors for new materials may also be
challenging. Even though ALD is generally considered to be incompatible with lift-
off, because of it has such excellent step coverage, Publication II, for example, shows
that at least in some cases, lift-off with ALD is achievable. However, such a process
requires careful attention to the ALD process temperature in order to avoid burning
the photoresist.
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Figure 9. Simplified illustration of the principle of the ALD process. a) Precursor A molecules (red
and black balls) attach to the functionalized substrate surface. b) After flushing excess
molecules out of the chamber, a single molecule layer of precursor A is left on the surface.
c) Precursor B molecules (triplets of green balls) are introduced to the chamber to react
with the previous layer. d) Reaction products (black and green balls) are flushed away with
nitrogen, leaving a single molecule layer (green balls) on the surface. The final film
thickness depends on how many times the steps a)-d) are repeated.
2.4.3 Ion beam assisted deposition - IBAD
Ion beam assisted deposition, IBAD, is a thin film deposition method in which the
deposited molecules are bombarded with gas ions during deposition in order to form
a compound thin film on the substrate (Fig. 10). If the gas is oxygen, the thin film
will be an oxide, and of course, if it is nitrogen then it will be a nitride. Often the
bombardment efficiency is enhanced by simultaneous bombardment with argon
ions. Argon ions on their own can be used for sputter etching, i.e. cleaning the
substrate surface prior to thin film deposition. The final composition of the thin film
depends on several factors, e.g. the deposition rate, gas flow rates, and the filament
current and anode voltage of the ion source. IBAD can be utilized both for
sputtering and e-beam deposition. In this thesis, e-beam evaporation was the basic
deposition method, and as TiN was the desired compound film, nitrogen and argon
were used as the reactive bombardment gases.
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Figure 10. Principle of IBAD TiN deposition. Evaporated titanium is bombarded with nitrogen and
argon ions to form a TiN thin film on the substrate.
2.5 Literature review of MEA materials
2.5.1 Substrates
Any optimal MEA substrate material will have at least following properties: 1) it is
transparent, because imaging the cells on an MEA is usually done with an inverted
microscope as it is optically challenging extract images through the cell culture
medium, and 2) it is compatible with the temperatures and chemicals used in
microfabrication and sterilization. Ever since the introduction of the very first MEA
(Thomas et al. 1972), glass has been the most common substrate material. It has
been used both by the majority of the researchers making their own MEAs (Buehler
et al. 2016; Gross 1979; Nisch et al. 1994; Pine 1980; Suzuki et al. 2005; Yeung et al.
2007) as well as being used as the sole or partial substrate material by all the
commercial MEA manufacturers. The main reason for this is simply that it usually
fulfills the above-mentioned requirements for an optimal substrate. In addition, it is
a widely accepted material in facilities that process standard integrated circuits (IC).
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The same cannot be said for silicone rubbers, for example, as will be discussed later.
Throughout the history of MEAs, a wide range of different glass types has been
used. In many papers, no specific glass type is mentioned, but among the specified
glasses mentioned, Pyrex (Berdondini et al. 2006; Mohr et al. 1996; Oka et al. 1999;
Xiang et al. 2007), quartz/fused silica (James et al. 2004; Jing et al. 2009; Nagarah et
al. 2015), D263 (Publications I and II), and soda lime (Heuschkel et al. 2006,
Publications III and IV) are the most typical examples. In some rare cases, like when
boron-doped nanocrystalline diamond (BNCD) is chosen as an electrode material
(Granado et al. 2015), one must be careful to select a glass type whose softening
point is above the very high processing temperature (≥600 °C) of BNCD. On the
other hand, the closely related single-crystal-diamond can be used as a substrate
material as well (Picollo et al. 2016).
Without the transparency requirement, silicon would, undoubtedly, be the
favored substrate material owing to its superior history as the standard
microfabrication substrate. Silicon-based normal MEAs do exist (Brüggemann et al.
2011; Bucher et al. 1999; Gabay et al. 2007; Pancrazio et al. 1998), but they are clearly
in the minority. Those cases where silicon substrates are typically used are often
studies demonstrating some new material or other technical innovation where
imaging features are of less importance. In CMOS MEAs, silicon is naturally the
obvious choice as the substrate material (Heer et al. 2004).
Another non-transparent substrate material is the PCB (printed circuit board)
used, for example, by MCS in their eco-MEAs, or as a polyimide-based flexible
version by Giovangrandi et al. (2006). The main benefit of a PCB MEA is its low
manufacturing costs. In addition to opaqueness and certain biocompatibility issues
(Heuschkel et al. 2006), they are also restricted to using larger (> 100 μm) electrodes
than those that can be used in glass or silicon based MEAs. This is due to the rougher
surface and lower resolution patterning methods typically used by circuit board
manufacturers. Qwane Biosciences, and some research groups (Berdondini et al.
2006; Kim and Nam 2015; Kireev et al. 2016; MacCarthy et al. 2008; Xiang et al.
2007) have used PCB as a partial substrate in their MEAs. In practice this means that
the electrodes are made on a small glass (or polyimide) substrate, a chip, which is
then glued or bonded onto the center of a bigger PCB substrate containing the longer
parts of the tracks and the contact pads. A similar approach is also used in some
commercial high-throughput (HTP) MEAs, where the bottom of a well-plate is
replaced by a PCB-glass-chip structure. Instead of bonding the glass chip directly
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onto the PCB, it can alternatively be bonded onto a ceramic package on the PCB
(Whittington et al. 2005; Zhou et al. 2015). However, in that case microscope
imaging from below may be hindered if there is no opening in both the ceramic
package and the PCB.
The PCB-glass hybrid structure could, in principle, save manufacturing costs and
time because more chips containing the smallest and hardest-to-manufacture
features of the MEA can be fitted onto the same wafer than if the whole MEA were
made on glass. However, the bonding or gluing, and the sealing processes also take
up time, and, undoubtedly, the more complex the structure, the greater the risk of
getting faulty electrodes, or, to be more precise, faulty tracks. There is also the
unavoidable issue of the effect the increased number of interfaces has on the signal
quality. Fitting a well for the cells on such a structure is also more challenging than
on a glass-only structure, especially if a removable PDMS structure is planned as the
well. There are major problems with the non-planarity of the dual-substrate
structure.
Flexibility is another issue. Flexible MEAs are common in in vivo studies, where
the electrode array needs to be attached tightly around a randomly-shaped 3D organ
or tissue. If the MEA needs to be flexible or stretchable, then neither glass, PCB nor
silicon are viable options for the substrate material. Although it is more difficult to
think of any practical reasons for needing a flexible MEA in in vitro studies, unless
some speculative future 3D tissue constructs are considered. However, there have
been some proof-of-concept studies based on Polyimide/Kapton (Kireev et al. 2016;
Lacour et al. 2010) and PDMS (Blau et al. 2011), for example. If a stretchable MEA
is used with mechanical stimulus of the cells, the PDMS type of silicone is the most
common choice (Khoshfetrat Pakazad et al. 2011; Lacour et al. 2010; Zhang et al.
2005). One special application for polyimide substrates is a perforated MEA (Stett
et al. 2005), where the electrodes are fabricated on thin polyimide foil which, in
addition to the electrodes, also contains small holes for suction intended to attach
the cells or tissues more tightly onto the electrodes. An alternative function of the
holes is to provide oxygen and nutrients for the tissue from beneath (Boppart et al.
1992; Eggermann et al. 2016). Charkhkar et al. (2012, 2016) have used both
polyethylene napthalate (PEN) and polycarbonate as the substrate materials in their
disposable MEAs utilising flexible display manufacturing approaches.
The somewhat limited chemical and thermal tolerances of polymer and silicone
materials, however, sets some challenges in many of the subsequent microfabrication
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processes or sterilization steps. That may explain why they have not replaced glass
as the most important substrate material in normal MEAs. Polyimide foils, for
example, tend to soak up moisture, which in the case of heating or ultrasound
cleaning may lead to an irreversible deformation of the sheet because of the moisture
expansion (MCS 2011). This rules out autoclaving as a sterilization method.
Common PECVD deposited insulators like Si3N4 can also easily be discounted as
candidates for these substrate materials, as the typical 300-400 °C deposition
temperature cannot be used. Lower temperature PECVD processes down to 80 °C
or even below do exist (Suchaneck et al. 2001), but the behavior of such films in
MEAs and cell-measurement environments is not well known.
2.5.2 Electrode, track, and contact pad materials
In addition to the obvious bio- and sterilization compatibility requirements, an
optimal electrode material should: provide the lowest possible impedance and noise
level, be mechanically and chemically durable (i.e. retains its properties after several
instances of use), promote cell adhesion, be easy and cost effective to fabricate
(including good adhesion to substrate), and, if imaging is needed, the material should
also be transparent. Excluding cell adhesion, these requirements are all more or less
valid also for tracks and contact pads. Indeed, with contact pads mechanical
durability is especially important.
Excluding the all-titanium MEA described in Publication I, it is rare to only use
one metal as the conducting material on an MEA. Instead, there is often at least one
additional adhesion metal between the substrate and the actual conductor metal. An
even more typical trend throughout the history of MEAs has been coating the
electrodes with an additional porous coating. The porosity increases the surface-area-
ratio (SAR), i.e. the contact area between the electrode and the liquid medium. As
the impedance of the electrode is inversely dependent on its area, this decreases the
impedance. Similarly, the noise level of the electrode is related to the impedance, so
lower impedance also means lower noise level and, usually, a higher SNR. These are
described in more detail in the theory chapter of this thesis. Typically, porous
coatings may reduce the impedance by even two orders of magnitude compared with
uncoated electrodes (Borkholder et al. 1997). Numerically, an electrode is considered
to have low impedance if the impedance is around or below 100 kΩ for a 30 μm
electrode at 1 kHz, or at least well below the impedance of non-porous Au, Pt and
30
ITO electrodes (~1000 kΩ). The porous coating also usually increases the charge
injection capability of the electrodes, which is particularly important if the electrodes
are used for stimulation. Furthermore, the contact pads are often coated with an
additional conductive layer in order to improve their scratch resistance against the
contact pins of the measurement electronics.
Pt black can be considered as the all-time most popular low impedance coating
in the history of MEAs. It was already used by Thomas et al. (1972) in the very first
MEAs and since then it has been the material of choice for many researchers (Blum
et al. 2003; Jun et al. 2007; Pine 1980; Tonomura et al. 2010) and it has also been
offered by the commercial MEA manufacturers Alpha MED and Qwane. Owing to
its porous structure, which increases the SAR, Pt black has excellent electrical
characteristics. Its fabrication by electrochemical deposition does not require
expensive microfabrication tools like an e-beam or sputter coater, and it can be done
at moderate temperatures. However, it does require some expertise in
electrochemistry. In addition to the high cost of the raw material, the major
drawback of Pt black is its poor mechanical stability (Heim et al. 2012; Li et al. 2011;
Park et al. 2010). This drastically limits how many times the MEA can be re-used for
a new cell culture. It has even been suggested that the Pt black coating should be
redeposited after every cell culture (Eick et al. 2009). Recently some studies aimed at
improving the durability of Pt black have been published. Tang et al. (2014)
electroplated gold with fuzzy morphology as an intermediate layer to improve Pt
adhesion, whereas Kim & Nam (2015) evaluated the hybrid structure of multiple
sequential Pt black and polydopamine layers. Sonication has also been used to
remove loose Pt particles during electrodeposition (Pancrazio et al. 1998; Tang et al.
2014). A closely related material is another electroplated form of platinum,
nanoporous platinum (Park et al. 2010). Compared to Pt black, which is clearly
porous even at the microscale level, nanoporous Pt in the same scale still appears as
a dense uniform film, sometimes including some cracks with sub-micrometer widths.
Only a nanoscale view reveals the 3D nanoporous structure with pore sizes of just a
few nm. Nanoporous platinum is also commercially available from Axion in some
of its MEAs. Another concern with Pt black is related to the chemical solution used
in the electrodeposition. This typically contains lead, which may still exist as residuals
in the final coating, potentially raising cytotoxicity issues (Aryan et al. 2015;
Schuettler et al. 2005). Lead-free options do exist, but they are not so well known
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and there are concerns about their even lower mechanical durability, as it is this
feature which the lead is considered to improve (Márton et al. 2014).
Just as for platinum, there have also been some trials with gold aimed at increasing
the effective surface area in order to decrease the impedance. For example,
nanoporous aluminum oxide (Brüggemann et al. 2011; Wesche et al. 2012) or
polystyrene microspheres (Urbanová et al. 2011) have been used as a template to
create a nano- or microporous Au surface on electrodes. Despite many
demonstrations, modified Au surfaces have not achieved notable popularity;
probably because the common Au-related issues still remain: the high material cost,
the tendency to adsorb additional substances on the surface (Heim et al. 2012), the
need for an additional adhesion layer, and the fact that even when modified, the
performance of Au electrodes simply cannot compete with Pt Black or TiN
electrodes. Still, Axion offers its proprietary nanotextured gold as an alternative
electrode material in some of its MEAs (McConnell et al. 2012). Koester et al. (2010)
proposed their gold particle electroplating method as a way to refurbish aged MEA
plates. However, that can also be done with, for example, Pt black or TiN.
Unlike other commercial MEA manufacturers, MCS relies on TiN (Janders et al.
1996) as their primary electrode material. Later MEAs with TiN have also been
fabricated elsewhere (Aryan et al. 2011). Excluding Publication III, where ion beam
assisted e-beam deposition (IBAD) is used, TiN on MEAs has always been
fabricated by sputter deposition. Fejtl et al. (2006), did state that MCS have used
PECVD in their process, but this has later been denied by representatives of the
company, at least verbally. The electrical properties of TiN are highly competitive
with Pt black and its best features are its superior adhesion and mechanical stability
properties. This, of course, can be expected from a material that is also used as a
hard coating in drilling tools etc. Other benefits of TiN include its compatibility with
IC-processes, and compared to Pt black and IrOx, the ease of fabrication without
any electrochemical methods (Li et al. 2011), which also makes it easier to coat large
areas (Norlin et al. 2002). In general, there are very few negative sides to TiN,
although Weiland et al. (2002) have questioned its charge injection properties and
Guenther et al. (1999) its biocompatibility. The difficulty of finding the correct
parameters when depositing a composite material using reactive methods can, of
course, be considered as TiN’s main weakness. In addition to being used as
independent coating, TiN has been used also as track material in carbon nanotube
(CNT) MEAs (Gabay et al. 2007). Recently, a new MEA concept with transparent
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TiN electrodes has been suggested both by MCS (Mierzejewski et al. 2018) and the
author (Ryynänen et al. 2019), where the transparency is based simply on the very
low thickness (a few tens of nm) of the TiN layer. MCS relies on sputtered TiN,
whereas the author has chosen ALD as the TiN deposition method. Low thickness
naturally makes the TiN layer more scratch sensitive, and the impedance is also
higher than the traditional thicker and opaque TiN electrodes.
A demonstration of an all-polymer flexible MEA, in which the PDMS patterns
were made conductive by mixing in graphite (Blau et al. 2011), led to a rather poor
electrical performance with impedance from 400 kΩ to 4 MΩ for relatively large
≤120 μm electrodes. However, a previous effort by the same group, using highly
porous conductive polymer PEDOT:PSS [Poly(3,4-
ethylenedioxythiophene):poly(styrene sulfonate)] as the electrode material showed
excellent low frequency impedance, even lower than that measured for commercial
TiN electrodes (Blau et al. 2009). Sessolo et al. (2013), however, did not observe
similar low frequency behavior in their PEDOT:PSS MEAs, but only ”normal”
frequency behavior and impedance comparable to other low impedance electrode
materials. Compared with ITO electrodes, Furukawa et al. (2013) have reported over
50 times lower impedance (270 kΩ vs 5-10 kΩ) at 1 kHz for their 20 μm square
PEDOT-PSS electrodes. They also state that the recorded signals are more stable,
and claim that PEDOT-PSS greatly increases biocompatibility. However, the results
given in their earlier paper (Nyberg et al. 2007) suggest an opposing interpretation.
As conductive polymers are softer than metals, according to Green et al. (2008) this
reduces the strain mismatch between the electrode and the tissue. This, of course, is
a good motivation for considering conductive polymers as an electrode material on
MEAs, too. Axion has recently made PEDOT microelectrodes commercially
available in their HTP MEAs. They do not state, however, whether it is just PEDOT
or whether it is mixed with some other material. MCS, on the other hand, has
commercialized an MEA where PEDOT is mixed with CNTs as a PEDOT-CNT
composite. Although there is a lot of hype related to CNTs, and one might easily
think that the PEDOT-CNT MEA is primarily a CNT MEA, the main purpose of
the composite is to solve the well-known mechanical instability of PEDOT coatings,
and the benefit of the good conductivity of CNTs is a fortuitous side-effect. CNTs
also increase the porosity of the composite, which not only yields a higher surface
area but also lower impedance. In fact, the impedance was found to be less than a
third of that of comparable TiN electrodes according to Gerwig et al. (2012). Later,
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they reported a novel application for PEDOT-CNT MEAs, neurotransmitter
sensing, where the PEDOT-CNT composite electrodes outperform the PEDOT-
only electrodes in their detection sensitivity of dopamine and ascorbic acid (Samba
et al. 2014).
Naturally there are also pure CNT MEAs (Gabay et al. 2007; Keefer et al. 2008;
Nick and Thielemann 2014; Suzuki et al. 2013; Wang et al. 2006). In addition to their
impedance and other electrical characteristics, which are comparable to or even
better than TiN electrodes, another benefit of CNT electrodes is that cells prefer to
attach to nano-topographic surfaces (Gabay et al. 2005), which the bunch of CNTs
certainly is. The drawbacks of CNTs as an electrode material are related to the fact
that they are difficult to process as they often require special chemistry skills, for
instance. There are also concerns about their biocompatibility. Even though no
biocompatibility issues have been observed in the published CNT MEA papers,
many in the scientific community have doubts about the biocompatibility of CNTs
(Hu et al. 2010; Smart et al. 2006). In conclusion, CNT MEAs have, at least so far,
remained more as an interesting academic research topic than a serious alternative
for TiN or Pt black MEAs. Nevertheless, the recently introduced new HTP MEA
platform by Alpha MED does have CNT electrodes.
All of the above mentioned electrode materials are capacitive, but there is also a
Faradaic alternative, iridium oxide, IrOx. Despite being rather popular in in vivo
electrodes owing to its excellent charge transfer capability and thus excellent
stimulation performance, IrOx has not been commercialized in in vitro MEAs.
However, impedance levels which are highly competitive with both TiN and Pt black
electrodes have been reported for IrOx microelectrodes that have been
electrochemically activated, i.e. made porous after the sputter deposition (Eick et al.
2009; Gawad et al. 2009). This separate activation step, however, makes IrOx MEAs
more time-consuming to fabricate than, e.g. TiN MEAs. In addition, the results by
Gawad et al. (2009) indicate that there is already a substantial increase of impedance
in a wet environment after only 48 hours, which is all too short a time for many cell
experiments. Publication II introduces ALD as an alternative method of fabricating
IrOx coatings on MEAs. Its features are discussed in more detail in Chapter 3.
Of course there are also MEAs which do not have an additional coating or any
surface modification on the electrodes. The most interesting of these is indium tin
oxide, ITO, which is transparent by nature and thus enables the fabrication of
transparent MEAs (Kim et al. 2013; Nam et al. 2006; Tang et al. 2006; Van Pelt et
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al. 2004). Biologists appreciate such MEAs as the cells or tissues are fully visible
when observed by inverted microscopes. As ITO is not a porous material like Pt
black or TiN, it has rather high impedance (>1000 kΩ) and, thus, in order to get a
less noisy signal the electrodes in ITO MEAs are often coated with one or other of
those porous materials, both by commercial manufacturers and researchers (Gross
et al. 1985; Tang et al. 2014). This, of course, partly defeats the objective of
transparency, but transparent tracks already improve the visibility compared with
MEAs with opaque tracks. Other reported benefits of ITO are that it promotes cell
growth and its protein adsorption tendency is lower than those of Au, Ir, Pt or Ti
(Selvakumaran et al. 2002).
In addition to being used in porous or surface-modified forms, gold (Jaber et al.
2009; Kim et al. 2013; Seidel et al. 2017; Van Pelt et al. 2004) and platinum
(Berdondini et al. 2006; Myers et al. 2011) are also commonly used in plain form as
electrode materials. They are both inert and commonly regarded as biocompatible,
but despite their reputation as good conductors, the impedance of non-porous Au
or Pt electrodes is some 30-50 times higher than the impedance of TiN or Pt black
electrodes. Although in their non-coated form they are basically simpler to fabricate
than coated electrodes, the poor adhesion of Au and Pt to glass or Si entails an
additional adhesion layer of Cr (Jing et al. 2009), Ti (Novak and Wheeler 1986), Ta
(Thiébaud et al. 1999), or ITO (Seidel et al. 2017), which adds an additional etching
step as different etchants are required for Au and Cr, Ti, or Ta. Jun et al. (2007) and
Van Pelt et al. (2004) used a thin Ti layer on top of the gold layer to improve the
adhesion of the insulator layer. Kim et al. (2013), however, claimed the reason for
the Ti layer was to protect the gold electrodes while dry etching the openings in the
insulator layer. Platinum, has its own drawbacks. It is one of the most difficult metals
to etch, which means the lift-off process is the strongly preferred and most practical
patterning method. Heuschkel et al. (2006) considered a (plain) Pt electrode material
to be “a good compromise between good electrical characteristics and inexpensive
fabrication process”. In some sense that might be true, but the same could easily be
easily said for TiN. Despite not being the best-performing electrode materials, both
Au and Pt have been, and will probably continue to be among the most common
electrode materials, simply because they are so readily available and widely used, so
people have just got used to them. An interesting Au and also maybe Pt-related
fabrication method is ink-jet printing, which may enable the fabrication of low cost,
disposable MEAs that perform reasonably well (Bachmann et al. 2017).
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The third pure single metal electrode material is titanium, which is presented in
Publication I and is discussed more in Chapter 3. In spite of its well-known
biocompatibility, Ti suffers from its strong oxidation tendency in atmospheric
conditions, and thus it is more popular just as a track material in TiN MEAs than as
an uncoated electrode material. This is especially true of recording electrodes,
although Ti electrodes have been utilized more often for stimulation use, both in vitro
(Viitanen et al. 2011), and in vivo (Fofonoff et al. 2004). The two other well-known
conductor materials commonly used in electronics, aluminum and copper, are not
biocompatible and thus cannot be used as MEA electrodes. However, if well
encapsulated under an insulator layer, they can be used as a track material (Gaio et
al. 2016). Similarly, nickel has occasionally been used as track material (Nick and
Thielemann 2014; Oka et al. 1999; Thomas et al. 1972) or as a catalyst layer for CNT
MEAs (Gabay et al. 2007).
One of the less well known electrode materials is BNCD pioneered by research
groups at the University of Torino (Ariano et al. 2009) and Ulm University (Granado
et al. 2015). Its benefits not only include good transparency, but it is also claimed to
be the best material for amperometric measurements. Despite these benefits, the
unconventional fabrication method makes BNCD impractical for most researchers
and apart from the two above-mentioned research groups, very few MEA studies
have been made with this material, Kiran et al. (2012) being one of the few known
examples.
All in all, if transparent electrodes are needed, there are not many serious
alternatives to ITO. Over the last couple of years, graphene has been considered as
a promising candidate for a wide range of applications, and transparent electrodes
are no exception. Graphene is not just transparent, but it also has a reputation for
having superior electrical and mechanical properties to other comparable materials.
In preliminary experiments conducted by the author during a research exchange visit
to Shanghai Institute of Microsystem and Information Technology (SIMIT) in the
summer of 2013, there was only time to show that the fabrication of graphene
electrodes is, basically, doable. However, more characterization and maybe another
process iteration round would have been needed to get solid results that were reliable
enough for publication. Researchers at the same institute did later publish the first
graphene MEA (Du et al. 2015). However, apart from its transparency
characteristics, it did not meet high expectations, as that study showed that the
impedance of graphene electrodes was higher than that of gold electrodes and thus
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it was scarcely any better than the impedance of ITO electrodes. The same relatively
high impedance issue has also since been reported by (Kireev et al. 2017). Graphene
MEAs may still have a future as Koerbitzer et al. (2016) have found it to be a
promising material for stimulation purposes and Kireev et al. (2016) have managed
to fabricate graphene electrodes on a flexible substrate, both of which studies may
be of particular interest to in vivo electrode developers. Recently Kshirsagar et al.
(2018) proposed that graphene can be used as a transparent base layer for the
growing interest in PEDOT:PSS electrodes, which may be the most practical
application for graphene on MEAs presented so far. One more carbon-based
electrode material is carbon nanofiber (Fang et al. 2016; Jao et al. 2014), which
competes well with TiN electrodes in performance, but requires a rather complex
fabrication process with the electrospinning of SU-8, backside immersion oil
lithography and carbonization at 1000 °C.
Polycrystalline silicon, Poly-Si, has occasionally been used both as electrode and
track material (Bucher et al. 1999), or just as track material (Wang et al. 2006). In the
first case the use of Poly-Si was justified by its CMOS-process compatibility and in
the latter case the reasoning was to minimize thermal stress between different layers
and thus avoid the cracking of the insulator layer in the high temperature processes
needed for CNT growth. Despite the reasonableness of both propositions, and the
facts that Poly-Si is not completely opaque and Bucher et al. found the impedance
of Poly-Si electrodes to be acceptable, Poly-Si has still not gained any broader
popularity. The possible reasons for this might be the rather laborious doping
process needed to improve the conductivity of Poly-Si, as well as its tendency to
form passivating native oxide on its open surfaces in an oxygen atmosphere. One
more finding by Bucher et al., which may have reduced interest in Poly-Si was that,
contrary to what was expected, etching a nanoporous surface onto Poly-Si did not
cause any significant decrease in the impedance. Porous silicon has not been studied
on MEAs since then (Heim et al. 2012).
2.5.3  Insulator materials
The basic purpose of the insulator layer in an MEA is to isolate the cells and the cell
culturing medium from the tracks connecting the electrodes to the contact pads.
This is very important because otherwise the tracks would also act as electrodes and
it would be impossible to know whether the measured signal came from a cell on
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top of an electrode or from cells located on top of the track. The thickness and
dielectric constant of the insulator affect the capability of the layer to reduce the
parasitic capacitance between the tracks and the cell culturing medium (Heuschkel
et al. 2006) and thus ultimately the noise level of the MEA. As the insulator layer is
typically the top layer of the MEA, another function which the insulator layer could
have is promoting cell adhesion on the MEA surface (Blau 2013). Surprisingly, not
much effort has been put into studying that function, at least not specifically from a
purely MEA perspective. On the contrary, cell biologists usually apply their own cell-
favoring or repelling coatings on the insulator layer. Polyethyleneimine (PEI),
laminin or gelatin applied as a molecular layer are typical examples of such coatings.
PEI, for example, changes the charge on the glass surface from negative to positive
(MCS 2011).
As the fabrication of normal MEAs strongly relies on traditional IC processes, it
is obvious that two common silicon compound insulator materials, Si3N4 (sometimes
just referred to as SiN or SiNx) (Berdondini et al. 2006; Buehler et al. 2016; Gabay et
al. 2007; Kim and Nam 2015; Nisch et al. 1994) and SiO2 (Jing et al. 2009; Kim et al.
2013; Zhou et al. 2015) or some sandwich structure incorporating them both
(Buitenweg et al. 1998; Eick et al. 2009; Xiang et al. 2007; Yeung et al. 2007) are also
favored on MEAs. The most common of these is Si3N4. Despite its easy processing
and decent insulation properties, Si3N4 has three drawbacks. Firstly, it is a relatively
hard material compared to the natural in vivo environment or the polystyrene favored
in cell-culturing dishes. Therefore, Si3N4 is not an optimal surface for the cells. This
causes problems in cell adhesion and forces the biologists to use additional coatings,
as has already been mentioned. Secondly, another annoying characteristic of Si3N4,
(albeit often glossed over by the manufacturers) is its poor tolerance of common
cell-culturing mediums. For example, in a comprehensive study by Herrera Morales
(2015), the Si3N4 degraded at about 1 μm/year in PBS at 37 °C, and in Publication
III the 500 nm of Si3N4 500 had already disappeared in a couple of weeks in a cell
culturing medium. This severely limits the MEA’s life time and usability for long
term cell experiments. As a solution for that problem, Nam et. al (2006) suggested
inserting a replaceable PDMS insulator sheet on the degraded Si3N4 layer. The third
drawback is that, in practice the thickness of Si3N4 is limited to about 0.5-1 μm. This
is not always considered sufficient for the reduction of parasitic capacitance
(Heuschkel et al. 2006). With its somewhat lower relative permittivity and more cell-
friendly hydrophilic nature, SiO2 should have benefits over Si3N4, but being
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permeable to sodium ions, it is not a good choice as a sole insulator material. The
SiO2-Si3N4-SiO2 sandwich structure combines the benefits of both materials. In
addition, Schmitt et al. (2000) propose that the counteracting intrinsic stresses in the
sandwiched layers improve the corrosion resistance of such structures compared
with just one layer. Furthermore, in a layered structure it is also highly unlikely that
there are equally positioned pinholes in all the layers throughout the structure.
However, the need for more deposition steps and the longer etching process of the
sandwich structure have persuaded most designers to opt for just Si3N4 as the
insulator material.
The most common alternatives to Si3N4 and SiO2 are SU-8 (Gawad et al. 2009;
Heuschkel 2001; Ren et al. 2015) and polyimide (Du et al. 2015; Novak and Wheeler
1986; Oka et al. 1999; Stett et al. 2005). There are also other options, such as
parylene-C (Charkhkar et al. 2016; Tonomura et al. 2010), PDMS (Blau et al. 2009;
Gross 1979), silicone-based positive photoresist (Jimbo et al. 2003), spin-on-glass
(SOG) (Morin et al. 2006), nanocrystalline diamond (Maybeck et al. 2014), and an
acrylic resin used by Alpha MED on its MEAs. Excluding SOG and diamond, they
are often justified by being more natural or more polystyrene-like surfaces than
Si3N4, and as they are available in much higher thicknesses than Si3N4, they have the
possibility of offering better electrical insulation properties. However, at least
sometimes the real reason for choosing one of the above materials may well have
been, once again, simply practical, process-related issues. For example, a photoresist
SU-8, as well as some polyimide variants, can easily be patterned by
photolithography, which saves at least one etching step in the MEA fabrication
process. It is also possible to use laser pulses to make openings for electrodes on a
PDMS surface without the need for any lithography or etching (Gross 1979).
However, polymers also have problems of their own. Depending on the material
there might be issues related to their thermal and chemical compatibility, as has
already been mentioned in the substrate section of this chapter. One more issue is
the adhesion of PDMS structures on non-glass surfaces. Especially for SU-8 and
acrylic resin, this is a well-known problem (Morin et al. 2006; Ren et al. 2015). Thus,
particularly if reversible but still non-leaking bonding is needed, those materials are
not suitable candidates for the insulator material.
In addition to the materials already mentioned above, there are several other
insulator materials commonly used in IC processes, which may occasionally have
also been applied on MEAs, such as Tetraethyl Orthosilicate, TEOS (Gaio et al.
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2016), and Al2O3, TiO2, HfO2 and SiC. But as with any material, they all have issues
of their own (Herrera Morales 2015) or perhaps it is just that nobody has put in
enough effort on trying to sell the idea of some new material to the biologists. This
may explain why those materials have not gained any notable popularity among the
MEA community. As already mentioned, the major part of cell culturing is
traditionally done on polystyrene dishes. Surprisingly, for a long time the only study
about MEAs with polystyrene as an insulator layer was a short experiment by the
author (Ryynänen et al. 2010), and it is only recently that Hammack et al. (2018) have
published another report on the topic. The major fabrication challenge with
polystyrene is how to make openings for the electrodes without damaging the
polystyrene layer, as it has limited compatibility with the bakes and solvents included
in the normal photolithography process.
2.6 Biological background
2.6.1 Stem cells
Stem cells are cells that have two basic features. They can: 1) proliferate, i.e. make
copies of themselves, and 2) differentiate, i.e. change into new cell types like bone,
cardiac, neuronal or vascular cells. Put in a somewhat simplified form, depending on
the stem cell origin, they can be either pluripotent, meaning that they can
differentiate into any cell type, or multipotent, meaning they can only differentiate
into certain cell types. With human cells, the pluripotent stem cells typically originate
from the inner cell mass of a blastocyst, an early-stage preimplantation embryo, and
are called human embryonic stem cells, hESCs. In contrast, adult stem cells, which
are found all around the body and are there to replenish dying cells or fix damaged
tissue, are a typical example of multipotent cells. As some people consider it
unethical to use embryonic cells in research, a Nobel and Millenium Technology
prize-winning revolution was made by professor Shinya Yamanaka’s group when
they introduced a method of using viral transfection to re-program somatic cells back
to their pluripotent stage (Takahashi and Yamanaka 2006). Such cells are called
induced pluripotent stem cells, iPSCs, or hiPSCs when of human origin. Figure 11
summarizes the transformation of stem cells from different origins into organs. A
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well-reported example of the use of hiPSCs in the popular press is that it is now
possible to take a skin cell sample from a patient, re-program the cells to hiPSCs and
then differentiate them into, for example, cardiac cells. These cells can then safely
be used to test the effects of different drugs on the cells in a dish in order to find the
most suitable drug for a patient (Yamanaka 2009). Stem cells are often considered as
a way to find a cure for currently incurable diseases and traumas such as spinal cord
injury or multiple sclerosis. In reality, medicine is still a long way from, for example,
enabling quadriplegics to walk again. Nevertheless, stem cell-derived cells offer a
great tool to study cell behavior, and to develop simple disease models in a dish.
Figure 11. The life cycle of pluripotent stem cells. The stem cells originate either from embryos
(hESC) or from somatic cells via viral transduction (hiPSC) and can be derived e.g. as
neurons or cardiomyocytes, which are common building blogs of the brain and the heart,
respectively. [The figure includes images from Servier Medical Art image bank (http://smart.servier.com/) with
Creative Commons Attribution 3.0 Unported License.]
2.6.2 Other cell applications utilizing microelectrode arrays
In addition to the basic biological research, stem cell-derived cells, and also other
cells and some tissue slices offer interesting in vitro means for drug screening and
toxicity testing (Johnstone et al. 2010; Mandenius et al. 2011). This means they can
at least partly replace the very contentious tests on animals. Cells in a dish may also
function as material biocompatibility evaluators (Charkhkar et al. 2014). Whatever
the cell application is, the functionality and well-being of the cells must be
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characterized somehow. There are plenty of optical methods for this, from simple
visual inspection to various microscopic imaging methods, with and without the
fluorescence effect. Some by-products from the cell culturing medium can also be
analyzed using chemistry techniques. But, for electrically active cells like
cardiomyocytes and neuronal cells, electrical measurements offer a great tool for
analysis. Traditionally, the patch clamp (Zhao et al. 2008) has been a popular and
precise tool for analyzing the electrical activity of cells, but it is an invasive and very
laborious procedure, so the use of MEAs for measuring the electrical activity of cells
has become an increasingly important and popular method in many cell applications.
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3 ALTERNATIVE ELECTRODE MATERIALS
This chapter summarizes the work described in Publications I, II and III on three
new alternative electrode materials to be used in MEAs. Firstly, titanium (Publication
I) is proposed as an economical and easy to process material for prototyping new
MEA layouts. Then, two new candidates for low-impedance and low-noise electrode
materials are presented. Publication II focuses on atomic layer deposited iridium
oxide, ALD IrOx, while Publication III presents ion beam assisted e-beam deposited
titanium nitride, IBAD TiN. The latter two publications utilise deposition methods
which are not (yet) commonly used in MEA fabrication. It is not claimed here that
ALD IrOx and IBAD TiN are better than the industry standards, Pt black and
sputtered TiN. However, they are useful alternatives which have their own pros and
cons. The details of the cell culturing experiments performed by Ti, ALD IrOx and
IBAD TiN MEAs can be reviewed from the corresponding publications, so they are
not summarized here.
3.1 Materials and methods
3.1.1 Titanium MEA
The fabrication process of the Ti MEAs stuck to the typical MEA fabrication process
described in Chapter 2.4.1. The only “exception” could be the use of film masks
instead of industry standard chrome masks. The ready-made MEAs were
characterized by atomic force microscope (AFM) for their surface topography and
by noise and impedance measurements for their electrical performance. As the Ti
MEAs suffered from some processing condition failures that led to huge variations
in electrode size, for the noise and impedance analysis the measured values were
normalized to correspond to electrodes having a diameter of 30 μm.
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3.1.2 ALD IrOx MEA
The ALD IrOx MEA fabrication was similar to that of the Ti MEAs except that in
the last step the ALD IrOx coating was deposited on Ti electrodes, as illustrated in
Figures 8m and 8n. The ALD IrOx depositions for Publication II were carried out
at the University of Helsinki, and were based on an established process developed
earlier by Hämäläinen et al. (2008). Thus, no MEA-specific ALD IrOx process
development was performed for this thesis, although the same process had been
shown to be feasible in a previous publication (Ryynänen et al. 2010). This study
used what was basically the same structure, but for pH sensing instead of MEAs. In
brief, iridium acetylacetonato Ir(acac)3 and ozone were used as precursors, and
nitrogen as a carrier and flushing gas. 3000 cycles of 2 second Ir(acac)3 and 4 second
ozone pulses separated by 2 second purges resulted in a 120 nm thick layer of IrOx,
which means approximately 0.40 Å/cycle growth rate. The process temperature was
185 °C. Ready-made MEAs were characterized by AFM for their surface topography
and by noise and impedance measurements for their electrical performance.
3.1.3 IBAD TiN MEA
The fabrication of the IBAD TiN MEAs also followed the same basic process as for
the earlier MEAs. However, in this case chrome masks made in-house by MLS were
used instead of film masks. Unlike in the case of ALD IrOx, the process
development for IBAD TiN had to be started from scratch. As each vacuum
evaporation system is unique, and hardly any of them are equipped with a similar
Saintech Series III ST55 gridless ion source, there was little to be gained from
searching through earlier publications about IBAD TiN (Guzman et al. 1998; Hubler
et al. 1988; López et al. 2001) to look for ready-made process recipes. The path to
using the IBAD TiN process for MEAs was as follows. Firstly, 100 nm depositions
with different parameters (Table 1) were made on microscope slides. Next, an AFM,
was used to measure the effective surface area ratio (SAR) on each sample as per the
formula
ܵܣܴ = ஺ೄି஺ಸ஺ಸ ή 100 (5)
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where AG is the plain geometric area and AS is the total surface area of the
corresponding region. As impedance is inversely proportional to the electrode area,
an assumption was made that the highest SAR would give the lowest impedance.
Thus, the deposition parameters of the sample with the highest SAR were selected
for the MEA fabrication. The fabricated MEAs were characterized by noise and
impedance, and the EDS (energy-dispersive X-ray spectroscopy) spectrum was
measured to confirm that the thin film really was a nitride.
3.2 Results
3.2.1 IBAD process development
Table 1 summarizes the IBAD deposition parameters tested during the IBAD TiN
process development as well as the color and SAR of the corresponding samples.
Sample #2 clearly has the highest SAR so its parameters were chosen to be used in
the IBAD TiN MEA fabrication. The effect of the deposition rate (2 Å/s vs. 3.5 Å/s
vs. 5 Å/s) on the surface topology is illustrated in Figure 12 by the AFM images of
the IBAD TiN samples #2 - #4. Clearly, the slower the deposition rate, the rougher
the surface. Different deposition parameters led also to different colors of TiN (Fig.
13). The gray color, which resembles more the color of pure Ti, may indicate that
the process has been unable to create TiN, whereas a goldish color is usually
associated with the TiN used as a hard coating in machinery tools (Jiang et al. 2004),
and the brown/bronze is closest to the almost black sputtered TiN in MCS’s MEAs.
The EDS spectrum measured from the ready-made IBAD TiN microelectrode
(Fig. 14) indicates that the material really is some sort of titanium nitride. As stated
in Publication III, EDS is not well suited for the exact quantification of the N/Ti
ratio. The Ti Lα peak simply overlaps with the Kα peak of N. Thus, this ratio was
discounted. However, the method is more suited to a comparative analysis, e.g. for
evaluating the homogeneity of the coating. Within one sample, less than 1% variation
in the N/Ti ratio was measured. The rather high oxygen content in the EDS
spectrum may partly originate from the oxidation of Ti(N), but mostly it is assumed
to originate from the underlying glass substrate, which is composed of various
oxides.
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Table 1. Deposition parameters tested during IBAD TiN process optimization and AFM
characterization results for each sample.
Sample
#
Set anode
voltage
[V]
N2
flow
[sccm]
Ar
flow
[sccm]
Deposition
rate
[Å/s]
Color Surface
area ratio
[%]
Notes
1 225 13.2 3.3 1 gold-brown 5.4
2 225 13.2 3.3 2 purple-bronze 13.1
3 225 13.2 3.3 3.5 light gold 5.1
4 225 13.2 3.3 5 gray 3.4
5 225 10.8 1.2 2 brown 4.3
6 225 9.9 6.6 1 gold 6.0 Unstable deposition.
7 140 8.3 8.3 2 gray 4.5 One AFM
measurement only.
8 225 16.8 4.2 1 gold 4.4 Ion beam pulsed 8 s
ON, 7 s OFF.
Figure 12. AFM images of 100 nm thick IBAD TiN thin films. Deposition rate was a) 5 Å/s (Sample #4
in Table 1), b) 3.5 Å/s (#3) and c) 2 Å/s (#2).
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Figure 13. The color of IBAD TiN samples varied from brown or “purple-bronze” (Sample #1, left) to
gold (Sample #3, center) and gray (Sample #4, right) depending on the process
parameters.
Figure 14. EDS spectrum measured from an IBAD TiN microelectrode confirms the electrode material
to be titanium nitride as Ti and N dominate in the spectrum.
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3.2.2 Impedance and noise
In Publication I, the root mean square (RMS) noise voltage level of 30 μm Ti
electrodes was found to be somewhat higher (7.1 μV vs. 4.9 μV) than it was in
commercial TiN electrodes, but it did not seem to result in a significantly worse
signal-to-noise ratio. In addition to the larger noise, the signal peaks also seemed to
be higher when recorded using Ti electrodes, at least in the sample data presented in
Publication I. The impedance at 1 kHz of 30 μm Ti electrodes was measured to be
only about double (126.5 kΩ vs. 54.8 kΩ) that of commercial TiN electrodes for new
MEAs, and even closer (68.0 kΩ vs. 42.5 kΩ) for used ones. These impedance
results, however, must have been faulty, as in all the later studies, e.g. Publication II,
the impedance of Ti electrodes has been reported to be much higher, in the region
of >1700 kΩ. The possible reasons for the initial faulty results in Publication 1 are
presented in the discussion.
Table 2 summarizes the impedance and noise results of ALD IrOx and IBAD
TiN electrodes from Publications II and III and also reviews the impedance values
for some other common MEA microelectrode materials. If Pt black and sputtered
TiN are taken as the reference points, the impedance of ALD IrOx is over 10 times
higher than the references, but at the same time only (less than) half the impedances
of common non-porous electrode materials such as Au and Pt. Similarly, the
impedance of IBAD TiN is 2-4 higher than the references, but being in the same
decade (tens of kΩ), it can be regarded as belonging to the same class as Pt black
and sputtered TiN. In terms of noise, both ALD IrOx and IBAD TiN compete well
with sputtered TiN, whereas pure Ti falls behind both in noise and impedance, as
expected.
Figures 15 and 16 show the signal quality in cardiac and neuronal cell
measurements using different electrode types. Ti electrodes detect the strong cardiac
cell signal very well; maturation of the cells is seen as a strengthening of the signal
(Fig. 15a) and the effect of the channel blocker is also visible (Fig. 15b). With
neuronal cells the effect of the electrode material can be seen very clearly, but despite
the fact that there is more noise in the Ti MEA (Fig. 16a) than there is in the ALD
IrOx MEA (Fig. 16b), and certainly more than with the sputtered TiN MEA (Fig.
16c), the peaks can be separated from the noise almost equally well in each. Of
course, the weaker peaks might be hidden more easily by the noise in the Ti MEAs.
Finally, Figure 17 shows that there is no practical difference in the noise level or peak
49
amplitudes between IBAD TiN and sputtered TiN MEAs, nor any effect from using
two different cell culturing media.
Publication III also produced the interesting observation that the impedance of
the TiN electrodes does not remain constant, as after only 2-3 rounds of cell
experiments the impedance had increased to above 100 kΩ both for sputtered and
IBAD TiN. This is most likely due to the partial oxidation of the TiN surface
(Birkholz et al. 2010; Hämmerle et al. 2002).
Table 2. Impedance of common microelectrodes (diameter 30 μm).
Material Impedance @ 1 kHz
[kΩ]
RMS noise
[μV]
References
Ti >1700 12.4** Publication II
IBAD TiN ~90 ~3-4 Publication III
Sputtered TiN 30-50 3.5-5.9** Publications II and III,
MCS
Unactivated ALD IrOx 450 5.2** Publication II
Unactivated sputtered IrOx ~450 Gawad et al. 2009
Activated sputtered IrOx ~23 Gawad et al. 2009
Pt black 20-30 Axion Biosystems, Qwane
Biosciences
ITO >1000 Hammack et al. 2018
Pt 800-1100 Qwane Biosciences
Au 1000-1300* Qwane Biosciences
Pedot-CNT ~20 MCS
*Values approximated from data given for 40 μm electrodes
** After Publication II was published an error was found in the Matlab code used to analyze the noise data. These are the
corrected values.
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Figure 15. Examples of beating of cardiomyocytes recorded by a Ti MEA. a) Signal is hardly visible
after only 4 days on the MEA, but strengthens after 7 and 11 days on it. b) Prolonged field
potential duration by channel blocker.
Figure 16. Neuronal cell signals recorded by a) a Ti MEA, b) an ALD IrOx MEA, and c) a sputtered
TiN MEA (MCS). A smooth Ti electrode has the highest noisel level and the
columnar/porous TiN the lowest.
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Figure 17. Neuronal cell signals recorded in two different cell culturing media by IBAD TiN and
sputtered TiN (MCS) MEAs. The signals are equally well detectable on each from the
noise.
The scanning electron microscope (SEM) images in Figure 18 show that the
assumption about higher SAR leading to lower impedance makes sense. At lower
magnifications, the Ti (Fig. 18a) and ALD IrOx (Fig. 18c) electrodes look completely
smooth. However, with the IBAD TiN (Fig. 18g) and especially the sputtered TiN
(Fig.18e), although they are not definitely porous, the non-smooth surfaces of the
electrodes are clearly visible. With higher magnification, one can see that the Ti (Fig.
18b) and ALD IrOx (Fig. 18d) electrodes are not completely smooth either, but the
surface roughness is more likely due to anomalies from the evaporation procedure
rather than the column-like crystal structure visible in the TiN (Fig. 18f and 18h). In
the low magnification images, the difference in the lithography quality between the
film mask (Ti [Fig. 18a] and ALD IrOx [Fig. 18c]) and the chrome mask (TiN [Fig.
18g]) is also clearly visible.
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Figure 18. SEM images of microelectrodes. In each pair of images, the whole electrode is on the left
and a magnification visualizing the surface topography is on the right. The electrode
materials are, a)-b) Ti, c)-d) ALD IrOx, e)-f) sputtered TiN (MCS), and g)-h) IBAD TiN. The
big flake above the electrode in c) is some lift-off residual and in h) the electrode surface is
on the left third of the image.
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3.3 Discussion
For any new electrode material, naturally the big question is how well they compare
with the existing electrode materials. With the faulty impedance of only double (or
less) that of TiN measured in Publication I, initially Ti seemed to be a perfect
electrode material, at least in terms of impedance vs. ease of processing. However,
when later research showed that the impedance of Ti electrodes is actually >1700
kΩ, the material immediately became less attractive than Au, Pt, and ITO as an
electrode material (at least from impedance point of view). This is because the latter
materials are all known to have impedances of about only 1000 kΩ for 30 μm
electrodes. The reason for the relatively high impedance of Ti, in addition to its being
a non-porous material, is its tendency to form native oxide on top. The oxide not
only increases the impedance, but it also causes instability in the contacts. In
Publication I, it was in fact speculated that this could be one cause for the high
deviation in RMS noise levels. Nevertheless, it is no longer a mystery why there had
been no Ti MEA papers published earlier. Since then, only Viitanen et al. (2011)
have published an in vitro MEA paper where Ti has been used as the electrode
material. So, what went wrong with the impedance in Publication I? In a discussion
presented by Tanskanen et al. (2010) in a paper describing the impedance
measurements for Publication I in more detail, a seed of doubt was planted about
the impedance measurement arrangement when it was argued that it must have been
at fault in some way. Other explanations for the too low values for Ti impedance
include, for example, human error in interpreting the measurement data, or that the
MEA insulator layer was completely degraded, a phenomenon later also observed in
Publication III. This may be one partial explanation for the far too low impedance
values reported for the old (many times used) MEAs studied in Publication I.
However, it does not explain the low values for the new (previously unused) MEAs
that were studied as well.
Despite the fact that Ti electrodes have higher impedance and noise than Au, Pt
and ITO electrodes, let alone TiN or Pt black-type low impedance ones, Publications
I and IV and Figure 15 showed that it is still possible to get a fully useable signal
both from neuronal and cardiac cells with Ti electrodes. Thus, it can justifiably be
regarded as a viable candidate for MEA prototyping. Compared to Au, Pt, or ITO,
it is fully biocompatible and relatively easy to process. For example, it does not
require an adhesion layer, which makes etching simple, and it is also very stable to
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deposit by e-beam with only a moderate power requirement. Perhaps most
importantly, it is much cheaper than Au or Pt. For example, the last time the author
checked the commercial prices quoted for e-beam pellets were about 40 € for 100 g
of pure Ti (99.995% purity), whereas the same amount of gold (99.99% purity) cost
a hundred times more than that, i.e. about 4000 €! In brief, using Ti instead of Au or
Pt when optimizing an MEA layout can easily save hundreds, or even thousands, of
euros in the form of cheaper pellets or targets, and in the reduced hours of work
required by the simpler processing. In prototyping, once the perfect layout has been
found, then the final MEAs can be fabricated with a higher-performance and more
reliable electrode material. As Ti is a good track material anyway, often all that needs
to be changed for the final process is to have another deposition round to apply an
additional electrode coating on the Ti after the openings in the insulator layer have
been made and the native oxide has been removed.
Even though the impedance of ALD IrOx is clearly lower than the impedance of
the intermediate performance electrode materials like Au and Pt, it is still more than
ten times higher than the impedance of Pt black and sputtered TiN. This poses the
question, is ALD IrOx a low impedance material at all? Based on the work of
Comstock et al. (2010), who managed to do an electrochemical activation of ALD
IrOx to make the electrode porous, the answer is yes, ALD IrOx has the potential
to be a low impedance material. Even if (unactivated) ALD IrOx were not regarded
as a low impedance electrode material, one should note that unactivated ALD IrOx,
together with unactivated sputtered IrOx (Gawad et al. 2009) are still the lowest-
impedance non-porous electrode materials, a feature which might well be of use in
the future. For example, it has often been observed that porous materials can get
clogged up with proteins used for surface modification in a cell culture (Brüggemann
et al. 2011). The reason why IrOx already performs better as an unactivated material
than other non-porous materials could originate from the transfer of electrons across
the electrode-electrolyte interface by reversible Faradaic reactions that occur
between Ir+3/Ir+4 oxidation states. These thus provide additional current flow in
addition to the capacitive current flow in the electrode-electrolyte double layer,
which is the dominating mechanism in other electrode materials (Li et al. 2011).
However, the greatest hope for ALD IrOx to be recognized as a useful MEA
material will be if somebody is looking for an MEA design which includes step or
cavity structures which cannot be coated with line-of-sight deposition methods like
an (IBAD) e-beam; and in some sense also sputtering. ALD may also have lower
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initial material costs than sputtering as there is no need to invest in a big and
expensive Ir target to get started. Otherwise the choice between whether to use ALD
or some other method mainly depends on availability. The potential future
motivation for applying ALD IrOx, or actually any IrOx, on MEA is related to
IrOx’s pH sensitivity (Ryynänen et al. 2010). If the calibration issues for long-term
measurements can be solved, it would be a great benefit to be able to use the same
electrodes both as MEA electrodes and pH electrodes.
The ALD IrOx deposition process has not yet been fully optimized within the
scope of this thesis. Deposition temperature and layer thickness would be the first
parameters to study further. If ALD IrOx, or some other low impedance electrode
material, is added on top of titanium tracks, it could also be worth studying how
much the native oxide (or in the case of ALD the oxide generated by the ozone used
in the ALD process) affects the impedance of the electrodes, and what would be the
easiest way to remove the oxides without making the process too complex. The issue
of complexity is also related to the electrochemical activation option with ALD IrOx.
If Pt black can be deposited simply, using only an electrochemical process, and TiN
with deposition + lift-off, then activated ALD IrOx, which requires all three steps,
is not really a competitive method from the manufacturing point of view. However,
if the application requires such high stimulation performance from the electrodes
that only IrOx will do, or if there are deep structures that can only be coated by
ALD, then the more complex fabrication process needed for activated ALD IrOx
might well become viable.
One more discussion topic related to the ALD IrOx MEA process is the lift-off.
In theory, the excellent step coverage makes ALD lift-off incompatible.
Nevertheless, Publication II did demonstrate a successful lift-off process. This was
somewhat overlooked when writing up that publication, but the key factor seems to
have been the use of ultrasound in the lift-off. This means that the commonly held
belief of lift-off incompatibility would also have applied in this case, but the “brutal
force” of the ultrasound bath enabled the process in this particular case, in which
only bulk electrode and contact pad patterns had to be created. However, it is
unlikely that this method would work with finer and more complex patterns, e.g.
long, twisted narrow tracks.
Likewise, although IBAD TiN may not be the lowest impedance microelectrode
material in the history of MEAs, the difference between it and sputtered TiN is
relatively small, especially after the MEAs have been used for a while. Due to this,
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and the fact that the IBAD TiN process has by no means been fully optimized yet,
it can fairly be stated that IBAD TiN can certainly be considered as a low impedance
material. The most obvious advantage that IBAD TiN may have over sputtered TiN
is related to the deposition system that the researcher can use. If a sputtering system
with sufficient capacity is available, there is no reason to go for IBAD. But, if you
don’t have easy access to a sputtering device, then IBAD might be a valid option,
especially if an e-beam system with an ion source is more readily available. Another
scenario is if there is an e-beam coater available, but no ion-source. Upgrading the
system with an ion source is cheaper than installing a sputtering source, beside the
e-gun. In the final analysis, it is the aims and resources of the institution or company
doing the work which will determine what kind of system or upgrade best supports
MEA fabrication, and any other microfabrication activities.
So, it is clear that IBAD TiN has many parameters that could be optimized
further, some of which have hardly been touched on in this work. One parameter
that has been totally ignored in this study, but has sometimes been studied with
IBAD, is the angle between the ion source and the substrate during deposition. The
substrate temperature, which may also affect the properties of the thin film, was not
actively controlled in the IBAD depositions made for this thesis. However, the very
first thing to do in the future development of the process would be to check whether
the chosen deposition parameters really do give the lowest impedance. Or, despite
the lower SAR, could some other already-tried parameters give lower impedance.
Based on that, one could choose which parameter combination should be taken as
the starting point for fine-tuning the process. Both for ALD IrOx and IBAD TiN,
one possible future approach could be studying the exact elemental composition of
the layers, e.g. with ERDA (elastic recoil detection analysis) and trying to find its
contribution to the impedance.
Engineers tend to place their trust in numerical values when characterising
electrical devices. However, when comparing different microelectrode materials, one
should not stick too closely just to numbers. Even though lower impedance and
RMS noise readings usually mean better performance, the effect of small or even
quite large differences in the numerical characteristics of the electrical qualities of an
MEA may have a surprisingly minor effect on signal quality in practice. This was
shown especially well in the comparison of two different TiN fabrication methods
and two different cell culturing media in Publication III. Even though the numerical
values showed what seemed to be a statistically significant difference in the noise
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levels, it was nevertheless almost impossible to see any difference in the signal-to-
noise ratio between the different electrode materials and medium combinations in
practice. It is important to remember this, especially when prototyping and iterating
new MEA designs. An adequate signal for prototyping purposes can probably be
achieved with almost any common electrode material. It is only once the initial
design has been fixed that it is time to think about whether some other material
would bring any added value compared to the extra cost and effort. In general, the
numerical evaluation of MEA characteristics, like impedance and noise level, should
be made with caution. For example, calculating and comparing signal-to-noise ratio
from MEA data is somewhat questionable, as the peak heights are not solely
dependent on the electrode material. This is because the cells (or some other
biological signal source) are never identical and neither are they identically located
for each MEA. As discussed in Ryynänen & Lekkala (2018), there might be also
external factors, such as the temperature, which affect the noise level even more than
the electrode material itself. Similarly Brüggemann et al. (2011) questioned the direct
impedance measurements in an MEA environment. As the electrode size is so small,
the capacitive influence of the tracks under the thin insulator layer, as well as possible
passivation defects on the electrodes and the contact pads may well make a
significant contribution to the total impedance.
Another characterization method worth discussing is AFM. In Publication I, it
was posited that AFM couldn’t measure the real SAR of TiN electrodes because the
SAR difference between Ti and TiN electrodes was found to be only about 10%,
which is rather negligible in terms of what might be expected in the difference
between impedances. For example, with electrochemical impedance spectroscopy,
EIS, hundreds of times more effective area increases have been reported for bulk
TiN samples (Norlin et al. 2002). If the sputtered TiN structure really is as columnar
as is visualized in Figure 18f, or especially in Figure 19 (Egert et al. 1998), it is clear
that the purely geometric SAR cannot be measured with AFM. An AFM tip simply
does not fit in between the columns. This is supported by the fact that even though
the IBAD TiN (Fig. 18h) does not look as columnar as the sputtered TiN, the SAR
given for the IBAD TiN in Publication III is about the same as that measured for
the sputtered TiN in Publication I. The surface areas not reachable by the AFM tip
may thus explain the impedance difference between the two TiN types, at least partly.
However only partly, as one could also speculate, how much of the cell culturing
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medium eventually penetrates between the columns to translate the larger geometric
area “under the surface” into a larger electrically active area.
Figure 19. SEM image illustrating the highly columnar structure of sputtered TiN. The scale bar size
is 0.1 μm. (Egert et al. 1998)
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4 A SINGLE-CELL MEA FOR CARDIOMYOCYTES
4.1 Introduction
Heart cells, or cardiomyocytes, are one of the most common cell types that have
been studied with MEA measurements (Mandenius et al. 2011; Pekkanen-Mattila et
al. 2009). Cardiomyocyte clusters or monolayers can be used to answer many
research questions. The fact is, however, that these larger cell populations are rather
heterogeneous as they may contain several types of cardiac cells, and other cell types,
too. For this reason, the response of such a heterogeneous cell population to certain
drugs, for example, may not necessarily correspond to the response of a specific cell
type as it is a sum of the responses from all the cell types. This makes the
interpretation of the results challenging. Thus, in some research questions it would
be better if one could perform the measurements at the single-cell level.
As previously stated, the patch clamp is the gold standard method for single cell
studies, but it is a very laborious and time consuming method, and being such an
invasive method, it also destroys the cells, which makes long-term studies impossible.
MEA does not have either of these problems, so would seem to be an ideal candidate
for single cardiac cell measurements. However, in typical MEA layouts the electrodes
are smaller than the cardiomyocytes, and the electrode pitch in these layouts is
relatively large. These facts make it highly problematic to get a single cardiomyocyte
pipetted on an MEA electrode. This led to the commonly-held belief that using
MEAs for single cardiac cell measurements is not possible. The importance of the
study presented in Publication IV, therefore, is in showing that this belief is wrong,
i.e. that a custom-designed electrode layout could enable MEA measurements to be
taken at the single-cell level. Briefly, the challenges in single-cell level measurements
are 1) how to get the cells on the electrodes, and 2) how to optimize the electrode
size for an acceptable SNR. As already discussed in the theory section of this thesis,
the noise level is inversely dependent on the electrode area. Thus, too small
electrodes suffer from increased noise precisely because of their small area. On the
other hand, if the electrode is too large compared to the cell, then the cell’s
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contribution gets lost in the noise arising from that area of the electrode that is not
covered by the cell, as it picks up additional noise from its surroundings.
4.2 Materials and methods
The fabrication of the so-called single-cell MEAs was mainly based on the processes
developed in Publications I, II, and III and also presented here in Chapter 2.4.1, so
no detailed description of the fabrication process is required here. From a technical
point of view, the only “novelties” (for the author) were the use of MLS as a
patterning tool and ITO as the electrode material for some of the single-cell MEAs.
For this work, three different single-cell MEA layouts were designed and fabricated.
The conducting layer of a few of the very first Layout-1 MEAs was patterned with
MLS in a direct writing mode. This means that for these MEAs, the chrome mask
was used only to expose the openings in the insulator layer. The layout consisted of
long, narrow parallel lines of electrodes all over the cell culture area (Fig. 20a). The
idea was simply to maximize the probability of getting a cell on the electrode, and
also to orientate the cardiomyocytes along the electrodes. In the next two layouts,
the narrow lines of electrodes were abandoned, and larger than normal 30 μm round
or oval electrodes were evaluated. Some of the electrodes were cut into halves or
quarters (see insert in Fig. 22 for a 100 μm-electrode cut into four quarters) to
evaluate the possibility of taking measurements at sub-cellular resolution, should the
cell happen to land on one of these split electrodes. Alternatively, by measuring
between two quarters one could study the effect of changing the lead field direction
(Malmivuo and Plonsey 1995) over the cell. In addition, some of the electrodes
contained grooves or pits, whose purpose was to attract the cells to attach themselves
to the electrode, or even to orientate the cells, as cardiomyocytes are known to favor
a non-smooth topography (Santoro et al. 2013). For Layout 3 (Fig. 20c) the major
difference compared with Layout 2 (Fig. 20b) was that the electrodes were placed on
the perimeter of the cell culture area and the electrode diameter was fixed at 80 μm,
instead of using several different sizes. In the case of Layouts 2 and 3, the direct
writing mode of MLS was no longer used because it was too time-consuming for the
number of MEAs which had to be fabricated. Instead, all the MEAs were patterned
by conventional photolithography, albeit by using chrome masks fabricated by MLS
in-house. Two versions of Layout-3 MEAs were fabricated, one with opaque Ti
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electrodes and the other with transparent ITO electrodes. This was because the
objective was not only to evaluate the MEA measurement capability, but also to take
video-based measurements (Ahola et al. 2014) at the same time. Once the MEAs
were ready, specially designed PDMS rings were attached to each of them to limit
the cell culturing area to about the size of the electrode array area.
The biological procedures are described in more detail in Publication IV, but are
presented here in brief. Just before plating the human stem cell-derived
cardiomyocytes (hPS-CMs), the MEA surface was hydrophilized with fetal bovine
serum (FBS) and coated with 0.1% gelatin type A. Then, 50 μl of cell suspension
including approximately 200–300 dissociated hPS-CMs cells was pipetted into the
electrode area. After the cells had been allowed to attach for one hour in an
incubator, 1 ml of cell culturing medium was added. The medium was changed every
three days, always followed by MEA measurements the next day.
Figure 20. Single-cell MEA electrode layouts. a) Layout 1, b) Layout 2, and c) Layout 3. The black
circles represent the central opening in the PDMS ring; diameter 2 mm in Layouts 1 and 2,
and 3.5 mm in Layout 3. d) Microscope image of MEA with Layout 3. e) Layout-3 MEA
with PDMS ring.
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4.3 Results
In the case of Layout 1, it turned out that the area over which the cell crosses the
electrode compared to the total electrode size was too small. Therefore, the long,
narrow line electrodes only showed noise. Fortunately, the layout also included some
round electrodes, originally intended for process characterization purposes, and
some of the cells attached to these 100 μm electrodes. This was the first proof of an
MEA being capable of measuring a signal from a single cardiomyocyte (Fig. 21).
Figure 21. The very first single-cell signal measured by one of the bigger, round electrodes of a
Layout- 1 MEA.
Yet more cells were measured successfully during the experiments with Layout 2,
which confirmed that MEA measurements at the single-cell level really are possible.
However, the number of cells that landed and attached themselves to the electrodes
was so small that no effect of different electrode patternings could be observed.
Neither were the split electrodes able to measure the subcellular propagation of the
field potential, but all the electrodes under the same cell showed the signal to be in
the same phase (Fig. 22). Therefore, based on the experience with the first two
layouts, an 80 μm electrode was taken to be the “optimal” size to be used in Layout
3. The 80 μm electrode was large enough to house the cell, but not too big compared
to the cell size. Another, even more important observation made with Layout 2 was
that most of the cells tended to attach themselves to the perimeter of the cell
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culturing area, near the edge of the PDMS ring that delimited the cell culturing area.
So, in Layout 3 the electrodes were placed at the perimeter to increase the probability
of the cells becoming attached to the electrodes.
Figure 22. Signal from a single cardiomyocyte (grey clump in the insert) recorded by four quarter
electrodes (an equivalent round electrode would have a diameter of 100 μm) of a Layout-2
MEA. No difference in the signal phase is observable. The somewhat out-of-phase signal
by electrode 36 is basically just noise.
As expected, with Layout 3 more cells attached to the electrodes (Fig. 23a-f) and
were thus measurable more often than in the case of Layout 2. The electrode size
was also found to be suitable because the field potential signals were easy to separate
from the noise and, for example, the effect of the E-4031 channel blocker drug can
be clearly identified (Fig. 23g-h). In addition, transparent ITO electrodes enabled
simultaneous video-based measurement to be taken along with the MEA
measurements (Fig. 23g). As the electrode materials, Ti and ITO, are not regarded
as low impedance materials, the impedance levels of 250 kΩ and 190 kΩ respectively,
were still higher than the 30-50 kΩ of the commercially-produced normal 30 μm size
TiN electrodes, despite their much bigger electrode size. The average baseline RMS
noise level of 5.4±0.9 μV measured both for the ITO and Ti electrodes, however, is
at about the same level as given for the 30 μm TiN electrodes in Table 2, and less
than half what is given for the 30 μm Ti electrodes.
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Figure 23. Single cardiomyocytes on Layout-3 MEAs. a) MEA with transparent 80 μm ITO electrodes
and with dapi staining indicating cell nuclei. b) Insert of a), shows that electrodes 77 and
87 have one cell on each. d) MEA with opaque Ti electrodes. e) Dapi-stained nuclei are
visible through the Ti electrodes with the inverted microscope only when there are holes in
the electrode (el. 74). c), f) The immunocytochemical staining with cardiac-specific
Troponin T reveals that the cells on the electrodes shown with arrows are cardiomyocytes.
g) Signal measured both with MEA and video analysis. h) Effect of E-4031 channel
blocker on the field potential.
4.4 Discussion
This single-cell-MEA project is an excellent example of MEA customisation in a
number of ways. In the beginning, there was only the biologists’ need to measure
single cells with MEA, but as the first trials with standard MEAs failed, the question
became whether single-cell level MEA measurements were possible at all, or could
they be with some custom-made electrode design. After the success of Layout 3,
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with the benefit of hindsight, it is easy to say that the solution to the problem was
actually much more straightforward than was first thought. Basically, all that was
needed were slightly bigger than normal electrodes placed in a new configuration.
MLS was a good tool for this project as it allowed several layouts to be tested without
the burden of huge mask costs.
It is easy to compare this single-cell MEA method with other studies as only one
single-cell MEA paper had been published before Publication IV, by Kaneko et al.
(2018). However, the experiments for Publication IV had already been done before
Kaneko et al.’s paper was published. By chance, they had opted for a totally different
approach. They had custom made MEAs with ITO tracks and tiny 8 μm electrodes
having three different thicknesses (1.45, 1.88, and 3.01 μm) of Pt black on top of
ITO. The impedance of the thickest version was 123 kΩ. Each electrode was
surrounded by an agarose chamber (diameter 20 μm, height 5 μm) into which they
pipetted a single cardiomyocyte using a special micropipette and micromanipulator
system. Although the MEAs with the two thinnest Pt black layers could not detect
the FP changes properly, with the thickest version they succeeded in recording FPs.
However, in that version there was not much left of the chamber walls because of
the almost equally thick Pt black layer, and this largely negated the improved cell
handling which the chamber structure was meant to provide. What can be concluded
from both Kaneko’s and the author’s results is that for recording FPs from single
cardiomyocytes, low impedance and low noise level are very essential factors.
Kaneko et al. chose tiny electrodes and tried to manipulate the impedance down as
far as they could by increasing the thickness of the electrode material. Our study had
a ten times larger (80 μm) electrode diameter. This leaves more room for improving
the impedance in the future and also enables the use of transparent (high impedance)
ITO electrodes. The latter enables video analysis, which would not be possible with
Kaneko et al’s thick and opaque electrodes. The Kaneko approach to cell handling
can be considered active, whereas the author relied on a passive approach. The active
method, of course, provides better accuracy and repeatability, but it is more laborious
and requires more expensive, specialised tools than the passive method, where the
cells are expected to do the job of finding their way to the electrodes unaided. The
optimal single-cell MEA will probably be found somewhere between these two
contrasting approaches.
To return to Publication IV, even if the current electrodes were capable of
recording FPs with acceptable SNR ratios, the impedance levels were relatively high
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for such big electrodes. The next optimization target from the MEA technology
point of view could well be lowering the noise and impedance. If opaque electrodes
are acceptable, then the obvious solution is just to coat the Ti electrodes with TiN
or some other low impedance electrode material. However, Figure 22 clearly
demonstrates the problem with opaque electrodes in single cell measurements, no
matter what the impedance of the electrode. Judging by the insert, the cell looks as
if it is mostly on electrode 28, but based on the measured signal, it seems more likely
that it is on electrode 37. With transparent electrodes, this problem would not arise
as one would be able to see the whole cell. Of course, in this example it is always
possible that electrode 28 was faulty in some way, which would also account for the
weaker than expected signal. Or perhaps the lead field direction and propagation
direction of the activation front just matched better with electrode 37 than they did
with 28. This could have been studied in more detail by performing measurements
where each of the quarters would have been used in turn as a reference electrode to
change the lead field direction. On the other hand, it is easy to explain why no
subcellular propagation of the field potential was seen by the split electrodes. Given
that the conduction velocity in a cardiomyocyte is >40 mm/s (Zhu et al. 2017), it
should take around 1 ms or even less for the field potential to go through an
approximately 50 μm sized cell. Such a fast effect is simply beyond the resolution of
the measurement system.
Naturally, transparent electrodes are a necessity for video analysis. Even though
the cell in Figure 23f is partly visible both around the electrode and through the hole
in the electrode, no video analysis was possible. The next challenging task is to find
out how to decrease the impedance if transparency is an absolute requirement.
MCS’s (Mierzejewski et al. 2018) and the author’s (Ryynänen et al. 2019)
demonstrations with very thin TiN electrodes may be the best idea presented so far.
Otherwise, one could start thinking about completely new electrode materials, or the
possibility of somehow making the ITO porous or its surface very rough, thus
increasing its SAR. Although there is undoubtedly still room for improving the
electrode size and layout, and also in other materials than just the electrode material,
the bottleneck in single-cell level measurements is not the MEA itself, but how to
get the cells onto the electrodes in a reliable and repeatable way. In this study, placing
the electrodes on the perimeter of the cell culturing area partly solved the problem,
but the explanation for this is still unclear. Perhaps the gelatin coating layer applied
to the cell culturing area was uneven, which for some reason made the area near the
67
PDMS ring more cell-favorable, or maybe fluid forces simply drive the cells away
from the center during the pipetting procedure. Whatever the case, a more reliable
method is still needed. In addition to Kaneko’s rather heavy combination of a special
pipetting system and agarose chambers, there are many other avenues still to be
explored, such as dielectrophoresis (Zhou et al. 2015), 3D-bioprinting (Ong et al.
2017), microstamping (Wang et al. 2013), suction via perforated substrate (Stett et
al. 2005), some microfluidic tunnels, optimized accurate pipetting techniques, the
mechanical structures, and the list goes on. There is still one common denominator,
single-cell level measurement requires a custom-designed MEA rather than the
commercially available standard layouts.
In addition to contributing to the topic of single-cell MEAs, the research for this
thesis has also contributed knowledge to other biological research questions in which
custom-designed MEAs are deemed a necessity, particularly with regard to neuronal
cells. One of these lines of enquiry has already led to a patent application (Narkilahti
et al. 2014), while others are as yet unpublished. The common thread through all
these projects is the aim of guiding the cell growth either by microstamped protein
patterns (Tay et al. 2010) or by restriction tunnels made of PDMS (Toivanen et al.
2017). Even if the MEAs made for these purposes have mainly been only non-
optimized first prototypes, the MEA has not been (at least so far) the bottleneck for
the progress of the projects, rather it has been the functionality of the cells vs. the
guiding structures. However, the MEA engineers’ readiness to design and fabricate
MEAs with almost any conceivable electrode layout has made the work of the
restriction channel developers and biologists much easier. They have largely been
able to ignore the limitations set by a particular fixed electrode layout, and have been
able to focus on making the tunnels work with the cells instead. This in itself already
requires a huge amount of work and iteration of the structures and the cell-culturing
protocols.
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5 CONCLUSIONS AND FUTURE PROSPECTS
The conclusions of this thesis can be summarized as follows:
x In prototyping new MEA layouts, costs and processing time can be saved if
titanium is used as the conducting material instead of noble metals. Also,
additional low impedance electrode coatings like Pt black or TiN are often
unnecessary during the prototyping because, despite the higher noise level,
bare Ti electrodes may still be capable of recording cell signals at a useable
signal-to-noise ratio.
x ALD IrOx and IBAD TiN were found to be good alternatives for the
industry standards, Pt black and sputtered TiN, and are comparable low-
noise and low-impedance electrode materials. One of the major benefits of
ALD IrOx is its step coverage capability and another is the option to
decrease the impedance and improve the stimulation capability even further
by electrochemical activation. IBAD TiN, on the other hand, is a feasible
alternative for sputtered TiN if, for example, no sputter coater is available.
x Noninvasive single-cell level MEA measurements of cardiomyocytes can be
achieved by modifying the size and location of the electrodes compared with
standard MEA layouts. Improving the success rate of getting the cells on the
electrodes, however, is still a major challenge.
For the future, it is worth considering what could be the next alternative
microelectrode materials and fabrication methods to study. The hype related to
CNTs and graphene will no doubt keep the scientific community looking at their
applications in MEAs. However, no step change in MEA performance is currently
expected from these materials, and it might be more worthwhile for the MEA
research community to focus on materials which are easier to manufacture and
process, as well as on gaining a better understanding of the more common materials
70
already in use. For example, there may well be ways to avoid the change in the
impedance of TiN electrodes, which was observed in Publication III and had also
been reported previously by, for example, Hämmerle et al. (2002). Another approach
could be that instead of trying to get the last few kΩ out of the impedance by
developing new electrode materials, a more fruitful approach to improving the
overall MEA performance might be to focus on the insulator layer. This could affect
both the durability of MEAs and the well-being of the cells, and might well lower
the impedance and noise level of the signals. Finally, the current trends towards HTP
and mass-produced disposable MEAs may direct researchers towards which layer of
an MEA requires the most urgent attention in order to hasten the development of
these platforms. As a technology, ALD may well be the key to solving problems in
more than one layer of the MEA. The above-mentioned novel platforms
accompanied by the rise of CMOS MEAs will undoubtedly reduce the need for glass
substrate-integrated normal MEAs in the future, but at least the academic world will
still find a use for them, and for the findings presented in this thesis, at least for
another decade or two while they are developing their novel cell models.
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Abstract: In this paper, we describe our all-titanium microelectrode array (tMEA) 
fabrication process and show that uncoated titanium microelectrodes are fully applicable to 
measuring field potentials (FPs) from neurons and cardiomyocytes. Many novel research 
questions require custom designed microelectrode configurations different from the few 
commercially available ones. As several different configurations may be needed especially 
in a prototyping phase, considerable time and cost savings in MEA fabrication can be 
achieved by omitting the additional low impedance microelectrode coating, usually made 
of titanium nitride (TiN) or platinum black, and have a simplified and easily processable 
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MEA structure instead. Noise, impedance, and atomic force microscopy (AFM) 
characterization were performed to our uncoated titanium microelectrodes and commercial 
TiN coated microelectrodes and were supplemented by FP measurements from neurons and 
cardiomyocytes on both platforms. Despite the increased noise levels compared to 
commercial MEAs our tMEAs produced good FP measurements from neurons and 
cardiomyocytes. Thus, tMEAs offer a cost effective platform to develop custom designed 
electrode configurations and more complex monitoring environments. 
Keywords: microelectrode array (MEA); measurement noise; impedance; stem cell; field 
potential measurement; titanium 
 
1. Introduction 
In this paper, we introduce a relatively inexpensive method to fabricate custom microelectrode 
arrays (MEAs). Since the early 1970s, MEAs have been used [1], now for almost four decades, as 
powerful tools to measure field potentials (FPs) from various kinds of tissues and cell cultures, 
including neurons and cardiomyocytes. With MEAs it is possible to study the electrical activity on cell 
population level instead of single cells measured using patch clamp analysis. 
MEA platforms have been widely used in neuroscience research. Acute tissue slices, primary cells 
as well as cell lines can be cultured on different types of MEAs and their neuronal electrical activities 
can be measured [2-5]. MEAs offer useful, non-invasive, repeatable, and long term setups for neuronal 
network activity measurements that can be used to study spontaneous activity, effects of electrical and 
chemical stimuli, and plasticity [6-9]. Additionally, they can be used for drug screening purposes and 
for toxicological studies [10,11]. Nevertheless, only a few MEA studies have been conducted with 
human-derived neurons. Especially for drug screening or tissue engineering purposes, the use of 
human-derived neurons [6,12] would be important.  
MEAs serve also as a valuable tool in studying the basic electrophysiology of cardiomyocytes [13]. 
MEAs have been used in conduction studies of cardiomyocytes derived from human embryonic stem 
cells (hESCs) [14], for analyzing cardiomyocytes derived from different hESC lines [15] and for 
studying in vitro pharmacology of the hESC-derived cardiomyocytes [15-18]. The field potential 
duration (FPD) on MEAs has been shown to correspond to the QT prolongation potential of different 
drugs indicating that the platform may be useful in safety assays [19]. 
Most of the current in vitro research can well be performed using the commercially available 
MEAs. Novel research questions including controlled growth of cell networks, complex and sensor 
controlled cell culturing environments for long term measurements, or just new material trials are, 
however, constantly increasing demand for custom designed MEAs. Especially the prototyping phase 
of new ideas would benefit from MEA platforms enabling fast and low cost customization. 
When fabrication costs of a set of MEAs with several custom designed electrode configurations is 
considered, there are practically two ways to cut the costs. The first one is cutting the lithography mask 
costs, which can be achieved for example by reducing the area of the microlithographically patterned 
part [20,21], direct writing the custom patterns [22], or utilizing inexpensive film masks, which have 
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been applied, even though not discussed, also in this paper. Another way to cut the fabrication costs 
and also time, is to keep the MEA structure as simple as possible. It is clear that substrate, metal layer 
including electrodes, contact pads, and tracks, and an insulator layer are needed. The necessity of one 
more common part in the MEA structure, the additional microelectrode coating, however, can be 
questioned. 
Throughout MEA history, engineers have tried to improve the measurement and stimulation 
capabilities of the microelectrodes by applying an additional coating on a microelectrode base 
material. The coating is usually aimed to reduce noise and improve the impedance characteristics and 
charge transfer capacity of the microelectrodes, which affect the probability of detecting cellular activity 
and the stimulation capability. Wide availability and sufficiently good electrical characteristics have made 
platinum black (Pt black) probably the most commonly used microelectrode surface coating throughout 
MEA history [1,4,23,24], even if it suffers from adhesion and reproducibility problems [25,26]. TiN is the 
microelectrode surface material favored by one of the leading commercial MEA manufacturers (Multi 
Channel Systems (MCS), Reutlingen, Germany) [27-29]. Iridium oxide (IrOx) is widely studied, even 
though not yet commercialized, microelectrode coating that has excellent charge transfer capacity and 
high long term stability, but suffers from need for electrochemical (re)activation [25,26,30]. There is no 
common opinion whether TiN or IrOx has better characteristics [26,28,31]. Recently several groups 
have reported microelectrodes coated with carbon nanotubes (CNTs) [32-35] which have not only 
superior electrical properties but also support cell adhesion via extremely rough surface [34]. There 
are, however, general concerns related to the biocompatibility [36] and mechanical stability [26,35] of 
the CNT coatings. Expensive materials and in some cases necessary special devices and special 
expertise for reactive or otherwise complex processes make the additional coating often the most 
expensive, time consuming, and error prone phase in the MEA fabrication—an issue which can be 
ignored at most by very experienced and well equipped organizations. Thus if the sufficient MEA 
performance level can be reached without the additional coating, it may lead to significant cost and 
time savings in MEA fabrication. 
MEAs with gold, platinum, or indium tin oxide (ITO) microelectrodes without additional coating 
are commercially available [20], but certain aspects, e.g., material costs and processing difficulties, 
make those materials less attractive for simple and low cost fabrication schemes. Titanium, on the 
other hand, is a common, easy to process, and highly biocompatible electrode material. Titanium has 
not, however, been employed as sole MEA microelectrode material, but always either only as thin 
adhesion layer for some other metal [2,3,24,30] or coated with titanium nitride (TiN) [27]. The 
rationale against using titanium microelectrodes without additional coating may be the existence of a 
few nanometers thick dielectric native oxide (TiO2) layer which always forms on a titanium surface  
in air. However, direct tunneling through the thin dielectric layer [37], existence of conducting  
suboxides [37-39], and impurities originating from the glass surface prior to titanium deposition [38] 
have been proposed to account for local electron transfer through the native oxide layer, thus giving 
rise to sufficient conductivity.  
The aim of this study is to show that the FP measurement capabilities of titanium microelectrodes 
without any additional surface coating are well comparable to standard microelectrodes used today. As 
shown in this paper, with our in-house MEAs (later referred to as tMEAs), such microelectrodes are 
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fully capable for FP measurements from neurons and cardiomyocytes, yielding signal quality well 
sufficient for the intended analysis purposes.  
2. Methods 
2.1. tMEA Fabrication 
Our in-house built tMEAs have 58 microelectrodes in 8 × 8 square matrix format, with one 
microelectrode missing from each corner and two microelectrodes missing from both sides close to the 
central line. There are two large electrodes on both sides of the matrix which can be used as 
measurement reference, ground, and stimulation electrodes. In the first batch of tMEAs (later referred 
to as old tMEAs, because of being used in biological measurements before noise and impedance 
measurements), all the microelectrodes were square shaped and approximately 30 × 30 m in size. The 
second batch of tMEAs (later referred to as new tMEAs, because not used in biological measurements 
before other measurements) suffered from certain processing condition failures causing microelectrode 
size variation and rounding of the intended square shape with the average microelectrode diameter of 
23 m. To verify noise performance vs. electrode area dependence, some of the microelectrodes were 
made larger (55 m in diameter). The inter-electrode distance was 200 m in all tMEAs. 
The fabrication process of tMEAs is illustrated in Figure 1. Briefly, a 0.9 mm thick Schott Desag 
D263 glass (Schott, Mainz, Germany) was chosen for the substrate material due to its high mechanical 
durability. The glass was cut into 49 × 49 mm size wafers, cleaned with dishwashing liquid, water and 
ethanol, and e-beam coated with 300 nm layer of titanium at Oplatek Oy (Leppävirta, Finland). Before 
proceeding to the next lithographic steps, the glass wafers were cleaned with acetone, 2-propanol, and 
de-ionized water. Spin coated hexamethyldisilazane (HMDS, Acros Organics, Geel, Belgium) was 
used as photoresist adhesion promoter followed with immediate spin coating of ma-P 1225 positive 
photoresist (micro resist technology, Berlin, Germany) to ~2.2 m thickness that was further baked on 
the wafers. Next, the microelectrode pattern from laser photoplotted mask was UV-exposed, developed, 
and hardbaked on photoresist. 
Figure 1. Fabrication process of tMEAs: (a) Bulk glass wafer; (b) Titanium coating; 
(c) Photoresist coating; (d) UV-exposure and development; (e) Wet etching and resist 
removal; (f) PECVD deposition of Si3N4; (g) Photoresist coating; (h) UV-exposure and 
development; and (i) Dry etching and resist removal. Images are not to scale. 
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Wet etching (20 H2O:1 H2O2 (30%):1 HF) was used to transfer the microelectrode pattern from the 
photoresist layer to titanium. After cleaning the wafer from remaining photoresist, a 500 nm layer of 
silicon nitride (Si3N4) was PECVD deposited as dielectric insulating layer at Optoelectronics Research 
Centre (ORC, Tampere University of Technology, Tampere, Finland). Lithographic steps for making 
openings for electrodes and contact pads in the insulator layer were performed with the same 
procedures as the patterning of titanium described above. After the hardbake step, however, reactive 
ion etching with SF6 and O2 gases [40] was applied instead of wet etching. In final fabrication step, a 
short oxygen plasma treatment (O2 30 sccm, RF power 30 W, pressure 30 mTorr), was run in reactive 
ion etcher (RIE, Advanced Vacuum Vision 320, Advanced Vacuum, Lomma, Sweden) to make the 
surface hydrophilic. 
2.2. Commercial MEAs Used for Comparison 
The commercial MEAs (later referred to as cMEAs) used in the study were standard MEAs of type 
200/30iR-Ti (MCS). The 59 round microelectrodes in 8 × 8 square format had the diameter of 30 m 
and the inter-electrode distance of 200 m. Titanium was used as a conductor base material and, unlike 
in tMEAs, both the electrodes and the contact pads were coated with TiN. Alike in tMEAs, 500 nm 
PECVD silicon nitride was used as an insulator layer [27] 
2.3. Noise Measurements 
Noise and biological FP measurements were performed with MEA1060-Inv-BC amplifier and 
MC_Rack software, both from MCS. The noise signal was recorded from MEAs filled with 
cardiomyocyte cell culture medium (EB-medium) without cells, at first for three minutes immediately 
after filling the MEAs, and after one and two hours to see how the noise behaves as a function of time. 
The measurement sampling frequency was 20 kHz. Total of three new and three old tMEAs and three 
new and three old cMEAs were measured. 
From each MEA, 6 microelectrodes from the second row were chosen for noise analysis. From the data, 
we calculated root mean square (RMS) noise for each microelectrode by using the following formula: 
¦
=
=
n
i
ixn
RMS
1
21  (1) 
where n is the number of samples in the measured signal and xi is the voltage sample measured at time i. 
For each MEA, an average RMS noise was calculated. Thereafter, average RMS noise for each MEA 
type was calculated from the average RMS noises of individual MEAs. As it has been shown that the 
noise of microelectrodes is inversely related to the square root of the electrode area [41], for fair 
comparisons between tMEAs and cMEAs, the RMS noise levels of tMEA microelectrodes were 
normalized to correspond to the RMS noise level of a microelectrode with the area equal to the area of 
a cMEA microelectrode. 
Noise voltage spectra over the frequency range from 0.3 Hz to 10 kHz were plotted using the Welch 
estimate method [42] with the 50% overlapping and window length of 60615 samples. Estimates were 
calculated with a Measurement Signal Processing (MSP) toolbox [43] for Matlab. Also noise voltage 
histograms with 200 bins of width 20 V were calculated for the microelectrodes. 
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2.4. Impedance Measurements  
Impedances of the tMEA and cMEA microelectrodes were measured using Solartron Analytical 
1260A Impedance/Gain-phase Analyzer (Solartron Analytical, Hampshire, UK) connected to Solartron 
1294A Impedance Interface, whose four-terminal non-human interface was utilized, and connected 
according to the two-terminal impedance measurement configuration described in [44]. 1294A was 
connected to a MEA via MEA1060-Inv contacting adapter (MCS). The MEAs were let stabilize at 
least over night at room temperature in isotonic saline (sodium chloride 9 mg/mL, Baxter, Lessines, 
Belgium), rinsed with distilled water, and let stabilize for at least one hour filled with the cardiac cell 
culture medium (described in detail in Section 2.6) prior to impedance measurement. The contact pins 
of the contacting adapter and the MEA contact pads were cleaned with 70% ethanol. The temperature 
of a MEA was allowed to stabilize to approximately 37 °C for at least three minutes in the contacting 
adapter. Impedance measurement current was set to 10 ȝA. Current driven measurement setup was 
selected to ensure that the current density remained sufficiently low (approx. 14 mA/mm2 for a 
microelectrode diameter of 30 m) regardless of microelectrode impedances.  
Impedances were measured at 1 kHz, which is the common practice also in commercial MEA 
datasheets, and data was recorded using SMaRT software (Solartron Analytical). With tMEAs, the 
ground electrode on the same side of the MEA as in the cMEAs was used. For fair comparison between 
tMEAs and cMEAs, the impedance magnitudes of the tMEA microelectrodes were normalized by the 
microelectrode surface areas so that all impedance magnitudes are presented for microelectrodes with the 
surface area of cMEA microelectrodes. In the sequel, this is referred to as area-normalization. 
As one potential source for lower impedance is the bigger effective surface area, we also performed 
atomic force microscopy (AFM) measurements (XE-100 AFM, Park Systems, Suwon, Korea) to assess 
effective surface area difference between titanium and TiN surfaces. For each MEA type 1 m × 1 m 
scans including 256 × 256 pixels were performed in a tapping mode. 
2.5. Assessment of Neuronal Cell FP Measurement Capabilities 
The neural differentiation of hESCs was performed as reported [45,46] and MEA preparation and 
measurements were performed as described earlier [6]. Prior to cell seeding, the MEAs were coated 
with two step coating procedure with 0.05%(w/v) polyethylenimine (PEI) and mouse laminin,  
20 g/mL (both from Sigma-Aldrich, St. Louis, MO, USA). Thereafter, neurospheres, predifferentiated 
from hESCs for 8 weeks, were cut into small aggregates (∅ ~100 m) and seeded onto coated MEA 
plates. Neuronal culture consisted of 1:1 DMEM/F12 and Neurobasal media supplemented with  
2 mM GlutaMax, 1 × B27, 1 × N2 (all from Invitrogen, Carlsbad, CA, USA), and 25 U/mL 
penicillin/streptomycin (Lonza, Basel, Switzerland). The medium was changed 3 times per week. The 
cells were cultured for 21 days in vitro (DIV) on three tMEAs and on three cMEAs. Spontaneous 
activities of neuronal networks were measured for five minutes once a week. Neuronal action potential 
spike detection was performed based on an amplitude threshold at five times the signal standard 
deviation from the mean of the signal. Also, phase contrast microscope images were taken weekly. 
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2.6. Assessment of Cardiomyocyte FP Measurement Capabilities 
Differentiation of hESC line H7 was performed as described earlier [47]. The MEAs were coated as 
follows: 30 minutes with fetal bovine serum (Gibco, Invitrogen) after which they were washed twice 
with sterile water and one hour with 0.1% gelatine type A (Sigma-Aldrich). After coating the MEAs, 
the spontaneously beating cardiomyocyte aggregates, excised from cell cultures mechanically, were 
plated onto the electrode areas in cell culture medium consisting of KO-DMEM (Invitrogen) supplemented 
with 20% FBS (Invitrogen), 1% NEAA (Lonza), 1% Glutamax (Invitrogen), and 50 U/mL 
penicillin/streptomycin (Lonza). The cells were cultured for 14 days in vitro on four tMEAs and on 
three cMEAs. After 14 days in culture on MEA, baseline electrical signal was recorded and the effect 
of E-4031 (Alomone Labs, Jerusalem, Israel), a known blocker of human ether-a-go-go potassium 
current at the concentration of 300 nM was analyzed in order to test whether tMEAs were sensitive 
enough to detect changes in the cardiac repolarization current.  
3. Results and Discussion 
3.1. tMEA Fabrication 
By omitting additional microelectrode coating we were able to save at least one deposition step 
compared to Pt black coated microelectrodes [24] and one deposition and one lift-off process step, 
compared to TiN coating [29]. Depending on the selected fabrication method, CNT and IrOx coatings 
might need even more process steps. Cutting process steps does not only save time and money, but 
decreases the risk of process failures and increases the repeatability of the fabrication process. In the 
case of integrating sensors or cell growth guiding structures on MEAs or replacing chemically  
and thermally durable glass substrate or silicon nitride insulator layer by some polymer based  
materials [48,49], each additional process step might be even fatal for the most sensitive layers or force 
to make unpractical changes in the fabrication process chain.  
3.2. Noise Analysis  
Even if precise statistical analysis was omitted due to difficulty of defining the exact area of each 
individual arbitrary shaped microelectrode, a rough comparison of RMS noise levels between the 
normal approximately 23 m microelectrodes and 55 m control microelectrodes of new tMEAs 
allowed us to conclude that at least on average, the tMEAs follow the theory of the noise of electrodes 
being inversely related to the square root of the electrode area [41]. Thus, we were able to normalize 
the RMS noise data of tMEAs to correspond the electrode size of cMEAs, i.e., 30 m in diameter.  
The average measured RMS noises both from three new and three old tMEAs and cMEAs with 
average deviations along with the area normalized average RMS noises of tMEAs are all shown in 
Table 1. The results indicate roughly 33% higher noise for the new tMEAs compared to new cMEAs 
and roughly 90% higher noise for the old tMEAs compared to old cMEAs. The lower noise of old 
MEAs compared to new MEAs is probably mainly due to electrode surface modifications caused by 
long term exposure to cell and culture medium. At least for tMEAs, but possibly also for cMEAs, the 
batch to batch variations partly explain the noise variations. The uncontrolled long term natural 
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oxidation of titanium may partly explain the ten times larger deviation in average RMS noise from 
MEA to MEA observed in tMEAs compared to cMEAs. Another explanation for the larger deviation is 
tMEAs’ presumably bigger deviation also on microelectrode sizes and other MEA structure 
dimensions compared to cMEAs. 
Table 1. Average RMS noise and impedance magnitudes (area-normalized) comparison of 
three new (unused) and three old (previously used in biological measurements) tMEAs and 
cMEAs at three different times after filling the MEAs with medium.  
Time 
(h) 
Average 
measured 
RMS 
noise 
(V) 
Average  
noise 
deviation 
(V) 
Average 
normalized 
RMS noise 
(V) 
Average 
normalized 
impedance 
magnitude 
at 1 kHz 
(kȍ) 
Average 
normalized 
impedance 
magnitude 
deviation 
(kȍ) 
 Average 
measured 
RMS 
noise 
(V) 
Average 
noise 
deviation 
(V) 
Average 
normalized 
impedance 
magnitude 
at 1 kHz 
(kȍ) 
Average 
normalized 
impedance 
magnitude 
deviation 
(kȍ) 
 New tMEA  New cMEA 
0 8.3 3.7 7.5 - -  5.7 0.3 - - 
1 7.1 1.1 6.4 126.6 39.1  4.9 0.3 54.8 1.0 
2 7.1 2.1 6.3 - -  4.7 0.3 - - 
 Old tMEA  Old cMEA 
0 5.1 1.6 5.8 - -  2.7 0.2 - - 
1 4.3 2.7 4.8 68.0 20.4  2.7 0.1 42.5 2.5 
2 4.3 1.7 4.8 - -  2.7 0.1 - - 
Figure 2. (a) Typical noise voltage density spectra of old tMEA and cMEA 
microelectrodes at times of 0 h, 1 h, and 2 h after filling the MEAs with medium. Noise 
voltage histograms (200 bins of width 0.2 V) at the time of 1 h time point are presented 
from the same (b) tMEA and (c) cMEA microelectrodes. 
 
(a) 
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Figure 2. Cont.  
 
(b)     (c) 
Typical noise voltage spectra are shown in [Figure 2(a)] from one microelectrode of an old tMEA 
and an old cMEA 0, 1, and 2 h after filling the MEAs with medium. [Figure 2(b,c)] include  
200 bin noise voltage histograms from the same microelectrodes at the 1 h time point. Both MEA 
types have quite constant spectrum behavior as a function of time over the full frequency range 
excluding the clear drop at very low frequency between 0 h and 1 h in tMEA’s spectrum. At about 
2,640 Hz, both MEA types exhibit a peak, which we assume to originate from the amplifier 
electronics. In general some microelectrodes of some MEAs of all types also exhibited other 
occasional peaks, induced by some random additional activity in the laboratory or some MEA or 
microelectrode specific defects. Observable of 50 Hz mains frequency peak was more common in 
tMEAs than cMEAs. The shape of the histograms resembles in both cases Gaussian, but as can be 
assumed, the distribution for the tMEAs is wider. 
3.3. Impedance Magnitude Analysis 
Average impedances measured at 1 kHz and normalized by the microelectrode area relative to that 
of the cMEA electrodes are given in Table 1 in conjunction with the corresponding average RMS noise 
values. The impedances of the tMEAs are on the average 60% higher for old MEAs and 130% higher 
for new MEAs than those of the corresponding cMEAs.  
The impedance magnitude values measured for cMEAs are at the same level with the earlier 
reported values [27-29]. As no previous reports about titanium MEAs exist, there is no direct 
comparison to earlier results corresponding to tMEAs. However one order of magnitude difference in 
impedance has been reported for uncoated and TiN coated gold microelectrodes [28,29], and Pt and ITO 
microelectrodes of the corresponding size have been reported having impedances above 800 k [20]. 
Even if different studies are not fully comparable due to obvious differences in impedance 
measurement arrangements and microelectrode sizes, still the impedance characteristics of titanium 
microelectrodes can be considered competitive to other single material microelectrodes.Typical AFM 
images of the microelectrode surface of tMEA and cMEA are presented in Figure 3. Due to the 
columnar morphology of the TiN coating [27,28] the AFM cantilever is able to measure only the very 
top surface of the TiN coating, giving no more than 10% increase in the effective surface area 
compared to the uncoated titanium. Thus, we suspect that our AFM has failed to convey full information 
of the fine surface structures, resulting in underestimating the effective surface area difference between 
tMEAs and cMEAs. The differences in noise and impedance values between tMEAs and cMEAs result 
from differences in effective surface areas due to different surface microstructures, and from different 
surface electrochemistries, including the natural oxidation of titanium.  
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Figure 3. AFM images from (a) all-titanium microelectrode of tMEA and (b) TiN coated 
microelectrode surface of cMEA. Note the different vertical z-axis scales. 
 
3.4. Viability and Electrical Signaling of Neurons on tMEAs 
The neuronal aggregates attached successfully to all MEAs [Figure 4(a,c)]. The viability of the cells 
was similar on both tMEAs and cMEAs. Neurons started to grow processes and some cells migrated 
along these processes. In more detail, neuronal cells formed neural networks on tMEA surface and the 
spontaneous activity of the networks was measured with titanium microelectrodes [Figure 4(b)]. 
Corresponding spontaneous activity observed with cMEAs is presented in [Figure 4(d)]. Similarly, 
during the first week of culturing on MEA, the first individual spikes were detected on both MEA 
types. Further, the signaling developed as shown earlier [6] into more organized train-like activity 
[Figure 4(b,d)] and even burst activity. tMEAs had twice as high noise levels as the cMEAs, but the 
spikes were twice as high too. Thus tMEAs showed signal-to-noise (S/N) ratio comparable to cMEAs. 
The results support all-titanium MEAs’ capability to function as an efficient and tunable tool for 
measuring neuronal activity and maturation with different electrode layouts. 
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from DIV 4 onward, which was the first day of recording. The signal amplitude grew larger over time 
reaching the peak value at DIV 7. The morphology of the signal was also better defined by that time, 
marked by a higher S/N ratio, which was a direct result of the larger systolic peak amplitude. This 
indicated stronger cell adhesion of the cardiomyocytes to the MEAs and better and more mature 
connection between cells. tMEAs tended to have greater variation in background noise levels between 
recordings of the same MEA than cMEAs. Also, a cardiac drug effect could be adequately and 
repeatedly recorded with tMEA. The hERG channel blocker E-4031, known to prolong QT time and 
FPD, prolonged FPD approximately 50% [Figure 4(f)]. All this indicates as a proof-of-concept that  
all-titanium MEAs can be used for drug testing and that the resolution of the signal generated is good 
enough to detect changes in FP morphology. 
4. Conclusions  
Our experiments with hESC-derived neurons and cardiomyocytes show that the performance of  
all-titanium MEA microelectrodes is comparable to MEAs with TiN coated microelectrodes when the 
recording of FP signals from neuronal cells or cardiomyocytes is considered. For certain type of 
applications requiring detection of very weak signals or exact signal morphology, all-titanium MEA, 
despite its comparable S/N ratio, may not be the optimal choice because of higher background noise 
and fluctuations. Furthermore, as the impedance measurement indicates, also the charge transfer 
capacity of titanium electrodes may have to be improved by some additional electrode surface coating 
for stimulation purposes, especially for cardiac cells—even though this was not fully evaluated in this 
paper. However, for many applications such as neuronal or cardiac activity, maturation, or drug testing 
where small additional noise is not an issue, the performance of all-titanium MEAs is adequate to 
detect neuronal spiking or changes in the cardiomyocyte FP morphology. The all-titanium technology 
presents us with several advantages in terms of modifying the MEA platform for future uses. These 
include being able to design and manufacture a variety of MEA layouts and microelectrode 
configurations in a cost and time effective manner e.g., for more complex experimental setups of 
neuronal network geometries or cardiomyocyte syncytium and connectivity studies.  
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Microelectrodes of microelectrode arrays (MEAs) used in cellular electrophysiology studies were
coated with iridium oxide (IrOx) thin ﬁlm using atomic layer deposition (ALD). This work was
motivated by the need to ﬁnd a practical alternative to commercially used titanium nitride (TiN)
microelectrode coating. The advantages of ALD IrOx coating include decreased impedance and
noise levels and improved stimulation capability of the microelectrodes compared to uncoated
microelectrodes. The authors’ process also takes advantage of ALD’s exact process control
and relatively low source material start costs compared to traditionally used sputtering and
electrochemical methods. Biocompatibility and suitability of ALD IrOx microelectrodes for stem
cell research applications were veriﬁed by culturing human embryonic stem cell derived neuronal
cells for 28 days on ALD IrOx MEAs and successfully measuring electrical activity of the cell
network. Electrode impedance of 450 kX at 1 kHz was achieved with ALD IrOx in the authors’
30 lm microelectrodes. This is better than that reported for any uncoated microelectrodes with
equal size, even equal to that of inactivated sputtered IrOx coating. Also, stimulation capability was
demonstrated. However, further development, including, e.g., applying electrochemical activation,
is needed to achieve the performance of commercial TiN-coated microelectrodes.VC 2012 American
Vacuum Society. [http://dx.doi.org/10.1116/1.4709447]
I. INTRODUCTION
Microelectrode arrays (MEAs)1,2 are widely used in tissue
engineering to study electrical activity of various types of
cells and tissues, and to deliver electrical stimulation. MEA
measurements are one important tool for neuronal stem cell
researchers to study neuronal cells and networks and brain
development, and in developing cell based therapies for cur-
rently incurable diseases and traumas like Parkinson’s dis-
ease and spinal cord injury.3–6 Stem cell based methods are
also expected to in part replace animal experiments in drug
research and toxicity tests.7
In their simplest form, microelectrodes, contact pads and
their connecting tracks can be fabricated from a single con-
ducting material like Au, Pt, Ti,8 or indium tin oxide (ITO).
Of these Au, Pt, and ITO MEAs are commercially available
(from Qwane Biosciences in Lausanne, Switzerland, for
example).9 However, when low impedance and noise levels
are desirable, or MEAs are used for stimulation purposes
requiring high charge transfer capacity, the microelectro-
des—and often also the contact pads—typically receive
additional coating, like platinum black (Pt black),1,2 titanium
nitride (TiN),10 iridium oxide (IrOx),11–13 or carbon nano-
tubes (CNTs).14,15 In all these, the nanostructured surface
increases effective surface area, which again leads to lower
impedance. Most of these additional microelectrode coatings
unfortunately suffer from certain drawbacks. Widely used
electrodeposited Pt black suffers from reproducibility and
mechanical instability issues.16 It has even been stated that
the coating should be reapplied after each use of the
MEAs.11 IrOx is known for its large charge storage capacity
(CSC) and the characteristics of IrOx coating, whether made
by sputtering or electrochemical methods, are usually
improved by electrochemical activation applied after thea)Electronic mail: tomi.ryynanen@tut.ﬁ
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coating process. Activated electrodes, however, tend to lose
most of their improved performance rather quickly in as
short a time as in two days,12 which is problematic for long-
term cell experiments lasting several weeks. Another draw-
back particularly seen in sputter deposition of IrOx thin ﬁlms
is the requirement for a very expensive sputtering target.
CNT coatings have been actively studied recently, but still
have unresolved issues related to difﬁcult fabrication proc-
esses and concerns about biocompatibility and long-term ad-
hesion.17 It is uncertain whether CNTs will ever reach
commercial maturity as MEA electrode coating materials.
Conversely, sputter deposited TiN coating is used by Multi
Channel Systems MCS GmbH (MCS, Reutlingen, Ger-
many), a leading commercial MEA manufacturer.18 The
obvious reason is that TiN coating has not been reported to
suffer from any signiﬁcant drawbacks, although its CSC has
been considered low in some publications.19,20 Finding the
correct process parameters for a reactive sputtering process
that ensures optimal pillarlike surface structure,10 provides
large effective surface area, and thus low impedance could
be laborious, which may explain why TiN coating has rarely
been used in noncommercial MEAs.
The motivation for the work presented here was to ﬁnd a
high-performance MEA microelectrode coating to serve as a
practical alternative to TiN, preferably one with commercial-
ization potential. Atomic layer deposition (ALD)21 was cho-
sen as the fabrication method for two reasons: (1) superior
thin-ﬁlm thickness control and repeatability compared to re-
active sputtering or electrochemical methods, and (2) low
source material investment needed for start-up compared to
the big, expensive targets needed for sputtering. Although
ALD also can be used to deposit TiN, IrOx was chosen
because of its potential for improved CSC and lower imped-
ance.22 In this paper we compare the electric and surface
characteristics of in-house uncoated, ALD IrOx coated, and
commercial TiN coated microelectrode arrays. Further, the
arrays’ biological applicability was tested with cell cultures
and electrophysiological assessment of the cell functions.
II. EXPERIMENT
A. MEA fabrication
Six in-house MEAs (later referred to as sMEAs) were
produced and tested. They consisted of a glass substrate, tita-
nium as the base conducting material for microelectrodes,
contact pads and tracks between them, and Si3N4 as the insu-
lator layer as described by Ryyna¨nen et al.8 Next, the
sMEAs were spin coated with an approximately 2.5 lm thick
photoresist layer (ma-P 1225, micro resist technology
GmbH, Berlin, Germany). Openings were made above the
leftmost 29 microelectrodes of the 58 microelectrodes, and
above the two bigger electrodes and all the contact pads
using normal lithographic procedures. Hard baked photore-
sist was left on sMEAs as a coating mask. In the ALD pro-
cess, described in more detail by Ha¨ma¨la¨inen et al.,23
iridium oxide was deposited at 185 C on the sMEAs. A total
of 3000 cycles were grown using 2 s Ir(acac)3 and 4 s ozone
pulses separated by 2 s purges, which corresponds to an
iridium oxide ﬁlm thickness of approximately 120 nm. After
the ALD process, lift-off in a heated RR4 resist remover
(Futurrex, Inc., Franklin, NJ) concluded the MEA fabrication
process. As a result, half of the microelectrodes were uncoated
titanium and half were coated with ALD IrOx (Fig. 1).
As referenced earlier, we also used ﬁve commercial MEAs
[later referred to as cMEAs, type 200/30iR-Ti from MCS
(Ref. 18)], whose structure consisted of glass as a substrate,
Ti as the base conducting material, and Si3N4 as the insulator
layer, making them very similar to sMEAs, except that the
microelectrodes were coated with reactively sputtered TiN
and potential differences in layer thicknesses and linewidths.
Unlike the sMEAs, the cMEAs had been used in cell experi-
ments before this study. In all the MEAs the microelectrodes
were round with diameters of 30 lm. In-house polydimethyl
siloxane (PDMS) structures were attached to MEAs to form
pools for liquids and cells on the microelectrodes.24
B. Measurements
For the ﬁrst experiment, the surfaces of randomly selected
Ti and IrOx microelectrodes from a randomly selected sMEA
were studied with atomic force microscopy [(AFM), XE-100
AFM, Park Systems Corp., Suwon, Korea]. Using tapping
mode, 256 256 pixel scans were taken over a 1 lm 1 lm
area, and surface area ratio and surface roughness [root mean
square (rms)] were calculated with XEI software (Park Sys-
tems). Due to the small, pillarlike structure of the microelec-
trode surface of cMEAs, evaluating a TiN surface with AFM
was found unreliable in our earlier study8 and thus only
sMEAs were evaluated using AFM for this experiment.
Following AFM, microelectrode impedances were meas-
ured with a 60 channel impedance testing device MEA-IT
(MCS). MEA-IT measures the impedances of all the micro-
electrodes against an external Ag/AgCl pellet ground elec-
trode using a 100 mV 1 kHz sinusoidal test signal. MEAs were
ﬁlled with saline [Dulbecco’s Phosphate Buffered Saline—
0.0095 M (PO4) without Ca and Mg, Lonza, Verviers,
FIG. 1. In-house sMEA with 29 Ti microelectrodes (left half) and 29 ALD
IrOx coated microelectrodes (right half). Microelectrode diameter is 30 lm.
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Belgium] and kept at room temperature for 24 h before meas-
uring the impedance. All 58 microelectrodes in sMEAs and 59
microelectrodes in cMEAs were measured three times in a
row and averages of the measurements were calculated for
each microelectrode. For each MEA, average impedance was
calculated from the impedances of microelectrodes made of
the same material. Finally, for each microelectrode material
(Ti, IrOx, TiN), average impedances were calculated from the
average values of correspondingMEAs.
Next, the stimulation capability of MEAs was established
by a simple impulse measurement. Again, the MEAs were
ﬁlled with saline a day before the measurements, and contact
pads were wiped with 70% ethanol just before the measure-
ment. In this case, the MEAs were placed in USB-MEA
1060 (MCS) and a stimulation pulse of 1 mV for 20 ls,
1 mV for 20 ls, and 0 mV for 10 ms from STG2004
(MCS) were applied repeatedly for 1000 times. Pulses were
applied for one microelectrode at the bottom row and the
second or the seventh column to apply stimulation via both
Ti and ALD IrOx microelectrodes on the sMEAs, and TiN
microelectrodes on cMEAs. The same Ag/AgCl pellet used
in the impedance measurement was used as an external
ground and reference. The pellet was located below the
microelectrode array in a PDMS ring restricted pool.
Response to the stimulation pulses was recorded from each
microelectrode at a frequency of 50 kHz and stored to a per-
sonal computer using MC_RACK software (MCS). To alleviate
otherwise excessive 50 Hz interference, the in-house sMEAs
and the USB-MEA 1060 were covered with aluminum foil.
For impulse measurements, the responses were recorded
for 15 s and the stimulation sequence (lasting a total of 10.04
s) was manually started within 1–2 s after starting the record-
ing, so at least the last 3 s of the recordings contained nonsti-
mulated data. This allowed us to evaluate noise levels. From
the data, rms noise was calculated for each microelectrode
by using the following formula:
noiserms ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
n
Xn
i¼1
x2i
s
; (1)
where n is the number of samples in the measured signal and
xi is the voltage sample measured at time i. For each MEA
or half MEA for the in-house sMEAs, average rms noise was
calculated. Thereafter, average rms noise for each microelec-
trode coating type was calculated from the average rms
noises of individual MEAs or array halves.
For impedance and noise measurements, the microelectro-
des having impedance or noise levels that differed greatly
from the common trend within the same MEA were excluded
from the calculations, as those microelectrodes most likely
suffered from fabrication defects or the measured signals
were corrupted by ampliﬁer saturation or contact pin prob-
lems. All measurements were performed at room temperature.
C. Cell experiments
In the cell experiments, the neural differentiation of
human embryonic stem cells (hESCs), MEA preparation, and
measurements were performed as described earlier.3,25 The
stem cell derived neuronal cells were plated on MEAs and culti-
vated on the MEAs for 28 days. Spontaneous activities of neu-
ronal networks were recorded for 5 min once a week and the
maturation of the neural network was followed for each MEA.
III. RESULTS AND DISCUSSION
AFM software was used to estimate a surface area ratio of
5.0 and surface roughness of 3.4 nm (rms) for Ti, and surface
area ratio of 5.2 and surface roughness of 3.9 nm (rms) for
ALD IrOx. Along with the visual images [Fig. 2(a) for Ti
and Fig. 2(b) for ALD IrOx], these values conﬁrm that the
ALD IrOx process very much replicates the smoothness of
the Ti surface. That is, of course, an expected result due to
the conformal nature of ALD. This property of ALD IrOx
could be utilized in the future in coating nanoporous struc-
tures26 or otherwise nanopatterned surfaces in order to pro-
duce microelectrodes with increased surface areas and lower
impedances. This could be done independently or with elec-
trochemical activation, which in the case of sputtered IrOx
has been reported to increase the surface roughness to 2–12
times higher than that reported previously in this paper,
depending on the number of activation cycles.11,13
Impedance measurement results are summarized in Table I.
The result of 450 kX for ALD IrOx is consistent with the
FIG. 2. AFM images of (a) Ti and (b) ALD IrOx surface.
041501-3 Ryyna¨nen et al.: Atomic layer deposited iridium oxide thin film as microelectrode coating 041501-3
JVSTA - Vacuum, Surfaces, and Films
impedance reported for inactivated sputtered IrOx in the litera-
ture,12 which indicates that the coating method does not affect
the impedance of IrOx. When compared to the impedances of
uncoated microelectrodes, our result for ALD IrOx micro-
electrodes is two to three times less than what has been
reported for commercial Pt and Au MEAs (Ref. 9) and at least
four times less than our measurement for uncoated titanium
microelectrodes. This comparison suggests that ALD IrOx pro-
vides a feasible method for moderate improvement of imped-
ance in MEAs. However, without further increase of surface
area in the MEA structure, ALD IrOx on a planar surface can-
not compete with the 30 kX impedance reported by the manu-
facturer18 and conﬁrmed in our measurements for pillarlike
surface structured TiN microelectrodes. This is also true for
about 23 kX impedance reported for electrochemically acti-
vated sputtered IrOx thin ﬁlm microelectrodes, in which the
electrochemical activation leads to roughening of the surface
and thus to increased surface area.12 However, Comstock
et al.26 have shown that electrochemical activation can be suc-
cessfully applied on ALD iridium thin ﬁlms and thus, it can be
expected that electrochemical activation could also decrease
the impedance in the case of ALD IrOx. Whether the activated
ALD IrOx has as short of a deactivation time as sputtered IrOx
will be seen in future studies.
The average rms noise of ALD IrOx microelectrodes was
measured to be 4.6 lV with an average standard deviation of
1.9 lV, or about half that measured for uncoated Ti micro-
electrodes (9.1 lV with a standard deviation of 6.1 lV). By
comparison, the rms noise of TiN microelectrodes was
5.5 lV with a standard deviation of 1.4 lV. Note that cMEAs
were not covered with aluminum foil when measuring, and
thus the noise ﬁgures for TiN microelectrodes may not be
exactly comparable to those of sMEA microelectrodes of ei-
ther type. The lower noise results for TiN microelectrodes is
supported by visual assessment of the cell experiment data
shown in Fig. 4 and also by our earlier results,8 where in spe-
ciﬁc noise measurements, the rms noise of TiN microelectro-
des was measured to be just 2.7 lV with very little deviation.
Examples of typical responses to stimulus impulses meas-
ured for the different microelectrode types are shown in
Fig. 3. The presented electrodes are located two electrodes
up (toward the center of the array) from the stimulating
microelectrode. At the minimum, the results show that at
least ALD IrOx and TiN microelectrodes are conducive to
stimulation and measurement. Both upwards and downwards
peaks can be clearly separated from noise, which is not the
case with Ti microelectrodes where the upper peak mostly
disappears in noise. As can be expected, the peak amplitudes
weaken as a function of the distance from the stimulating
electrode. The attenuation is lowest with TiN microelectro-
des and strongest with Ti microelectrodes. For example, the
peak amplitude drop between the electrodes in Fig. 3 and the
electrodes two rows above them (el 24 or 74) are 27% (Ti),
23% (ALD IrOx), and 4% (TiN). Due to varying stimulation
electrode materials in each case and a lack of an aluminum
shield in cMEA measurements, the results should be inter-
preted with caution. For more complete characterization of
the differently coated microelectrodes, cyclic voltametry
measurements and voltage transient measurements should be
conducted in the future.
One obvious contributor for the modest performance of
Ti microelectrodes is the possible interfering effect of the
native oxide layer on the Ti. As the oxide layer is also pres-
ent in ALD IrOx microelectrodes, it should be eliminated in
future experiments. In the case of TiN coated microelectro-
des, that is possible by etching the oxide away just before
applying the coating, but in the case of ALD IrOx, the ozone
used in the ALD process makes the etching useless. There-
fore, the Ti base material should be replaced by another con-
ductor like Au or Pt. Only after such a modiﬁcation and
future electrochemical activation experiments can the com-
mercialization potential of ALD IrOx coating for micro-
electrodes be fully evaluated.
In the cell experiments, no differences were observed
between cell behaviors on different kinds of electrodes. The
cells attached and grew on ALD IrOx microelectrodes
equally well as on uncoated Ti microelectrodes and on
cMEAs. No biocompatibility related issues were observed.
Figure 4 shows measurements taken from the human embry-
onic stem cell derived neuronal cell (hESC-N) cell networks
at day 14. As expected, the noise level decreases from
TABLE I. Impedance magnitude measurement results and literature values
for microelectrodes with different coatings. All impedance magnitudes have
been normalized to correspond to those of corresponding microelectrodes of
30 lm in diameter.
Material
Average
impedance
at 1kHz (kX)
Average
impedance
deviation (kX) Reference
Ti >1700 >210
ALD IrOx 450 40
Unactivated sputtered IrOx 450 12
Activated sputtered IrOx 23 12
Sputtered TiN 30 3
Sputtered TiN 30–50 18
Pt (not black) 800–1100 9
Au 1000–1300 9 FIG. 3. Typical examples of response to voltage impulse stimulation applied
in another electrode in MEA with different Ti, ALD IrOx, and TiN micro-
electrodes. Curves have been shifted horizontally and vertically for clarity.
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uncoated Ti [Fig. 4(a)] to ALD IrOx coated [Fig. 4(b)] and
ﬁnally to TiN coated [Fig. 4(c)] microelectrodes. However, as
reported earlier,8 neuronal signal strength increases along
with increasing noise levels, so signaling is still easily obser-
vable for microelectrode types having higher noise levels.
IV. CONCLUSIONS
IrOx thin ﬁlm was deposited on MEA titanium micro-
electrodes using an ALD method. Comparisons between the
impedance values given by literature for Au and Pt micro-
electrodes and our results for Ti microelectrodes strongly
indicate that ALD IrOx coating clearly improves noise, im-
pedance, and stimulation characteristics of the microelectro-
des, even without any further optimization. However, to
compete with commercial TiN coated microelectrodes, ALD
IrOx coating requires further optimization. Surface roughen-
ing by electrochemical activation is the obvious way to
improve the microelectrode characteristics, but some
improvement may also be achieved by optimizing the ALD
process parameters like thin-ﬁlm thickness and process tem-
perature. In addition, the possible interfering effect of the
native oxide on the underlaying Ti layer could be eliminated
by using another electrode base material. To conclude, ALD
IrOx was found to be a promising alternative for electrode
coating cell culture MEAs. ALD IrOx coated microelectro-
des were successfully used to measure ﬁeld potentials from
human embryonic stem cell derived neuronal cells, indicat-
ing good biocompatibility.
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Susanna Narkilahti 2 and Jukka Lekkala 1
1 BioMediTech Institute and Faculty of Biomedical Sciences and Engineering, Tampere University of Technology, Tampere,
Finland, 2 NeuroGroup, BioMediTech Institute and Faculty of Medicine and Life Sciences, University of Tampere, Tampere,
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Microelectrode material and cell culture medium have signiﬁcant roles in the
signal-to-noise ratio and cell well-being in in vitro electrophysiological studies. Here, we
report an ion beam assisted e-beam deposition (IBAD) based process as an alternative
titanium nitride (TiN) deposition method for sputtering in the fabrication of state-of-the-art
TiNmicroelectrode arrays (MEAs). The effects of evaporation and nitrogen ﬂow rates were
evaluated while developing the IBAD TiN deposition process. Moreover, the produced
IBAD TiN microelectrodes were characterized by impedance, charge transfer capacity
(CTC) and noise measurements for electrical properties, AFM and SEM for topological
imaging, and EDS for material composition. The impedance (at 1 kHz) of brand new
30μm IBAD TiN microelectrodes was found to be double but still below 100 k
compared with commercial reference MEAs with sputtered TiN microelectrodes of the
same size. On the contrary, the noise level of IBAD TiN MEAs was lower compared with
that of commercial sputtered TiN MEAs in equal conditions. In CTC IBAD TiN electrodes
(3.3 mC/cm2) also outperformed the sputtered counterparts (2.0 mC/cm2). To verify the
suitability of IBAD TiN microelectrodes for cell measurements, human pluripotent stem
cell (hPSC)-derived neuronal networks were cultured on IBAD TiN MEAs and commercial
sputtered TiN MEAs in two different media: neural differentiation medium (NDM) and
BrainPhys (BPH). The effect of cell culture media to hPSC derived neuronal networks was
evaluated to gain more stable and more active networks. Higher spontaneous activity
levels were measured from the neuronal networks cultured in BPH compared with those
in NDM in both MEA types. However, BPH caused more problems in cell survival in
long-term cultures by inducing neuronal network retraction and clump formation after
1–2 weeks. In addition, BPH was found to corrode the Si3N4 insulator layer more than
NDMmedium. The developed IBAD TiN process gives MEAmanufacturers more choices
to choose which method to use to deposit TiN electrodes and the medium evaluation
results remind that not only electrode material but also insulator layer and cell culturing
medium have crucial role in successful long term MEA measurements.
Keywords: titanium nitride, microelectrode array, MEA, IBAD, cell culture medium
Ryynänen et al. IBAD TiN MEA
INTRODUCTION
A microelectrode array (MEA) is a common tool to measure the
electrical activity of various cell types in vitro and to provide an
electrical stimulus to the objects under study. The applications
of MEAs vary from basic biological research to drug screening
and toxicity testing. In neuroscience, it has been found to
be applicable for in vitro drug screening and toxicity testing
(Johnstone et al., 2010; Ylä-Outinen et al., 2010). Recently, the
rise of human pluripotent stem cell (hPSC)-based technologies
for human cell-based modeling, including disease modeling, has
beneﬁtted fromMEA technology (Falk et al., 2016; Odawara et al.,
2016).
In its simplest form, MEA consists of a glass substrate, a
metal layer containing electrodes, tracks, and contact pads, and
an insulator layer with openings on the electrodes and the
contact pads. Even though metal electrodes such as Pt, Au,
or Ti can be used, they have limitations in their performance.
For this reason, metallic microelectrodes are usually coated
with a porous material that increases the eﬀective surface area
ratio (SAR) and decreases the impedance, leading to a higher
signal-to-noise ratio of the electrodes (Bauerdick et al., 2003).
Since the early days of MEA (Thomas et al., 1972), platinum
black (Pt black) has been one of the most commonly used
coating materials for low impedance electrodes. It has excellent
electrical characteristics, but in addition to obvious cost issues,
a major drawback is that Pt black has been reported to have
problems with mechanical stability during long-term use (Heim
et al., 2012). Iridium oxide (IrOx), even as a rather common in
vivo electrode material (Cogan, 2008), has not reached notable
popularity for in vitromicroelectrodes. This is likely to be at least
partly due to its tendency to lose the low impedance state rather
rapidly in a liquid environment (Gawad et al., 2009). Carbon
nanotube-based solutions do exist (Gabay et al., 2007; Samba
et al., 2014), and even though excellent performance has been
reported, they are still more a topic of academic interest than a
real choice for active use. The only commonly used substitute
for Pt black has been titanium nitride (TiN) (Janders et al.,
1996), especially in commercial solutions. Depending on the
deposition parameters and methods, the morphology of a TiN
thin ﬁlmmay vary a lot from plain to highly columnar. The latter
is seen as increased SAR and decreased impedance. Although,
some doubts about the performance of TiN exist (Weiland et al.,
2002), it can generally be considered as the least problematic
high-performance microelectrode coating developed to date. In
addition to in vitro electrodes, TiN can be used also in in vivo
applications (Stelzle et al., 2001).
There exists a wide range of methods for the fabrication of TiN
coatings. Because TiN is applied as the last layer on MEAs in the
fabrication process, ﬁnding an etching process that is not harmful
for theMEA insulator layer, typically Si3N4, and underlying track
material, commonly titanium, might be challenging and may
require additional process steps for preparing the etch mask.
Thus, a lift-oﬀ process is favored with TiN. Because photoresist
is needed for lift-oﬀ and the melting temperature of the glass
substrate set limits for the maximum allowed temperature during
the TiN deposition process, certain common TiN deposition
processes such as atomic layer deposition (ALD) (Xie et al., 2014),
thermal chemical vapor deposition (CVD) (Wagner et al., 2008),
and physical vapor deposition (PVD) (Gahlin et al., 1995; Peng
et al., 2015) techniques must be ruled out when selecting the
TiN deposition method for the MEAs. For this reason, reactive
sputtering has been the onlymethod used to deposit TiN onMEA
electrodes (Egert et al., 1998; Cyster et al., 2002; Bauerdick et al.,
2003; Gabay et al., 2007). However, there is also an alternative
method for the low temperature deposition of TiN: ion beam
assisted deposition (IBAD) in which the e-beam evaporated
titanium is bombarded by a ﬂux of low energy nitrogen and argon
ions from the ion source to form TiN (Figure 1). The dominating
mechanism in TiN formation is adsorption of ambient gaseous
atoms on the growth surface (Hubler et al., 1988). Over the
last three decades, several groups have reported their IBAD TiN
experiments for hard coatings (Guzman et al., 1998; López et al.,
2001) and more general materials science (Hubler et al., 1988;
Huang et al., 2000; Yokota et al., 2004) applicable not only on
hard coatings but also, for example, on decoration coatings and
microelectronics diﬀusion barriers. By contrast, as far as we
know, IBAD TiN has not been applied on MEAs previously.
In this paper, we evaluated diﬀerent deposition parameters,
including evaporation and nitrogen ﬂow rates, for optimal IBAD
TiN microelectrode coating. The coatings are characterized
by impedance, charge transfer capacity (CTC) and noise
measurements for electrical properties, AFM and SEM for
topological imaging, and EDS for material composition.
Comparison to sputtered TiN electrodes of commercial MEAs
(Multi Channel Systems MCS GmbH) is also reported. To
verify the biocompatibility and performance of these novel IBAD
TiN microelectrodes, we cultured and measured hPSC-derived
neuronal networks for 3 weeks. The neuronal networks were
grown in two diﬀerent cell culture media: neural diﬀerentiation
medium (NDM) (Heikkilä et al., 2009) and BrainPhys (BPH)-
supplemented medium recently introduced by Bardy et al. (2015)
FIGURE 1 | Schematic of an ion beam assisted deposition system. Brieﬂy,
e-beam evaporated titanium is bombarded with nitrogen and argon ions to
form a TiN thin ﬁlm on substrates in a vacuum chamber.
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to evaluate possible medium derived eﬀects on MEA grown
cultures.
MATERIALS AND METHODS
IBAD TiN Deposition Process Development
Microscope slides (76mm × 26mm × 1mm; Gerhard Menzel
GmbH) were used as substrates while optimizing the IBAD TiN
deposition parameters. The slides were cleaned with acetone and
isopropanol in an ultrasound bath, rinsed with DI water and
dried with a nitrogen blow. Cleaned slides were placed in an
Orion BC-3000 series box coater (System Control Technologies)
equipped with a Telemark 246 e-beam source, Saintech Series
III ST55 gridless ion source, Saintech ion current density
monitor, and a Meissner trap for 100 nm IBAD TiN depositions.
Table 1 includes diﬀerent parameter values tested during process
development. In all depositions, a ﬁlament current of ∼20A was
used, and the vacuum during deposition was in the 10−5 Torr
range (∼10−3 Pa). The substrate holder was rotated at 5 rpm
during the deposition. The 99.995% purity Ti pellets used in both
IBAD TiN depositions and later in Ti track depositions in the
MEA fabrication were purchased from g-materials. Right after
the deposition, the color of the thin ﬁlms was evaluated visually.
AFM Measurements
While optimizing the IBAD TiN deposition process, an atomic
force microscope (XE-100 AFM, Park Systems) equipped with an
ACTA probe (AppNano; radius of curvature, 6 nm) was used for
measuring the eﬀective surface area ratio (SAR). An area of 1μm
× 1μmwas measured in intermittent mode for each sample. XEI
analysis software (Park Systems) was used for calculating the SAR
as per the formula
SAR =
AS − AG
AG
∗ 100 (1)
where AG is the plain geometric area and AS is the total surface
area of the corresponding region. The result was ﬁnally given
as a mean of two areas measured from the same sample. In
addition, the software was used to calculate the root-mean-square
roughness Rq.
IBAD TiN MEA Fabrication
Microscope slide grade glass plates (49mm × 49mm × 1mm;
Gerhard Menzel GmbH) were used as substrates for the MEAs.
The slides were cleaned with acetone and isopropanol in an
ultrasound bath and oxygen plasma before 400 nm of titanium
was e-beam deposited at 5 Å/s on the slides. Electrode sites
(30μm in diameter), tracks and contact pads were patterned to
the titanium layer in a wet etching [120 H2O: 4 H2O2 (30%):
3 HF (50%)] process in which PR1-2000A positive photoresist
(Futurrex, Inc.) was used as an etching mask. Next, 500 nm of
silicon nitride was PECVD deposited as an insulator layer at
300◦C. PR1-2000A was again used as an etching mask when
reactive ion etching with SF6 and O2 gases was performed with
Vision 320 RIE (Advanced Vacuum) to etch the openings on
electrode sites and contact pads. The etching mask was not
removed after the etching but was reused as a lift-oﬀ mask
in the IBAD deposition of 400 nm of TiN. For comparison
purposes, also MEA versions with 200 nm layer of IBAD TiN
as well as MEAs without TiN were fabricated. Just prior to
TiN deposition, a 10min Ar sputter etch was run with the ion
source to remove the native oxide layer on titanium electrode
sites. IBAD TiN deposition parameters were as follows: anode
voltage, 225V; ﬁlament current, 20A; N2 ﬂow, 13.2 sccm; Ar
ﬂow, 3.3 sccm; ion current density, 14 μA/cm2; ion current
density monitor bias, 35.0V; deposition rate, 2 Å/s; and vacuum,
10−5 Torr range (∼10−3 Pa). The substrate holder was rotated
at 5 rpm during the deposition. Finally, lift-oﬀ was performed
in an acetone ultrasound bath. Either an in-house made PDMS
ring or SpikeboosterTM 6-well culture chamber (BioMediTech)
(Kreutzer et al., 2012) was attached on MEAs to form a pool
for Dulbecco’s phosphate buﬀered saline (DPBS) or cell culture
media. All of the photolithography masks used in this work
were in-house fabricated with a μPG501 direct writing system
(Heidelberg Instruments Mikrotechnik GmbH) on chrome mask
blanks from Clean Surface Technology Co.
Impedance and Charge Transfer Capacity
Characterization
The pools on theMEAs were ﬁlled with DPBS (PBSDulbecco w/o
Ca++, Mg2+, BiochromGmbH), and theMEAs were placed in a
temperature chamber at 37◦C inside petri dishes for at least 20 h.
Subsequently, the MEAs were decreased to room temperature
TABLE 1 | Deposition parameters tested during IBAD TiN process optimization and AFM characterization results for each sample.
Sample Set anode voltage
[V]
N2 ﬂow
[sccm]
Ar ﬂow
[sccm]
Deposition
rate [Å/s]
Color Surface area
ratio [%]
Notes
1 225 13.2 3.3 1 gold-brown 5.4
2 225 13.2 3.3 2 purple-bronze 13.1
3 225 13.2 3.3 3.5 light gold 5.1
4 225 13.2 3.3 5 gray 3.4
5 225 10.8 1.2 2 brown 4.3
6 225 9.9 6.6 1 gold 6.0 Unstable deposition
7 140 8.3 8.3 2 gray 4.5 1 AFM measurement only
8 225 16.8 4.2 1 gold 4.4 Ion beam pulsed 8 s ON, 7 s OFF
Parameters of sample 2 (bolded) were chosen to be used in the IBAD TiN MEA fabrication due to the highest surface area ratio.
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for at least 1 h before the impedance measurement. MEA-IT60
from MCS, a dedicated device for measuring the impedances of
all the microelectrodes of a MEA, was used as the measurement
device. Themeasurement was performed at 1 kHz frequency with
the sinusoidal test signal being 100mV and an external Ag/AgCl
pellet acting as a grounding electrode. Faulty electrodes existing
both in commercial and in-house made MEAs were excluded
before calculatingmean values for eachMEA. For a few randomly
selected electrodes of in-house made IBAD TiN MEAs and, for
comparison, also of pure Ti MEAs without TiN electrode coating
an additional electrochemical analysis was performed. Frequency
dependency of the impedance and CTC were measured with
Iviumstat potentiostat (Ivium Technologies B.V.). The frequency
range was from 1 to 100 kHz and a Pt wire (ALS-Japan) was
used as the counter electrode in the impedance measurement.
CTC was integrated from the third CV curve when the voltage
was ramped between −0.9 and 0.9V. The same Pt wire acted
as the counter electrode as in the impedance measurements,
and the reference electrode was DRIREF-2 (World Precision
Instruments). Scan rate was 100 mV/s.
Noise Characterization
Noise characterization was performed as part of the cell
culture experiments, where the cell culture medium acted as an
electrically conducting solvent. After taking the MEAs from the
incubator, they were at ﬁrst left to stabilize in headstage for 3min
without recording the data. Then, the MEAs were measured for
10min with the MEA2100 MEA system, MC_Rack software, and
temperature controllers TC02 set at 37◦C (all from MCS). The
voltage signal was ﬁltered (200–3,000Hz bandpass), and the noise
for each electrode of each MEA was calculated as an estimate of
the standard deviation of background noise previously described
in Quiroga et al. (2004). In calculating noise values for each
MEA-medium combination, electrodes with a noise value above
7.0 μV were excluded as they were considered faulty electrodes.
Mann-Whitney U-test was performed to indicate statistical
signiﬁcances: for eachMEA type between the media at days 6 and
18, and for each medium type between the MEAs at days 6 and
18. P < 0.05 were considered signiﬁcant.
SEM Imaging and EDS
Zeiss Crossbeam 540 FIB-SEM (Carl Zeiss Microscopy GmbH)
with a Gemini II SEM column and Oxford Instruments X-
Maxn 80 EDS detector was used in SEM imaging and EDS
measurements. In the imaging, the acceleration voltage was 1 kV,
and magniﬁcations in Figure 2b were 1.16 and 15.35 kX. In the
EDS measurements, acceleration voltages from 7 to 15 kV were
used.
Neural Differentiation
The human embryonic stem cell (hESC) line Regea 08/023
was used in the experiments. BioMediTech has approval from
the Finnish Medicines Agency (FIMEA) to perform research
with human embryos (Dnro 1426/32/300/05). There are also
supportive statements from the regional ethical committee of
Pirkanmaa Hospital District for the derivation, culturing, and
diﬀerentiation of hESCs (R05116). Neurons were diﬀerentiated
from hESCs as previously described (Lappalainen et al., 2010).
Neuronal diﬀerentiation medium (NDM) consisted of 1:1
DMEM/F12 and Neurobasal medium supplemented with 1 ×
B27, 1×N2, 2mMGlutaMax (all fromGibco Invitrogen), and 25
μ/mL penicillin/streptomycin (Lonza Group Ltd) and, during the
diﬀerentiation stage, 20 ng/ml of basic ﬁbroblast growth factor
(bFGF) (R&D Systems) as previously described (Lappalainen
et al., 2010) with or without low-dose naltrexone LDN193189
(100 nM; Stemcell Technologies, Inc.).
MEA Preparation and Adherent Culture
MEA preparations were performed as previously described
(Heikkilä et al., 2009) with some modiﬁcations. MEAs (10
BMT MEAs and 9 60-6wellMEA200/30iR-Ti from MCS) were
combined with SpikeBoostersTM (BioMediTech) (Kreutzer et al.,
2012) and coated with 0.05% (w/v) polyethylenimine (PEI)
incubated overnight, washed with sterile H2O, and coated with
20μg/ml of mouse laminin (both from Sigma-Aldrich) and
incubated overnight. A 48-well plate (Thermo Scientiﬁc) was
coated with 20μg/ml or 10μg/ml of mouse laminin in wells with
or without coverslips (Ø 9mm, VWR).
The 8 week pre-diﬀerentiated neurospheres were dissected
into small cell aggregates (ø∼50–200μm), and 7–10 of them
were plated onto the coated MEA wells and the control 48-well
plate, which were ﬁlled with NDM. During the 1st week, the
medium was gradually switched to BrainPhys medium (BPH)
consisting of BPH Neuronal Medium supplemented with 1 ×
NeuroCult SM1 Neuronal Supplement, 1 × N2 Supplement-
A (all from Stemcell Technologies), GlutaMax to 2mM ﬁnal
concentration, and 25 μ/ml penicillin/streptomycin for half of
the cells. Additionally, from 2 days in adherent culture 1mM
cyclic adenosine monophosphate (cAMP) and 200 nM ascorbic
acid (AA, both from Sigma-Aldrich) were added to themedia and
from 7 days after plating 8 ng/ml of bFGF and 10 ng/ml of brain-
derived neurotrophic factor (BDNF, Gibco Invitrogen) were
added to the media. The cells were maintained in a humidiﬁed
incubator at 37◦C and 5% CO2, and half of the medium was
refreshed 3 times per week. The cells were imaged weekly
using a phase contrast microscope (Eclipse Ts2R, Nikon). In
addition, the control plate was maintained in Cell-IQ (Chip-Man
Technologies) 10 days after plating for 26 h with a 1 h imaging
interval (Supplementary Videos 1–3). Spontaneous activities of
neuronal networks were measured for 10min twice per week.
Immunocytochemistry
The control plate cells were ﬁxed after 12 days in adherent
culture, and immunocytochemical staining was performed
as previously described (Lappalainen et al., 2010). Primary
antibodies, rabbit polyclonal anti-Microtubule-Associated
Protein 2 (MAP2) (1:400; Millipore), mouse anti-beta-III
Tubulin (β-tub) (1:1000; Sigma-Aldrich), chicken anti-Glial
Fibrillary Acidic Protein (GFAP) (1:4000; Abcam), mouse anti-
Synaptophysin (1:500; Sigma-Aldrich), chicken MAP2 (1:4000;
Novus), and chicken β-tub (1:4000; Abcam) were used together
with secondary antibodies Alexa 488 donkey anti-rabbit, Alexa
568 donkey anti-mouse and Alexa 647 goat anti-chicken (all
1:400; Invitrogen). In addition, the nuclei of the cells were
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FIGURE 2 | Topological imaging of IBAD TiN. (a) AFM image of IBAD TiN surface of sample 2, and (b) SEM images of a 30μm IBAD TiN microelectrode, where 1 is
IBAD TiN on Ti, 2 is Si3N4 on Ti, and 3 is Si3N4.
stained with 4’,6-diamidino-2 phenylindole (DAPI), which was
included in the mounting medium (Prolong Gold, Molecular
Probes). The cells were imaged with a ﬂuorescence microscope
(Olympus IX51, Olympus Corporation) and a laser scanning
confocal microscope (LSM 780, Carl Zeiss).
MEA Signal Analysis and Statistics
Signal analysis from the MEA data was performed using
MATLAB (The MathWorks, Inc.) with a custom-made analysis
program based on work by Quiroga et al. (2004) in which the
spike detection threshold was set to 5, and spikes larger than 500
times the standard deviation of noise were excluded as artifacts.
An electrode was regarded as an active electrode if the spike
frequency was more than 0.04Hz. The threshold was determined
by measuring spike rates from MEAs without cells and MEAs
with TTX-silenced neuronal cultures (data not shown). For spike
waveform analysis, 0.8ms of voltage signal before and 1.76ms
after the largest absolute value of the spike from the ﬁltered data
were clipped. The detector dead time between two waveforms
was 1.48ms. Bursts were detected using a MATLAB code based
on work by Kapucu et al. (2012) with additional conditions:
burst detection was only applied to channels where the total
spike frequency was at least 0.167Hz (10/min). Thereafter, burst
analysis criteria included a median of more than two spikes
per burst and more than 1 burst per electrode. For each MEA
type, Mann-Whitney U-test was performed to indicate statistical
signiﬁcances between the media at eachmeasurement time point.
P < 0.05 were considered signiﬁcant.
RESULTS
IBAD TiN Process Development
With the assumption that the highest SAR would lead to the
lowest microelectrode impedance, we focused on ﬁnding the
IBAD deposition parameters that would give the highest SAR
for the TiN thin ﬁlm. Brieﬂy, the purpose was to ﬁnd deposition
parameters for a thin ﬁlm that we expect to give the lowest
impedance, not necessarily the purest TiN from material science
point of view. The deposition parameters tested while optimizing
the IBAD TiN deposition process are presented in Table 1. The
eﬀect of changing deposition rates from 1 to 5 Å/s was tested
for the same anode voltage and gas ﬂow rate. In addition, some
experiments with diﬀerent anode voltages (sample 7), gas ﬂow
rates (samples 5–8) and pulsing of the ion beam (sample 8) were
tested. Too high evaporation rate (sample 4) or a too low nitrogen
ﬂow rate (sample 7) led to gray thin ﬁlms resembling pure Ti,
which indicates that the conditions did not support the formation
of TiN. Lower deposition rate (samples 1 and 2) and higher
nitrogen content to argon (sample 5) were seen as brownish thin
ﬁlms, which more closely resembled the almost black thin ﬁlm
in MCS’s sputtered TiN MEAs. The remainder (samples 3, 6, and
8) were goldish, which is considered to be the color of TiN hard
coatings (Jiang et al., 2004).
In the AFM measurements, purple-bronze-colored sample 2
clearly had the highest SAR of 13.1%. The root-mean-square
roughness (Rq) was 3.1 nm. The AFM image of sample 2 is
shown in Figure 2a. According to the assumption of the highest
SAR giving the lowest impedance and noise level, we chose the
deposition parameters of sample 2 to be used as the deposition
parameters in MEA fabrication. Figure 2b shows an SEM image
of the IBAD TiN microelectrode. The slight pillar-like structure
of TiN can be seen in the image. The EDS measurements
showed <1% variation for the N/Ti ratio, indicating excellent
homogeneity of the coating. However, as N is a light element
and produces only the Kα peak that partly overlaps with the Ti
Lα peak, EDS is better suited for comparative analysis than exact
quantiﬁcation of the N/Ti ratio.
MEA Performance Characterization
The experimental details are shown in Table 2. Once we had
determined the optimal IBAD TiN deposition parameters, we
fabricated a batch of IBAD TiN MEAs (hereafter referred
to as BMT MEAs) in a 6-well layout mimicking MCS’s 60-
6wellMEA200/30iR-Ti-w/o array design. In this design, the
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TABLE 2 | Experimental setup for MCS MEAs and BMT MEAs.
MEA type Impedance
measurement
before use
Cell
experiments
Impedance
measurement
after use
MCS MEA before E1 E1*, E2*, E3 after E2
BMT MEA before E3 E3 after E3
The impedance of each MEA was measured before and after the cell experiments. All the
cell experiments (E1–E3) included both NMD and BPH medium tests.
*Results excluded due to incubator malfunction.
Includedmeasurements are bolded: impedancemeasurement results for MCSMEAs from
before cell experiment E1 and after experiment E2 and for BMT MEA before and after cell
experiment E3. Cell experiment results are presented from cell experiment E3.
microelectrodes are grouped in six 3 × 3 electrodes areas for
a total of 6 areas with 9 electrodes / MEA. Both in IBAD TiN
MEAs and MCS’s MEAs the diameter of the electrodes is 30μm.
Table 3 presents the impedance values for the included results,
which are grouped by both MEA type and medium used in
the cell experiments. Before the cell experiments, the BMT’s
IBAD TiN electrodes had∼2× higher impedance compared with
that of MCS’s sputtered TiN electrodes, approximately 90 k
vs. 45 k, respectively. However, as the impedances of Au, Pt
or ITO MEAs, i.e., MEAs without a porous electrode coating
are typically ∼10× higher (∼1 M), the impedance of IBAD
TiN is still comparable to sputtered TiN electrodes. After the
cell experiments, the impedance of both IBAD and sputtered
TiN electrodes increased >100 k; thus, in this sense as well,
the behaviors of the two electrode types were comparable. For
IBAD TiN MEAs in BPH medium the after cell experiments
impedance was signiﬁcantly lower, only 35 k, but this is
because of severe insulator layer corrosion (Figure 7c). Thus,
the result is not reliable, as the impedance in this case is
not impedance of the electrodes only but rather impedance of
both electrodes and tracks. IBAD TiN MEAs in NDM medium,
on the contrary, suﬀered only minor corrosion (Figure 7d),
indicating that we can consider their impedance values reliable
enough for comparison. The insulator layer of MCS MEAs
survived the cell experiments without visible corrosion in both
media.
The measurement of impedance as a function of frequency
show (Figures 3A,B) that the thickness of the IBAD TiN
strongly aﬀects to the impedance. Decreasing the thickness
from 400 to 200 nm about doubles the impedance (at 1 kHz).
As expected, compared with the Ti electrodes without the
TiN coating the IBAD TiN coating signiﬁcantly decreases the
impedance and also improves the stability at low frequencies.
Charge transfer capacity (CTC) integrated from the third CV
curves (Figure 3C) was 3.3 ± 0.2 mC/cm2 for IBAD TiN
microelectrodes and about one tenth of that for Ti electrodes
without TiN coating. For MCS MEAs CTC of 2.0 ± 0.2 mC/cm2
was measured.
The noise level of each MEA type and medium combination
was evaluated by calculating the estimate for standard deviation
of background noise from 10min cell measurement data
(Quiroga et al., 2004). The results are summarized in Figure 4A.
Brieﬂy, the noise level of BMT MEAs was signiﬁcantly lower
from that of MCS’s sputtered TiN MEAs under the same time
point and condition (p < 0.001 for all). Moreover, BPH medium
decreased the noise signiﬁcantly compared with that of the
NDM medium (at day 6 in BMT MEAs, p ≤ 0.001, and at day
18 in both MEA plate versions, p ≤ 0.001). However, typical
examples of raw measurement data plotted in Figure 4B show
well that, despite the diﬀerences in both numerical impedance
and noise results, in practice there is no notable diﬀerence in
the base noise levels and the signal peaks can be separated
from the noise equally well with each MEA type and medium
combination.
Effect of Cell Culture Medium
Neuronal Network Formation in NDM and BPH Media
and BMT and MCS MEAs
Human pluripotent stem cell (hPSC)-derived neurons were
cultured in neural diﬀerentiation medium (NDM) and
BrainPhys medium (BPH) in control cell culture plastic
wells. Both medium types supported the formation of MAP2
and β-tub-positive neuronal networks with expression of
synaptophysin (Figures 5a–f) during a 12 days follow-up
period. However, GFAP-positive astrocytes were only found
in cultures supplemented with BPH medium (Figure 5e).
Even though the network formation was good in both
media, the organization of the networks diﬀered between
them. The neuronal networks were denser in BPH than
those in NDM medium (Figures 5c,f). Neuronal cells
migrated out of the cell aggregates in both media but more
extensively in BPH. In NDM, neuronal cells remaining in the
aggregates extended long neurites, which were less common in
BPH.
Even though the networks grew well in both media
in both MEA types at the beginning of the experiment
(Figures 5g,j,m,p), after 1–2 weeks the neuronal networks
started to retract and form clumps in BPH (Figures 5k,q).
Network retraction also occurred in some NDM wells but
typically later than in BPH (Figures 5h,n,i,o vs Figures 5k,q,l,r).
The results were the same for both MEA types. The cultures
were kept for 19–20 days on MEAs until the network
retraction was too extensive, especially in BHP medium,
for further measurements. Example videos of network
growth on control plates after 10 days in adherent culture
(Supplementary videos 1–3) show the typical behavior of
the neuronal networks in both media over 26 h. At this
point, the networks were not yet retracting in NDM or
BPH on cell culture plastic (Supplementary videos 1, 2).
However, network retraction in BHP on coverslips was
substantial (Supplementary video 3). The cell culture
experiments were repeated, and similar results were obtained.
Network retraction, clump formation, and cell detachment
occurred ﬁrst and were more prominent in BPH than in
NDM.
Development of Electrophysiological Activity in NDM
and BPH Media on BMT and MCS MEAs
The percentage of active electrodes (spike frequency >0.04Hz)
per network was higher in BPH than in NDM at all measurement
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TABLE 3 | Mean impedance of 30μm TiN microelectrodes at 1 kHz before and after cell experiments performed in different cell culture media.
Before cell experiments After cell experiments
MEA manufacturer TiN type Medium AVG
[k]
Stdev
[k]
AVG
[k]
Stdev
[k]
Count of MEAs Count of cell experiments**
BMT IBAD NDM 83 5 143 38 5 1
BMT IBAD BPH 87 5 35* 26* 5 1
BMT IBAD none 94 21 137 16 2 0
MCS Sputtered NDM 46 32 114 86 5 2
MCS Sputtered BPH 43 30 101 97 4 2
*Unreliable result as the Si3N4 insulator layer was almost completely corroded.
**Between impedance measurements.
FIGURE 3 | Electrochemical analysis of 30μm electrodes. (A) Magnitude and (B) phase of the impedance as a function of frequency of IBAD TiN and Ti electrodes,
and (C) the third CV curves measured for calculating the charge transfer capacity of IBAD TiN, sputtered TiN, and Ti electrodes.
time points (M1 = 6 days, M2 = 11 days, M3 = 13 days, M4 =
18 days, and M5 = 19–20 days) on both BMT and MCS MEAs
(Figure 6A). The results were statistically signiﬁcant at most of
the time points (BMT M1 p = 0.005, M2 p = 0.035, M4 p <
0.001; MCS M1 p = 0.030, M3 p = 0.045, M4 p < 0.001, M5 p
< 0.001). Even though the BPH increased the amount of active
electrodes, the median spike frequency in active electrodes was
not clearly increased in BPH medium (Figure 6B). Depending
on the measurement time point, more spikes were recorded in
either BPH or NDM medium in both MEA types. Furthermore,
the median burst count during the 10min recording was not
higher in BPH than that in NDM (Figure 6C). However, more
electrodes recorded bursts in BPH medium. The spikes per
burst medians were rather similar between the media in both
MEA types (Figure 6D). Additional MEA analysis results are
presented in Supplementary Tables 1, 2. Overall, BPH medium
increased the amount of active electrodes but did not enhance
the spike frequency or network maturation based on the burst
parameters.
Insulation Layer Corrosion
Corrosion of the insulator layer in BMT MEAs not only
aﬀect the reliability of the impedance readings after the
cell experiments but the vanishing of the insulation also
caused a decrease in the MEA signal amplitudes. Examples of
spike waveforms recorded using MEA with a badly corroded
insulation layer are presented in Figure 7a. In comparison
to spike waveforms recorded with MEA still with proper
insulation left (Figure 7b), the signal amplitude from the
badly corroded MEAs is substantially lower. In addition, the
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FIGURE 4 | Noise in each MEA type and medium combination. (A) Estimation of the standard deviation of background noise of each MEA type and medium
combination at two time points. Data are expressed as the median (band inside the box) with interquartile range (IQR; box) and minimum and maximum values
(whiskers) at two time points: 6 and 18 days on MEA. BMT, BioMediTech MEA; MCS, Multi Channel Systems MEA; NDM, neuronal differentiation medium; BPH,
BrainPhys medium. ***p ≤ 0.001. In addition, the noise level of BMT MEAs was signiﬁcantly lower from that of MCS’s sputtered TiN MEAs under the same time point
and condition (p < 0.001 for all). (B) Examples of raw measurement data of each MEA type and medium combination at two time points. Curves have been shifted
vertically for clarity.
amplitude of the noise was lower in the badly corroded
MEAs.
DISCUSSION
The aim of this study was to demonstrate that sputtering is
not the only method for fabricating TiN microelectrodes, as an
alternative method exists. For the sputtered commercial TiN
microelectrodes (MCS), we measured an impedance range of
30–50 k, which is in line with the range provided in the
manufacturer’s brochure. This range is <80 k as reported by
Egert et al. (1998) in an early paper describing the sputtered
TiN process for MEAs. Thus, it is very likely that by continuing
process parameter optimization we could cut some tens of k
from the impedance of IBAD TiN microelectrodes. Our results
showed that with IBAD TiN we reached impedance levels <100
k, similar to those of current sputtered TiN microelectrodes.
The signal-to-noise ratio was also very similar between these
types of MEA electrodes. The CTC values reported in literature
for sputtered TiN microelectrodes vary a lot. The original record
by Janders et al. (1996) was as high as 42 mC/cm2, which
was later questioned by Weiland et al. (2002) who reported
∼2.4 mC/cm2. That is in line with our result for sputtered
TiN, 2.0 mC/cm2. On the contrary, Gerwig et al. (2012) and
Li et al. (2011) have reported both only 0.45 mC/cm2. So, if
Janders’ record is ignored, IBAD TiN seems to perform well
against sputtered TiN with its CTC of 3.3 mC/cm2 also in
this aspect. Thus, IBAD TiN microelectrodes can be expected
to be competitive also in stimulation use. The produced IBAD
TiN MEAs were compatible for cell measurements, especially
when TiN is concerned. Overall, for in-house production, the
availability of deposition equipment determines which TiN
production method is used. For operators with an e-beam but
no sputtering system, upgrading the e-beam coater with an ion
source could be the most economical choice to obtain tools for
in-house TiN deposition.
Here, the IBAD deposition parameters used in MEA
fabrication were chosen based on the SAR; higher SAR was
expected to result in lower impedance. Mumtaz and Class (1982)
linked brownish color to more porous TiN structure, which
agrees with our SAR results and color observations. Further, the
coating colors of the produced samples were in line with the
observations from previous studies (Mumtaz and Class, 1982;
Roquiny et al., 1999). Additionally, it might be interesting to also
fabricate MEAs with IBAD deposition parameters other than the
ones chosen here as optimal, just to conﬁrm whether the highest
SAR is the true deﬁning factor of the lowest impedance. The SAR
results here are based on AFM sampling of only two 1μm ×
1μm areas per sample, which may also leave room for error.
However, the measured surface roughness value of 3.1 nm is in
good agreement with the value of 3.0 nm by Cyster et al. (2002)
for their DC magnetron-sputtered TiN. They also observed
a rather strong dependency between the TiN layer thickness
and roughness, which is in agreement with our observation of
higher thickness meaning lower impedance. In order to keep the
MEA surface rather planar and to avoid diﬃculties in certain
process steps there is, however, not much room to play with the
TiN thickness. Other parameters commonly connected to IBAD
but not evaluated in this study are the substrate temperature
and the ion beam incident angle which both may aﬀect on
the thin ﬁlm properties. In our system adjusting those two
parameters just was not possible. However, we did observe some
temperature increase inside the deposition chamber after the
IBAD process, but according to the ion source manufacturer,
Saintech, with their ion sources the increase in the substrate
temperature should be only very modest 20–30◦C compared to
ambient temperature, even if the ion source were operated on full
power.
When comparing BMT-and MCS-fabricated MEAs, one
should also note that there are some minor diﬀerences in the
design. Only the electrode area of both BMT and MCS MEAs
is equal in layout. Wider parts of the tracks and contact pads,
on the contrary, have some “artistic” diﬀerences as we did not
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FIGURE 5 | Neuronal networks in NDM and BPH media. (a–f) Immunocytochemistry images from neuronal networks in NDM (a–c) and BPH (d–f) after 12 days in
adherent culture. Networks in both media contained MAP2 and β-tub-positive neurons, whereas GFAP-positive astrocytes were only found in BPH medium (e).
Synaptophysin was expressed in networks in both media (c,f). (g–r) Development of the network in NDM (g–j,m–o) and BPH media (j–l,p–r) on BMT MEAs (g–l) and
MCS MEAs (m–r) at 5, 12, and 17 days in adherent culture. Network retraction (indicated by arrows) started earlier in BPH (k and q) than in NDM (i and o) on both
MEA types.
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FIGURE 6 | MEA activity from NDM and BPH media on BMT and MCS MEAs. (A) Percentage of active electrodes per network (spike frequency >0.04Hz). Higher
percentages of electrodes were active in BPH on both MEA types. (B) Median spike frequency in active electrodes. (C) Median burst count over 10min. (D) Spikes per
burst median. Measurement 1 = 6 days, 2 = 11 days, 3 = 13 days, 4 = 18 days, and 5 = 19–20 days in adherent culture. Median and interquartile ranges are shown.
have MCS’s mask layout CAD ﬁles available. As MCS brochures
reveal only the insulator layer thickness, it is possible that Ti
and TiN thicknesses are not equal in both MEA types. These
diﬀerences can probably generally be ignored, but there was a
notable diﬀerence in the corrosion resistance of the insulator
layer even if both fabricators use 500 nm PECVD Si3N4. As
we also observed similar corrosion in a control MEA with no
IBAD TiN layer on titanium electrodes, we are conﬁdent that
the IBAD TiN deposition process itself, despite potential thermal
expansion-related issues, or the related rather long ultrasound
bath during lift-oﬀ, is not the reason for the more corrosion-
prone insulator layer in BMT MEAs. Our PECVD process only
produces lower quality Si3N4 compared with MCS’s process and
requires further optimization. One should note that the IBAD
TiN process introduced here is by no means connected to our
PECVD Si3N4 process and whoever adapts IBAD TiN to their
MEAs is free to use whatever insulator layer they ﬁnd the most
suitable for their application. If one does not want to move to
polymer insulators like polyimide or SU-8, one common solution
is to replace Si3N4 with a more stable but harder to etch sandwich
structure of SiO2/Si3N4/SiO2 (Buitenweg et al., 1998; Yeung
et al., 2007). Even if we did not observe as strong insulator layer
corrosion in MCS’s MEAs, these MEAs do still present some
corrosion, and we have seen outside this study that, in the long
run, the MCS MEA insulator layer does eventually totally wear
out as well. Also Wagenaar et al. (2004) have reported long term
insulator failure in MCS MEAs. In fact, there are more common
studies (Schmitt et al., 2000; Herrera Morales, 2015), where
not only Si3N4 but also many other commonly used insulator
materials have been found to have a poor corrosion resistance in
a biological environment. It is evident that the MEA community
should stop focusing only on developing new electrode materials
and put eﬀort on studying the insulator materials as well.
Another interesting ﬁnding related to TiN was that
the impedance of both sputtered and IBAD-deposited
microelectrodes increased greatly during the experiments. As
the impedance also increased for the control group of IBAD TiN
MEAs not subject to any cell experiments, it is not necessarily
only the cells or cell culture medium that either harms the
electrode material or leaves some type of impedance-increasing
residual on the surface of the MEA. It seems that storing the
MEAs in normal room atmosphere between experiments may
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FIGURE 7 | Effect of corroded insulation on signal amplitude. (a) Neuronal network in BPH medium on a BMT MEA well with a badly corroded insulation layer after 21
days in adherent culture and corresponding spike waveforms from day 22 recordings from two representative electrodes (2 and 5). (b) Neuronal network in NDM
medium at 17 days in adherent culture and recorded waveforms (6 and 9) from day 20 on a BMT MEA still with a proper insulation layer. The boxes are ±50 μV and
3ms. (c) Example of insulator layer corrosion in BMT MEA after 3 weeks of cell culture in BPH medium. The green arrows indicate examples of fully corroded areas,
demonstrating that most of the tracks have lost their insulation. (d) Example of insulator layer corrosion in BMT MEA after 3 weeks of cell culture in NDM medium. The
insulator layer may have thinned all around, but it is fully corroded only from a small, barely visible area near the electrode as indicated by the red arrow.
be the primary reason for electrode degradation, likely due
to the partial oxidation of Ti(N). In our preliminary tests of
storing IBAD TiN MEAs in deionized water in a refrigerator,
the electrodes retained constant impedance for a 1 week test
period. An open question is whether the increasing impedance
saturates at some point and the performance of the MEA at this
point. As the condition of MEA is often controlled by checking
the impedance, the combination of insulator layer corrosion
and increasing electrode impedance due to oxidation makes
the evaluation of the condition of MEA somewhat tricky; the
impedance may stay within certain limits not because of MEA
being consistent but because those two factors have compensated
for each other.
In the cell culture experiments, we tested 2 media with both
type of MEAs. In BPH, a signiﬁcant increase in active electrode
percentages was found compared to NDM. Earlier, similar results
have been shown for BPH compared to standard cell culture
medium (Bardy et al., 2015). Overall, our results may indicate
that BPH enhanced the activity of the neurons directly or enabled
denser neuronal network organization compared to NDM (see
all the details in Supplementary Table 1). Interestingly, BPH
did not increase the spike frequencies in this study in contrast
to reported by Bardy et al. (2015). The burst count was
neither increased in BPH compared to NDM, thus showing
in both media the typical developmental increase during 3
weeks follow up as previously reported (Heikkilä et al., 2009).
The median spikes per a burst (Figure 6D) as well as other
burst parameters (Supplementary Table 2) showed no statistical
diﬀerences between BPH and NDM. These results indicate
that BPH did not enhance the maturation of the neuronal
networks.
Importantly, our results revealed that BPH did not support
long-term cell culturing in either of MEA types as neuronal
networks started to retract and form cell clumps after 1–2 weeks
and resulted in experiment termination in 3 weeks timepoint.
Network retraction and cell clumping has been mentioned also
in the study of Bardy et al. (2015) as a minor problem while
here in our longer study it became a major problem. The long
term stability of the network is most important for hPSC-derived
neurons that require several weeks or even longer to develop
mature neuronal activity (Heikkilä et al., 2009; Odawara et al.,
2016).
In summary, we veriﬁed that IBAD is a valid method
for producing TiN electrodes for MEA systems. Thus, it can
be considered as an alternative TiN deposition method for
sputtering. We also stated that BPH medium supported the
development of neuronal activity on MEAs, although it caused
problems in cell behavior and MEA insulator layer stability
in long-term cultures. Thus, as insulator material, electrode
material, and even cell culture medium can have detrimental
eﬀects on recording quality of MEAs especially with long-term
cultures, all of these aspects should be carefully evaluated.
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Microelectrode arrays (MEAs) are widely used to assess the electrophysiology of human pluripotent stem cell-derived cardiomyocytes (hPS-CMs).
Traditionally, MEAs have been used to record data at the cell population level, but it would be beneﬁcial to be able to analyze also at the single-cell
level using MEAs. To realize this, we present a special MEA platform for recording ﬁeld potential from single beating cardiomyocytes. The size and
location of transparent indium tin oxide (ITO) electrodes have been optimized to make noninvasive studies of the electrophysiological activity of
cardiomyocytes at the single-cell level possible and also to enable simultaneous video imaging through transparent electrodes and thus image-
based analysis of the mechanical beating behavior of the same cardiomyocytes. Because of these characteristics, this novel platform provides a
powerful tool for assessing the functionality of cardiomyocytes in basic cardiac research, disease modeling, as well as drug development and
toxicology. © 2018 The Japan Society of Applied Physics
1. Introduction
Microelectrode arrays (MEAs) provide a valuable tool for
studying the electrophysiology of cells. In addition, they
provide a platform for long-term and on-line assessment
of electrophysiological parameters at the baseline as well
as during pharmacological or mechanical stress. MEAs
have been widely used for assessing the electrical activity
of multiple cell types, such as human stem cell-derived
cardiomyocytes (hPS-CMs) and neurons at the cell popula-
tion level.1–4)
Human induced pluripotent stem (iPS) cells are derived
from somatic cells with a deﬁned set of factors.5) They can be
diﬀerentiated, e.g., into cardiomyocytes (CMs) by multiple
methods, such as using deﬁned growth factors or small
molecules, or by co-culturing with mouse endodermal-like
(END-2) cells.6,7) With the diﬀerentiation methods, all
cardiac subtypes (pacemaker, atrial, and ventricular cells)
can be produced and the diﬀerentiated hPS-CMs resemble the
native human counterparts in their gene and protein expres-
sion as well as functional properties. Therefore, they are
suitable for modeling human cardiomyocytes and use in
studies of human heart development, cardiac function, and
diseases as well as in drug development and toxicology, as
reviewed earlier.8) hPS-CMs have been used in the evaluation
of cardiac safety of new drug candidates especially for their
eﬀects on the ﬁeld potential duration (FPD), which is
analogous to the QT interval of electrocardiography (ECG).9)
The electrophysiological characteristics of single hPS-CMs
can be assessed using the patch clamp technique and calcium
(Ca2+)- and voltage-sensitive dyes. The patch clamp tech-
nique is a gold standard for the assessment of cardiomyocyte
action potential. However, it is labor-intensive and has a low
throughput and therefore not suitable for high-throughput-
type early-stage drug screening studies. Ca2+- and voltage-
sensitive dyes are suitable for intermediate-throughput-type
studies of cardiomyocyte electrophysiology at the single-
cell and cell population levels and can be used in preclinical
drug testing approaches. However, all these aforementioned
methods are either invasive or toxic to the cells and thus,
long-term experiments are not applicable.
MEAs have been a widely used for assessing electrical
activity and signal propagation as well as the conduction
velocity of hPS-CMs.10–12) hPS-CM measurements using
conventional MEAs consisting of 30 μm electrodes and
200 μm pitch have been limited to cell clusters or mono-
layers; therefore, signals are gained from a cell population.
However, similar to single-cell transcriptomic and proteomic
studies, analyses of the electrophysiological characteristics
using individual cells would produce a more accurate
representation of the cells than bulk measurements.
There is no fundamental reason why conventional MEAs
are not applicable to single-cell studies. However, owing to
the relatively small electrode size, the noise level is high and
the signal amplitude of a single cardiomyocyte is low. Thus,
detecting signals from single cells by conventional MEAs is
very challenging. An additional diﬃculty is getting the single
cells on the electrodes in a conventional layout. Using con-
ventional MEAs, we have not been able to detect signals
from single cells, and to the best of our knowledge there have
been no reports of studies of the electrical activity of single
hPS-CMs using traditional MEAs. Because of these reasons,
performing single-cell studies using conventional MEAs
is not feasible; thus, the single-cell-optimized MEAs were
produced.
By assessing the electrophysiology or calcium transients of
cardiomyocytes, the cardiac function is only measured partly
while ignoring the biomechanics of the actual contraction
of the cardiomyocytes. Previously, the biomechanics of the
cardiomyocyte contraction have been assessed in vitro by
atomic force or traction force microscopy.13,14) However,
recent video microscopy methods have proven to provide a
Content from this work may be used under the terms of the Creative Commons Attribution 4.0 license. Any further distribution of
this work must maintain attribution to the author(s) and the title of the work, journal citation and DOI.
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relatively simple and noninvasive alternative to studying the
biomechanics of cardiac contraction.15–18) In a recent work,
a video microscopy method was utilized, based on digital
image correlation (DIC) and more speciﬁcally on its subtype,
the minimum quadratic diﬀerence (MQD) method, which
has been developed mainly for particle image velocimetry
(PIV).16) The video microscopy method quantiﬁes the
biomechanics, i.e., the movement of CMs in a noninvasive
and label-free manner, enabling high-throughput-type screen-
ing, as well as long-term measurements.15–17) Video analysis
reveals information on the motion of CMs and, recently,
video microscopy has also been combined with Ca2+
imaging.19) By combining ionic and contraction data, a
deeper understanding of the electromechanical coupling of
cardiomyocyte contraction will be gained and new insights
into cardiac diseases and drug eﬀects may be revealed.
The aim of this study was to produce a MEA platform that
contains electrodes that can measure the electrophysiological
parameters of single hPS-CMs. The platform is designed for
cell cultures where single hPS-CMs are plated on a MEA
plate and only one cell is attached on the electrode. Owing
the transparency of the electrodes, the platform also enables
simultaneous measurement of the electrophysiological and
biomechanical parameters of the contraction of single hPS-
CM contraction noninvasively. The proposed platform con-
sists of transparent electrodes, which are larger than those
in conventional MEA platforms. In addition, the electrode
layout is optimized for hPS-CMs. The custom-made MEA
platforms are used with a conventional MEA ampliﬁer, and
the transparent electrodes enable simultaneous imaging and
video analysis of the hPS-CMs. Therefore, the proposed
approach provides data on both electrophysiological and
biomechanical characteristics of a single cardiomyocyte,
which will be utilized in studies of, e.g., iPS-based genetic
cardiac disease modeling.
2. Materials and methods
2.1 MEA design, fabrication, and characterization
In measuring the ﬁeld potential from a single cell with a
MEA, there are two main challenges: how to 1) place a cell to
be suﬃciently close to the electrode and 2) optimize the
signal-to-noise ratio by adjusting the size of the electrodes. If
the electrode is much larger than the cell, the signal-to-noise
ratio becomes small. However, too small electrodes possess a
higher noise level by nature because impedance and noise are
inversely dependent on the electrode area. For these reasons,
the ﬁeld potential signals of single cardiomyocytes are
diﬃcult to separate from noise. With the conventional MEAs
having ∼30-μm-diameter electrodes with ∼200 μm spacing, it
has been impossible to assess the electrical characteristics of
hPS-CMs at the single-cell level.
The aim of this study was to design a MEA electrode
layout that simultaneously increases the probability of cells to
be located in optimal proximity to the electrodes and provides
suﬃcient signal-to-noise ratio. In Layout 1, the cell culture
area is covered by long and narrow electrodes resembling
ﬁnger electrodes [Fig. 1(a)] to fulﬁll especially the ﬁrst
requirement for a design. For Layout 2 [Fig. 1(b)], we focus
on evaluating diﬀerent electrode sizes and shapes. The elec-
trodes are circular or oval in shape, with some being split into
halves or quarters. In this layout, the electrodes are located
throughout the cell culture area. In Layout 3 [Figs. 1(c) and
1(d)], circular electrodes having a diameter of 80 μm are
placed around the perimeter of the cell culture area. The
center-to-center distance of the electrodes varies from 250 to
460 μm. Some of the electrodes have stripes or round holes
to provide topography, which aims to orientate the cells or
induce the cells to attach to the electrodes. Again, some of
the electrodes are divided into separate halves as in Layout 2.
2.2 MEA fabrication
Figures 2(a)–2(k) show the fabrication process for Layout 3
in detail. The MEAs in Layouts 1 and 2 were fabricated using
mostly the same process as that for MEAs in Layout 3. Two
diﬀerent versions of MEAs having Layout 3 were fabricated;
one with opaque titanium (Ti) electrodes20) and the other with
transparent indium tin oxide (ITO) electrodes. The processing
of MEAs with Ti electrodes started by e-beam deposition of
400 nm of Ti on 49 × 49 × 1mm3 soda lime glass substrates
(Gerhard Menzel). Next, a positive photoresist (Futurrex
PR1-2000A) was used as an etching mask in wet etching the
MEA layout on the Ti layer. In the case of MEAs with ITO
electrodes, a ∼180 nm, 8–10Ω=sq ITO layer was readily
deposited on 49 × 49 × 0.7mm3 boro-aluminosilicate glass
substrates (Universitywafer). In that case, the in-house proc-
ess was started by lift-oﬀ patterning Ti alignment marks on
the ITO-coated substrates. Next, a positive photoresist was
used as an etching mask in etching the MEA layout on the
ITO layer using argon in a reactive-ion etching (RIE) process.
The remaining process steps were the same for the Ti and
ITO versions. A 500 nm Si3N4 layer was deposited by
plasma-enhanced chemical vapor deposition (PECVD) as the
insulator layer and openings for electrodes and contact
pads were dry-etched with a positive photoresist as an etching
mask. Before 400 nm of titanium nitride was deposited by
ion-beam-assisted e-beam deposition (IBAD),21) to protect
the contact pads, the electrode area was covered with a drop
of photoresist. Finally, lift-oﬀ and resist removal were carried
out using acetone in an ultrasound bath. Photolithography
masks used in this work were fabricated in-house using
a μPG501 maskless exposure system (MED; Heidelberg
Instruments Mikrotechnik) on chrome mask blanks (Clean
Surface Technology). In the case of Layout 1, part of the
Fig. 1. (Color online) (a) Electrode Layout 1, (b) Layout 2, and
(c) Layout 3. The black circles represent the central opening in the PDMS
ring; diameters, 2mm in Layouts 1 and 2, and 3.5mm in Layout 3.
(d) 5× microscopy image of Layout 3 MEA. (e) Specially designed
PDMS ring on layout 3 ITO MEA. At the center there is an opening for
microelectrodes and two bigger openings for ground electrodes. The
right-angled ground electrode on the left was used in this study.
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exposures were, however, direct exposures using μPG501
instead of a mask aligner and the chrome masks.
2.3 MEA characterization
In order to characterize the impedance of the electrodes,
a poly(dimethylsiloxane) (PDMS) ring was attached on top
of the ready-made MEAs as a pool and was ﬁlled with
Dulbecco’s phosphate-buﬀered saline (PBS Dulbecco w=o
Ca++, Mg2+, Biochrom) one day before the impedance meas-
urements. The measurement system consisted of an Iviumstat
potentiostat and multiplexers (Ivium Technologies), an
MEA adapter (Multi Channel Systems MCS), and a Pt
wire counter electrode (ALS-Japan). In addition, DRIREF-2
(World Precision Instruments) was used as the reference elec-
trode for single-frequency measurements, where the impe-
dance was measured at 1 kHz frequency. The result for both
electrode types (ITO and Ti) is presented as the average of
the median of 10 randomly selected nonpatterned electrodes
from three MEAs. The impedance was characterized in more
details for a randomly selected electrode over a frequency
range from 1 to 100 000 kHz.
The simple PDMS rings used in the impedance meas-
urements were removed and a specially designed PDMS
ring was applied to the MEAs [Fig. 1(e)] providing small
openings for the electrode area (2.0mm in diameter for
Layouts 1 and 2, and 3.5mm in diameter for Layout 3) and
for the ground electrodes (4mm in diameter). The purpose of
the PDMS ring is to restrict the cell culture area to enhance
the cell attachment to the top of the electrodes and to prevent
the cells from spreading out across the well, e.g., to the
ground electrodes, where the beating of the cells would
disturb the measurement by causing “reversed” signals to
all of the electrodes. The silicone ring also provides a large
reservoir for culture medium (1.5ml). Silicone rings were
fabricated as described previously.22)
Before plating hPS-CMs, the baseline noise was recorded in
the cell culture medium consisting of KnockOut Dulbecco’s
modiﬁed Eagle’s medium (KO-DMEM; Lonza), 20% fetal
bovine serum (FBS; Lonza), 1% nonessential amino acids
(NEAA; Cambrex), 2mM Glutamax (Invitrogen), and 50
U=ml penicillin=streptomycin (Lonza) for 30 s with an
MEA2100 MEA system (MCS). The average root mean
square (RMS) noise level was calculated for each MEA and
MEA type. Electrodes having an RMS noise level above
10 μV were considered faulty and were excluded from the
calculations.
2.4 Cell culture and diﬀerentiation of hPS-derived
cardiomyocytes
The human patient-speciﬁc iPSC line UTA.04602.WT
was used in this study. The iPS cell line has been established
from the ﬁbroblasts of a healthy individual and cultured as
described previously.5,23)
Diﬀerentiation of human pluripotent stem cells into
cardiomyocytes was carried out via temporal modulation
of canonical Wnt-signaling.6) The diﬀerentiated cells were
dissociated into single cells with collagenase A (Roche
Diagnostics).7) Single cells were suspended into the cell
culture medium described above.
The MEA wells were ﬁrst hydrophilized with FBS and
then coated with 0.1% gelatin type A (Sigma-Aldrich).
Immediately after coating, dissociated hPS-CMs were plated
on each MEA by pipetting 50 μl of cell suspension consisting
approximately 200–300 cells to the electrode area. The
hPS-CMs were incubated in this volume of the medium for
1 h in an incubator to let the cells attach to the MEA. After
incubation, the MEA was carefully ﬁlled with 1ml of the cell
culture medium described above. The medium was replaced
with a fresh one for the MEAs every three days, and the
MEAs were measured one day after the medium replacement.
2.5 Cell measurements and data analysis
Field potential (FP) was recorded 5–11 days after plating
at 37 °C, and signals were recorded for 30 s. The sampling
frequency was 20 kHz. Field potential was recorded during
spontaneous baseline beating and after adding 50–100 nM
E-4031 (Sigma-Aldrich) to the cell culture medium. The
E-4031 solution was incubated 2min before the measure-
ments. The E-4031 solution was diluted and measurements
performed in the cell culture medium as described above.
FP data were converted from the MCD format to Axon
Binary File (ABF) using MC_DataTool software (MCS), and
the ABF tile was converted to Axon Text File (ATF) using
ClampFit version 10.3.0.2 (Molecular Devices). The FP
signals in the ATF format were analyzed with an in-house-
developed analysis module using Origin 2017 (Microcal
OriginTM). Beating frequency by beats per minute (BPM),
interbeat interval (IBI), and ﬁeld potential duration (FPD)
were extracted from the data. Bazett’s formula was used to
calculate the beat-rate-corrected FPD (cFPD).
The beating hPS-CMs on MEA chambers were imaged
with a Zeiss Axio Observer-inverted phase contrast micro-
scope and videos were taken with an Imperx Bobcat-camera
Fig. 2. (Color online) (a–k) MEA fabrication process. (a) Glass substrate
coated with ITO or Ti, (b, g) spin coating with photoresist, (c, h) UV exposure
of photoresist, (d, i) developed resist pattern, (e) electrode and track pattern
dry etched to ITO or Ti, (f) PECVD of Si3N4, ( j) dry etching openings for
electrodes, and (k) removal of photoresist. Steps to fabricate alignment marks
for ITO MEA and deposition of TiN to protect contact pads are excluded for
simplicity. (l) Cardiac cell on MEA electrode. Owing to the edges formed by
the Si3N4 insulator layer, the electrode is in a small pit, which may be favored
by the cells. The dimensions in the drawing are not in scale.
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and JAI-Tool software. Videos were recorded for 30 s at 60
frames per second using 20× magniﬁcation. Video and MEA
recordings were taken manually at the same time; therefore,
the recordings were not automatically synchronized in this
study.
The recorded videos were analyzed with CellVisus soft-
ware (BioMediTech), which uses the digital image corre-
lation (DIC)-based analysis method as used previously for
hPS-CMs.16,24) From the videos, the average parameters
of the biomechanics of the contraction were deﬁned: (1)
duration of contraction, (2) time when hPS-CMs contracted,
(3) duration of relaxation, (4) incomplete relaxation time, and
(5) time when the cells relaxed.
For immunocytochemical staining, the hPS-CMs on MEA
chambers were ﬁxed with 4% paraformaldehyde (PFA;
Sigma-Aldrich). The hPS-CMs were stained with a goat
anti-cardiac-troponin-T (anti-Tnt; 1:2000, Abcam) antibody
and incubated at +4 °C overnight. Alexa Fluor 568-con-
jugated polyclonal IgG (Abcam) for the goat anti-Tnt
antibody was used as the secondary antibody and incubated
with the cells for 1 h at room temperature. Cells were mounted
with Vectashield containing 4A,6-diamidino-2-phenylindole,
difydrochloride (DAPI) for staining nuclei (Vector Labs
Vectashield). Fluorescence was visualized using an Olympus
IX51 phase contrast microscope equipped with ﬂuorescence
optics and recorded with an Olympus DP30BW camera. The
images were processed with Image-J and Adobe Photoshop
7.0 software (Adobe Systems).
3. Results and discussion
3.1 MEA layout development and technical
characterization
In Layout 1, the cells plated on the MEA attached to the
electrodes with high probability as the ﬁnger-type electrodes
ﬁlled most of the cell culture area. Unfortunately, the area
where the hPS-CM crossed the electrode was very small
compared with the total electrode size and the signal from the
cell was overpowered by the noise. However, one cardio-
myocyte was found to attach to a circular 100 μm electrode
included for the process characterization reasons. From that
electrode, we were able to measure the signal and obtain a
preliminary proof that a single hPS-CM is measurable by the
MEA if the electrode size is increased from the conventional
size of 30 μm (data not shown).
With MEAs in Layout 2, cardiomyocyte signals were
detectable from some of the electrodes. However, it was
observed that a notable proportion of the plated hPS-CMs
tended to attach to the edges of the cell culture area, near the
PDMS ring. On the basis of this ﬁnding, all the electrodes
in Layout 3 were placed on the outer perimeter of the cell
culture area of the MEA in order to increase the probability
of the cells to attach to the electrodes. With this approach, a
larger number of electrodes provided a signal. Nevertheless,
no signiﬁcant diﬀerences between the electrodes with stripes
or holes and the plain electrodes were observed.
The impedances of ITO and Ti electrodes in Layout 3 were
approximately 250 and 190 kΩ, respectively. The average
baseline RMS noise in contrast was the same (5.4 ± 0.9 μV)
for both materials. The phase and the magnitude of the
impedance of a randomly selected round ITO electrode in a
Layout 3 MEA are shown in Fig. 3 as functions of frequency.
Compared with the standard 30 μm electrodes made of
porous low-impedance materials such as titanium nitride
(TiN) or platinum black, the impedances of our 80 μm ITO
and Ti electrodes were 5–10 times higher despite their clearly
larger sizes. Thus, one future development step in order to
decrease impedance and noise level could be coating the Ti
electrodes with TiN or with platinum black, as was done in a
recent single-cell MEA approach in Ref. 29. These coatings,
however, result in opaque electrodes. In contrast, decreasing
the impedance of transparent ITO electrodes without losing
their transparency is more challenging. Some improvement
could be gained by increasing ITO thickness. However,
because the impedance of the electrode–cell=medium inter-
face dominates over track resistance, a more notable
improvement requires new approaches, such as the develop-
ment of new transparent electrode materials. Nevertheless,
owing to the larger electrode size, the impedance was already
5–10 times smaller than the typical impedance of 30 μm
electrodes made of ITO or Ti.25) The baseline noise levels of
both electrode types werethe same as those of commercial
30 μm TiN electrodes we previously measured for.25) In
addition to noise level and impedance, the material selection
aﬀects also the stimulation capability of the electrodes, which
would enable, e.g., the pacing of hPS-CMs. That is however,
left for future studies.
3.2 Cell attachment and measurements
The speciﬁc aim of this study was to grow no more than one
hPS-CM on one electrode [Fig. 2(l)]. Therefore, the cell
suspension was diluted and the total number of hPS-CMs
plated on MEA plates was low, approximately 200–300
cells=well. The cells attached to the MEA plates during an
overnight incubation and stayed attached as well as func-
tional for at least two weeks on the MEA chambers. The hPS-
CMs were beating and, therefore, functional when cultured in
contact with the opaque Ti electrodes as well as transparent
ITO electrodes.
The electrical activity of all the beating hPS-CMs attached
to the top of the opaque and transparent electrodes in Layout 3
MEAs was detectable (4 MEA chambers used, 1–4 signals
from each chamber observed). The signals were measured
5–11 days after the cell plating. The signal was very clear;
therefore, the beating rate, beat-to-beat interval, and FP dura-
tion were measurable (Fig. 4, Table I). The signal character-
Fig. 3. (Color online) Phase and magnitude of impedance of a randomly
selected round ITO electrode from a Layout 3 MEA as a function of
frequency.
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istics were comparable to those obtained from hPS-CM
aggregates cultured using commercial MEA plates as reported
previously.16,23) In addition to the baseline data, the eﬀects of
the hERG-blocker E-4031 agent known to prolong the FPD
interval were investigated. Prolongation of the FPD interval
was detected at the single-cell level (Fig. 5 and Table I)
Fig. 4. (Color) (a–f) Immunocytochemical characterization of the cells plated on MEA chamber. (a) A MEA chamber with transparent electrodes and with
DAPI staining indicating cell nuclei. (b) Insert in (a), indicating that both of the electrodes numbered 77 and 87 have one cell on each. (c) Immunocytochemical
staining with cardiac-speciﬁc anti-troponin T antibody reveals that both of the cells on the electrodes are cardiomyocytes (indicated by arrows). (d) MEA
chamber with opaque electrodes. (e) DAPI-stained nuclei are not visible on the electrodes with the inverted microscope if there are no holes on the electrode
area, as on electrode 74. (f) Anti-troponin antibody staining shows that the cell on electrode 74 is a cardiomyocyte. (g–h) MEA signal (blue) aligned with the
biomechanical signal of the contraction (red) analyzed by the video microscopy method from the hPS-CMs plated on the transparent electrodes. With both of
the methods, a clear signal was obtained. (i) MEA signal gained from the hPS-CM on the opaque electrode.
Table I. Representative examples of the parameters describing the electrophysiology and biomechanics of the cardiac contraction of hPS-CM measured
from the single hPS-CMs (Cells 1–6). The BPM and IBI gained from MEA and video data are comparable. With the single-cell MEA, the expected FPD
prolonging eﬀect of the the K+-channel blocker E-4031 is observed. BPM, beats per minute; IBI, beat-to-beat interval; FPD, ﬁeld potential duration; cFPD,
corrected ﬁeld potential duration.
MEA data Biomechanical (video) data
BPM
IBI
(ms)
FPD B
(ms)
cFPD B
(ms)
BPM
IBI
(ms)
Duration of mechanical activity
(ms)
Cell 1 Baseline 38 1599 1055 834 38 1598 721
Cell 2 Baseline 17 3583 2623 1386 17 3461 1333
Cell 3 Baseline 93 644 480 598 94 639 164
Cell 4 Baseline 75 804 604 673 74 818 352
E-4031 54 1112 829 786 N=A N=A N=A
Cell 5 Baseline 18 3426 1563 844 N=A N=A N=A
E-4031 13 4508 1821 858 N=A N=A N=A
Cell 6 Baseline 62 965 702 714 N=A N=A N=A
E-4031 48 1262 825 735 N=A N=A N=A
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demonstrating successfully the possibility of pharmaceutical
testing on this novel single-cell MEA platform.
Owing to the transparency of the electrodes, the plated
hPS-CMs could be imaged with the inverted phase contrast
microscope. The videos of the hPS-CMs plated on the elec-
trodes were analyzed by the Cell Visus software and the
results of the analysis were comparable to the MEA data
produced with the single-cell MEA system (Fig. 4, Table I,
and video 1 in the online supplementary data at http://
stacks.iop.org/JJAP/57/117001/mmedia). The obtained beat-
ing frequencies and beat-to-beat intervals were similar when
recorded with the two methods.
The results showed that the MEA platform we devel-
oped can simultaneously record electrophysiological and
biomechanical data and can thus be used for studies of
cardiomyocyte function at the single-cell level owing to the
transparency of the electrodes. Therefore, with this method,
we can assess, e.g., the electromechanical coupling of hPS-
CMs,16) which provides a valuable tool for evaluating, for
example, the proarrhythmic risk of novel drug candidates.
However, the correlation between the electrical and mechani-
cal functions of single hPS-CMs will be assessed in detail in
future studies, since it is not within the scope of this study.
The beating was also observed from the opaque electrodes
possessing gaps or holes (video 2 in the online supplemen-
tary data at http://stacks.iop.org/JJAP/57/117001/mmedia).
However, video analysis was not possible and the contraction
parameters could not be assessed. Therefore, to obtain both
the MEA and video data, we concluded that the electrodes
have to be transparent.
In this study, the entire cell culture area was coated with
gelatin to support cell attachment. To increase the number of
single cells attached on single electrodes, one possibility is
the selective patterning of the electrodes with gelatin or other
extracellular matrix proteins.26) Recently, three-dimensional
(3D) printing technologies have been applied to the genera-
tion of 3D cardiac patches composed of hPS-CMs and other
supporting cell types with and without biomaterials.27,28)
Therefore, cell printing is an intriguing method that can be
utilized also in the present single-cell MEA application, as
the printer could print the cells exactly on the electrodes.
Recently, Kaneko et al.29) have proposed a MEA layout with
small 8-μm-diameter and 1.4–3.0-μm-thick opaque platinum-
black electrodes and agarose microchambers, where single
CMs were seeded individually with a micropipette. With this
method, the extracellular potential of a single CM was deter-
mined. However, the approach suﬀered from cell handling
issues as well as diﬃculties with detecting two phases of FP
peaks. We found the electrode diameter of 80 μm to be large
enough to house a cell and to increase the probability of cell
attachment compared with the standard 30 μm electrodes.
Moreover, the diameter is suﬃciently small to distinguish the
cell signal from the background noise.
4. Conclusions
In this study, we introduced a MEA platform for assessing
the electrophysiological characteristics (including FPD, beat-
ing frequency and beat-to-beat interval) of the hPS-CMs
at the single-cell level. In addition, the transparency of the
electrodes enables simultaneous video recording and analysis
of the biomechanics of hPS-CM contraction and thus,
enabling simultaneous electrophysiological and biomechan-
ical characterization. With the video analysis, the durations
of contraction and relaxation can be evaluated in addition to
the alterations in the beating behavior such as a prolonged
contraction or relaxation and oscillations in the beating.16,24)
The simultaneous electrophysiological and biomechanical
characteristization provides a valuable tool for iPS-based
disease modeling, as well as toxicology and drug develop-
ment. In addition, the noninvasive nature of the novel
platform enables the long-term assessment of the function-
ality of hPS-CMs at the baseline as well as the short- and
long-term eﬀects of alteration to putative drug agents. This
platform opens up a new gateway to modeling cardiac
diseases including genetic diseases and ischemia at the
single-cell level.
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